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Preface  
 

This Philippine Bidding Documents (PBD) for the Government of the Philippines (GoP) 
for the procurement of Goods through [Competitive Bidding, Limited Source Bidding, 
Competitive Dialogue,1 or Unsolicited Offer with Bid Matching2] have been prepared by the GoP 
for use by all branches, agencies, departments, bureaus, offices, or instrumentalities of the 
government, including government-owned and/or -controlled corporations (GOCC), 
government financial institutions (GFI), state universities and colleges (SUC), and local 
government units (LGU) and autonomous regional government use in projects that are 
financed in whole or in part by the GOP or any foreign government/foreign or international 
financing institution3 in accordance with the provisions of the Implementing Rules and 
Regulations (IRR) of Republic Act (RA) No. 12009. 

 
The Bidding Documents shall clearly and adequately define, among others: (a) the 

objectives, scope, and expected outputs and/or results of the proposed contract; (b) the 
eligibility requirements of Bidders, such as track record to be determined by the Head of the 
Procuring Entity (HoPE); (c) the expected contract duration, the estimated quantity in the case 
of procurement of goods, delivery schedule and/or time frame; and (d) the obligations, duties, 
and/or functions of the winning Bidder. 

 
In order to simplify the preparation of the Bidding Documents for each procurement, 

the PBD groups the provisions that are intended to be used unchanged in Section II. 
Instructions to Bidders (ITB) and in Section IV. General Conditions of Contract (GCC). Data 
and provisions specific to each procurement and contract should be included in Section III. Bid 
Data Sheet (BDS); Section V. Special Conditions of Contract (SCC); Section VI. Schedule of 
Requirements; and Section VII. Technical Specifications. The forms to be used are provided 
in Section VIII. Philippine Bidding Document Related Forms. 

 
Prudence must be exercised to check the relevance of the provisions of the PBD 

against the requirements of the specific Goods to be procured.  In addition, each section is 
prepared with notes intended only as information for the Procuring Entity or the person drafting 
the Bidding Documents. They shall not be included in the final documents, except for the notes 
introducing Section VIII. Philippine Bidding Document Related Forms where the information is 
useful for the Bidder. The following general directions should be observed when using the 
documents: 

 
a) All the documents listed in the Table of Contents are normally required for the 

procurement of Goods. However, they should be adapted as necessary to the 
circumstances of the particular Project. 

 
b) Specific details, such as the “name of the Procuring Entity” and “address for bid 

submission,” should be furnished in the ITB, BDS, and SCC.  The final documents 
should contain neither blank spaces nor options. 

 
c) This Preface and the footnotes or notes in italics included in the Invitation to Bid, BDS, 

SCC, Schedule of Requirements, and Specifications are not part of the text of the final 
document, although they contain instructions that the Procuring Entity should strictly 
follow. The Bidding Documents should not contain footnotes except Section VIII. 

 
1
 For Second Stage of Competitive Dialogue under Section 29.4.2 of IRR of RA No. 12009. 

2
 For Comparative or Competitive Bidding for Unsolicited Offer under Section 30.7 of IRR of RA No. 12009. 

3
 Unless the Treaty or International or Executive Agreement expressly provides use of foreign government/foreign or international 

financing institution procurement guidelines. 
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Philippine Bidding Document Related Forms since these provide important guidance to 
Bidders. 
 

d) The cover page should be modified as required to identify the Bidding Documents and 
date of issue. 
 

e) The Project title page should be modified as required to identify the Project title and 
number, name and address of the Procuring Entity. 
 

f) If modifications must be made to the bidding requirements, they can be presented in 
the BDS. Modifications for specific Project or Contract details should be provided in the 
SCC as amendments to the Conditions of Contract. For easy reference and completion, 
clauses from the PBD and SCC shall appear in bold type face on Section II. Instructions 
to Bidders and Section IV. General Conditions of Contract, respectively. 
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Glossary of Acronyms, Terms, and Abbreviations 
 
ABC – Approved Budget for the Contract.    
  
BAC – Bids and Awards Committee.  
 
BDS – Bid Data Sheet. 
  
BIR – Bureau of Internal Revenue.  
  
BSP – Bangko Sentral ng Pilipinas.   
  
CDA - Cooperative Development Authority.  
  
CIF – Cost Insurance and Freight.  
  
CIP – Carriage and Insurance Paid. 
 
COS – Contract of Service. 
  
CPI – Consumer Price Index.  
  
DDP – Delivered Duty Paid. 
 
DOLE – Department of Labor and Employment. 
  
DTI – Department of Trade and Industry. 
 
EXW – Ex works.  
  
FCA – “Free Carrier” shipping point.  
  
FOB – “Free on Board” shipping point. 
 
GCC - General Conditions of Contract. 
 
GFI – Government Financial Institution.    
  
GOCC – Government-Owned and/or –Controlled Corporation.  
  
GoP – Government of the Philippines.  
  
GPPB  –  Government Procurement Policy Board.  
 
HoPE – Head of Procuring Entity. 
  
INCOTERMS – International Commercial Terms.  
  
IRR – Implementing Rules and Regulations. 
 
ITB – Instructions to Bidders. 
 
JO – Job Order. 
 



 

 

LCB- Lowest Calculated Bid. 
 
LCRB – Lowest Calculated Responsive Bid.   
 
LGU – Local Government Unit 
 
LoC – Letter of Credit. 
 
MAB – Most Advantageous Bid. 
 
MARB – Most Advantageous Responsive Bid.   
 
MEARB – Most Economically Advantageous Responsive Bid.   
 
MYCA – Multi-Year Contracting Authority. 
  
NFCC – Net Financial Contracting Capacity.  
  
NGA – National Government Agency. 
 
PhilGEPS - Philippine Government Electronic Procurement System.   
 
PSA – Philippine Statistics Authority.   
 
RA No. – Republic Act Number. 
 
SARB – Single Advantageous Responsive Bid. 
 
SCC - Special Conditions of Contract. 
 
SCRB – Single Calculated Responsive Bid. 
 
SEARB – Single Economically Advantageous Responsive Bid. 
 
SEC – Securities and Exchange Commission.  
 
SLCC – Single Largest Completed Contract.  
  
UN – United Nations. 

 

  



 

 

Definition of Terms 
 
Bid – a signed offer, proposal, or quotation submitted by a supplier, manufacturer, distributor, 
contractor, consultant, or service provider in response to the requirements of the Procuring 
Entity as stated in the Bidding Documents. (IRR, Section 5[c]).  
  
Bidder – a supplier, manufacturer, distributor, contractor, consultant, and service provider, 
whether public or private, who submits a Bid in response to the requirements of the Procuring 
Entity as stated in the Bidding Documents. (IRR, Section 5[d]). 
  
Bidding Documents – the documents issued by the Procuring Entity as the basis for Bids, 
furnishing all information necessary to prospective Bidder to prepare a Bid for the Goods, 
Infrastructure Projects, and Consulting Services required by the Procuring Entity. (IRR, 
Section 5[e]). 
 
Contract – refers to the agreement entered into between the Procuring Entity and the Supplier 
or Manufacturer or Distributor or Service Provider for procurement of Goods and Services; 
Contractor for Procurement of Infrastructure Projects; or Consultant or Consulting Firm for 
Procurement of Consulting Services; as the case may be,  as recorded in the Contract Form 
signed by the parties, including all attachments and appendices thereto and all documents 
incorporated by reference therein.  
 
Contract Price - the price payable to the Supplier under the Contract for the full and proper 
performance of its contractual obligations. 
 
Effective Date of the Contract – the date indicated in the contract. However, the Supplier shall 
commence performance of its obligations only upon receipt of the Notice to Proceed. 
 
Foreign-funded Procurement or Foreign-Assisted Project – refers to the acquisition of Goods, 
Consulting Services, and the contracting for Infrastructure Projects by the Government of the 
Philippines which are wholly or partly funded by foreign loans or grants pursuant to a Treaty 
or International or Executive Agreement.   
 
Framework Agreement – is a procurement strategy which shall be in the nature of an option 
contract between the Procuring Entity and the Bidder that stipulates the terms and conditions 
to be applied in subsequent contracts for the procurement of Goods, Infrastructure Projects, 
and Consulting Services with a single or multiple contractor, manufacturer, supplier, 
distributor, consultant, and service provider to expand the pool of prospective Bidders, take 
advantage of economies of scale, minimize the administrative burden of conducting separate 
procurement activities, and generate time and money savings. (IRR, Section 16.2).  
 
Goods – refer to (i) all items, supplies, and materials, whether in the nature of equipment, 
furniture, stationery, materials for construction, or personal property of any kind, needed in the 
transaction of public businesses or in the pursuit of any government undertaking, project or 
activity; or (ii) general support services which pertain to all types of services except Consulting 
Services and Infrastructure Projects, such as the repair and maintenance of equipment and 
furniture, as well as trucking, hauling, janitorial, security, and related or analogous services. 
Personnel Services or individual COS or JO engagements do not fall under this definition; 
(IRR, Section 5[n])  
 
MARB – refers to the award criteria in the procurement of Goods where the considerations for 
the award of contract are the eligibility of the bidder, the responsiveness of its bid to the 
technical requirements, and the most advantageous bid in reference to the highest rated offer 
based on the quality component of the bid. 



 

 

 
MEARB – refers to the award criteria in the procurement of Goods where the considerations 
for the award of contract are the eligibility of the bidder, and the responsiveness of its bid to 
the technical requirements, and the determination of the most economically advantageous bid 
in reference to the quality-price ratio allocated to the technical and financial components of 
the bid. 
 
Online submission – pertains to the submission of the bid for Goods and the bid envelopes 
containing the technical and financial components of the bid through electronic means or 
through the electronic bidding facility of the PhilGEPS. 
 
Project – refers to a specific or identified procurement covering Goods, Infrastructure Projects 
or Consulting Services. A Procurement Project shall be described, detailed, and scheduled in 
the Project Procurement Management Plan prepared by the agency which shall be 
consolidated in the procuring entity's Annual Procurement Plan. 
 
Services - means those services ancillary to the supply of the Goods, such as transportation 
and insurance, and any other incidental services, such as installation, commissioning, 
provision of technical assistance, training, and other such obligations of the Supplier covered 
under the Contract. 
 
Supplier – refers to a citizen, or any corporate body or commercial company duly organized 
and registered under the laws where it is established, habitually established in business and 
engaged in the manufacture or sale of the merchandise or performance of the general services 
covered by its Bid. Supplier as used in these Bidding Documents may likewise refer to a 
manufacturer, distributor, contractor, or consultant, or service provider.  
  
Verified Report - the report submitted by the Implementing Unit to the HoPE setting forth its 
findings as to the existence of grounds or causes for termination and explicitly stating its 
recommendation for the issuance of a Notice to Terminate.
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Section I. Invitation to Bid 

 
Notes on the Invitation to Bid 
 
The Invitation to Bid provides information that enables potential Bidders to decide whether 
to participate in the procurement at hand. The Invitation to Bid shall be: 
 

a) In line with the principle of transparency and competitiveness and to ensure the 
widest possible dissemination thereof, all invitations to bid shall be published 
continuously by the Procuring Entity for seven (7) calendar days on the PhilGEPS 
website, in any conspicuous place reserved for this purpose in the premises of the 
Procuring Entity, and in the website or social media platforms of the Procuring Entity, 
if available, or such other channels as may be authorized by the Government 
Procurement Policy Board (GPPB), and the website prescribed by the foreign 
government/foreign or international financing institution, if applicable. 
 

b) For justifiable reasons, a Procuring Entity that cannot publish procurement 
opportunities on its website, social media platform, or such other channels 
authorized by the GPPB shall publish its Invitation to Bid, at least once, in a 
newspaper of general nationwide circulation; 

 
Apart from the essential items listed in the Bidding Documents, the Invitation to Bid should 
also indicate the following: 
 

a) The availability of the Bidding Documents, which shall commence on the date the 
Invitation to Bid is first published and continue until the deadline for submission and 
receipt of bids;  
 

b) The place where the Bidding Documents may be acquired or the website where it 
may be downloaded; 

 
c) The deadline for the submission and receipt of bids from the last day of publication 

of the Invitation to Bid; 
 

d) The procurement strategy/ies (e.g. Life Cycle Assessment and Life Cycle Cost 
Analysis, Subcontracting, Pooled Procurement); and 

 
e) The bid award criterion/criteria (e.g., the application of a margin of preference in bid 

evaluation). 
 
The Invitation to Bid should be incorporated in the Bidding Documents. The information 
contained in the Invitation to Bid must conform to the Bidding Documents, particularly to the 
relevant information in the BDS.  
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INVITATION TO BID FOR  
 

Supply, Delivery and Installation of various Technical & Scientific  
Batch 3 for CY 2025 - IB No. BSWM 2025-10-077 

 
 

1) The Bureau of Soils and Water Management (BSWM), through the through the 
General Appropriations Act (GAA) for CY 20254 intends to apply the sum of: 

 

Lot No. Description ABC (PhP) 

LOT 1 Supply, Delivery and Installation of Atomic Absorption 

Spectroscopy 

35,400,000.00 

LOT 2 Supply, Delivery and Installation of Various General 

equipment 

42,945,000.00 

LOT 3 Supply, Delivery and Installation of UV-VIS 

Spectrophotometer 

12,600,000.00 

LOT 4 Supply, Delivery and Installation of Various Sample 

Preparation Equipment 

7,200,000.00 

LOT 5 Supply, Delivery and Installation of Various Physical 

Analysis Equipment 

9,820,000.00 

LOT 6 Supply, Delivery and Installation of Water Purification 

System 

10,200,000.00 

LOT 7 Supply, Delivery and Installation of Chromatography 

equipment 

22,740,000.00 

LOT 8 Supply, Delivery and Installation of Various Nitrogen 

Analysis Equipment 

16,500,000.00 

LOT 9 Supply, Delivery and Installation of Fumehoods 7,180,000.00 

LOT 10 Supply, Delivery and Installation of electrochemical 

analytical instrument 

5,680,000.00 

LOT 11 Supply, Delivery and Installation of Microbiological 

Laboratory Equipment 

25,925,000.00 

LOT 12 Supply, Delivery and Installation of DNA 

analysis/sequencing equipment 

27,690,000.00 

 
4
  Ibid. 
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LOT 14 Environmental monitoring equipment 3,850,000.00 

  
With a total of PhP 227,730,000.00 being the Approved Budget for the Contract (ABC) 
to payments under the contract for each lot. Bids received in excess of the ABC for 
each lot shall be automatically rejected at bid opening. 

 
2) The Bureau of Soils and Water Management (BSWM), now invites bids for Supply, 

Delivery and Installation of various Technical & Scientific  Batch 3 for CY 2025 - 
IB No. BSWM 2025-10-077. Delivery of the Goods is required as stated in Section 
VI. Schedule of Requirements.  Bidders should have completed, at least within five 
(5) years from the date of submission and receipt of bids, contracts similar to the 
Project. The description of an eligible bidder is contained in the Bidding Documents, 
particularly, in Section II. Instructions to Bidders. 
 

3) Bidding will be conducted through competitive bidding procedures using a non-
discretionary “pass/fail” criterion as specified in the IRR of RA No. 12009. 

 
Bidding is restricted to Filipino citizens/sole proprietorships, partnerships, or 
organizations with at least sixty percent (60%) interest or outstanding capital stock 
belonging to citizens of the Philippines, and to citizens or organizations of a country 
the laws or regulations of which grant similar rights or privileges to Filipino citizens, 
pursuant to RA No. 5183.  

 
4) Interested Bidders may obtain further information from Bureau of Soils and Water 

Management – Bids and Awards Committee (BAC) Secretariat’s Office and 
inspect the Bidding Documents at the address given below from during MONDAY TO 
FRIDAY, 8:00AM to 5:00PM EXCEPT ON DECLARED HOLIDAYS OR WORK 
SUSPENSION. 
 

5) A complete set of Bidding Documents may be acquired by interested Bidders until 
November 26, 2025, 3:00PM from the address given below payment of the applicable 
fee for the Bidding Documents, pursuant to the latest Guidelines issued by the GPPB, 
in the amount of: 

 

LOT 1 PhP 9,000.00  LOT 6 PhP 5,000.00  LOT 11 PhP 6,500.00 

LOT 2 PhP 10,000.00  LOT 7 PhP 6,500.00  LOT 12 PhP 6,500.00 

LOT 3 PhP 5,000.00  LOT 8 PhP 7,000.00  LOT 13 PhP 2,500.00 

LOT 4 PhP 3,000.00  LOT 9 PhP 7,000.00    

LOT 5 PhP 4,000.00  LOT 10 PhP 3,000.00    

 
It may also be downloaded free of charge from the website of the Philippine 
Government Electronic Procurement System (PhilGEPS) and the website of the 
Procuring Entity, provided that Bidders shall pay the applicable fee for the Bidding 
Documents not later than the submission of their bids. 
 

6) The BSWM will hold a Pre-Bid Conference on November 12,  2025, 9:30AM at 
BSWM Function Room, and/or through video conferencing via Facebook Live thru 
BSWM Procurement Service Procurement Facebook Page 
(https://www.facebook.com/bswmpms). Furthermore, all interested bidders can 
participate through videoconferencing. Please coordinate with the BAC Secretariat at 

https://www.facebook.com/bswmpms
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least a day before the meeting at bac@bswm.da.gov.ph which shall be open to 
prospective Bidders. 
  

7) Bids must be duly received by the Bids and Awards Committee (BAC) Secretariat 
through[(i) manual submission at the office address indicated below on or before 
November 27, 2025, 9:00AM. Late bids shall not be accepted. 
 

8) All Bids must be accompanied by a Bid Security in any of the acceptable forms and in 
the amount stated in ITB Clause 16.1. 
 

9) Bid opening shall be on November 27, 2025, 9:30AM at the BSWM Convention Hall, 
2nd Floor, SRDC Bldg., Visayas Ave. Cor. Elliptical Road, Diliman, Quezon City and 
through videoconferencing/webcasting via ZOOM and streamed live through BSWM 
Procurement Service FB Page. Bids will be opened in the presence of the Bidders’ 
representatives who choose to attend the activity. 
 

10) During the opening of bids, bidder’s representative must present his/her company 
identification card and authorization letter from the head of the company. 
 
BSWM adheres to the Republic Act 10173 Data Privacy Act. 
 

11) The BSWM reserves the right to reject any and all bids, declare a failure of bidding, or 
not award the contract at any time prior to contract award in accordance with Section 
705 of R.A. No. 12009, without incurring any liability to the affected Bidder or Bidders. 

 
12) For further information, please refer to: 

 
FRANCE JOSEPHINE C. BAUTISTA 
BIDS AND AWARDS COMMITTEE SECRETARIAT’S OFFICE 
2ND FLOOR, SRDC BLDG., 
VISAYAS AVE. COR. ELLIPTICAL ROAD, DILIMAN, QUEZON CITY TELEFAX 
NUMBER: +63-2-8273-2474 loc 3218 
EMAIL ADDRESS: bac@bswm.da.gov.ph  
WEBSITE: www.bswm.gov.ph FB Page: https://www.facebook.com/bswmpms 
 
 

 

You may visit the following websites:  
For downloading of Bidding Documents: 
PhilGEPS- https://notices.philgeps.gov.ph/,  
BSWM Website- www.bswm.gov.ph  or  
BSWM Procurement Service Facebook Page- 
https://www.facebook.com/bswmpms  

 
 
 
 
 

________________________________ 
DENISE A. SOLANO 
BAC Chairperson 

 
5
 Reservation Clause  

mailto:bac@bswm.da.gov.ph
https://notices.philgeps.gov.ph/
http://www.bswm.gov.ph/
https://www.facebook.com/bswmpms
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Section II. Instructions to Bidders 

 
Notes on the Instructions to Bidders 
 
This Section of the Bidding Documents provides the information necessary for Bidders to 
prepare responsive bids, in accordance with the requirements of the Procuring Entity.  It 
also provides information on bid submission, eligibility check, opening and evaluation of 
bids, post-qualification and on the award of contract. 
 
This Section contains provisions that shall not be changed or modified. Any amendment 
shall be reflected on Section III. Bid Data Sheet which consists of provisions that 
supplement, amend, or specify in detail, information or requirements included in this 
Section. 
 
Matters governing performance of the Supplier, payments under the contract, or those 
affecting the risks, rights, and obligations of the parties under the contract are not normally 
included in this Section, but rather under Section IV. GCC and/or Section V. SCC. If 
duplication of a subject is inevitable in other sections of the document prepared by the 
Procuring Entity, prudence must be exercised to avoid contradictions between clauses 
dealing with the same matter.  
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A. General 

1) Scope of Bid 

1.1 The Procuring Entity, named in the BDS invites bids for the Project with 
Identification Number which shall be specified in the BDS. 

 
1.2 The Project is composed of number of lots or items as provided in the BDS, the 

details of which are described in Section VII. Technical Specifications. 

2) Source of Funds 

The Procuring Entity has a budget or has received funds from the Funding Source 
named in the BDS, and in the amount indicated in the BDS. It intends to apply part 
of the funds received for this Project to cover eligible payments under the contract.  

3) Corrupt, Fraudulent, Collusive, and Coercive Practices 

3.1 Unless otherwise specified in the BDS, the Procuring Entity, as well as the 
Bidders and Suppliers, shall observe the highest standard of ethics during the 
procurement and execution of the contract. In pursuance of this policy, the 
Procuring Entity: 

 
a) defines, for purposes of this provision, the following terms under existing 

laws, rules, and regulations: 

i) “corrupt practice” means an act by which officials in the public or 
private sectors improperly and unlawfully enrich themselves, others, 
or induce others to do so, by misusing the position in which they are 
placed, and includes the offering, giving, receiving, or soliciting of 
anything of value to influence the action of any such official in the 
procurement process or in contract execution; entering, on behalf of 
the government, into any contract or transaction manifestly and 
grossly disadvantageous to the same, whether or not the public 
officer profited or will profit thereby, and similar acts as provided in 
RA No. 3019. 
 

ii) “fraudulent practice” means a misrepresentation of facts for purposes 
of influencing a procurement process or the execution of a contract 
to the detriment of the Procuring Entity, which includes collusive 
practices among Bidders (prior to or after bid submission) designed 
to establish bid prices at artificial, non-competitive levels and to 
deprive the Procuring Entity of the benefits of free and open 
competition.  
 

iii) “collusive practices” means a scheme or arrangement between two 
or more Bidders, with or without the knowledge of the Procuring 
Entity, designed to establish bid prices at artificial, non-competitive 
levels. 

 
iv) “coercive practices” means harming or threatening to harm, directly 

or indirectly, persons, or their property to influence their 
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participation in a procurement process, or affect the execution of a 
contract; 
 

v) “obstructive practice” is 
 

a) deliberately destroying, falsifying, altering or concealing of 
evidence material to administrative proceedings or 
investigation or making false statements to investigators in 
order to materially impede administrative proceedings or 
investigation of the Procuring Entity or any foreign 
government/foreign or international financing institution relative 
to allegations of a corrupt, fraudulent, coercive, or collusive 
practice; and/or threatening, harassing, or intimidating any 
party to prevent the latter from disclosing its knowledge of 
matters relevant to the administrative proceedings or 
investigation or from pursuing such proceedings or 
investigation; or 
 

b) acts intended to materially impede the exercise of the 
inspection and audit rights of the Procuring Entity or any foreign 
government/foreign or international financing institution herein. 

 
b) Undertakes to reject a proposal for award upon prima facie determination 

that the Bidder recommended for award has engaged in any of the 
prohibited practices mentioned in this Clause for purposes of competing 
for the contract. 

3.2 Further, the Procuring Entity will seek to impose the maximum civil, 
administrative, and/or criminal penalties available under applicable laws on 
individuals and organizations deemed to be involved in any of the practices 
mentioned in ITB Clause 3.1(a). 

3.3 Furthermore, the Funding Source and the Procuring Entity reserve the right to 
inspect and audit records and accounts of a Bidder or Supplier in the bidding 
for and performance of a contract themselves or through independent auditors 
as reflected in the GCC Clause 3. 

4) Conflict of Interest 

4.1 All Bidders found to have conflicting interests shall be disqualified to participate 
in the procurement at hand, without prejudice to the imposition of appropriate 
administrative, civil, and criminal sanctions. A Bidder may be considered to 
have conflicting interests with another Bidder in any of the events described in 
paragraphs (a) through (c) below and a general conflict of interest in any of the 
circumstances set out in paragraphs (d) and (f) below: 

 
a) A Bidder has controlling shareholders or beneficial owners in common 

with another Bidder; 
 

b) A Bidder receives or has received any direct or indirect subsidy from any 
other Bidder; 

 
c) A Bidder has the same legally authorized representative as that of 

another Bidder for purposes of this bid; 
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d) A Bidder has a relationship, directly or through third parties, that puts 
them in a position to have access to information about or influence on the 
bid of another Bidder or influence the decisions of the Procuring Entity 
regarding this bidding process; This may include a firm or an organization 
that lends, or temporarily seconds, its personnel to firms or organizations 
that are engaged in consulting services for the preparation related to 
procurement for or implementation of the project, if the personnel would 
be involved in any capacity on the same project; 

 
e) A Bidder who participated as a consultant in the preparation of the design 

or technical specifications of the Goods and related services that are the 
subject of the bid. 

 
f) A Bidder who lends, or temporarily seconds, its personnel to firms or 

organizations which are engaged in consulting services for the 
preparation related to procurement for or implementation of the project, if 
the personnel would be involved in any capacity on the same project. 

 
4.2 All Bidding Documents shall be accompanied by an omnibus sworn statement 

of the Bidder that it is not related, by consanguinity or affinity up to the third 
level, to the HoPE, Procurement Agent (if engaged), the head of the Project 
Management Office (PMO), the End-User or Implementing Unit or any 
members of the Bids and Awards Committee (BAC), Technical Working Group 
(TWG), and BAC Secretariat. 

 
4.3 The Bidder shall also disclose the ultimate beneficial ownership of an entity. 

Failure to comply shall be a ground for the automatic disqualification of the bid 
in consonance with Section 59 of the IRR. For this reason, relation to the 
aforementioned persons within the third civil degree of consanguinity or affinity 
shall automatically disqualify the Bidder from participating in the procurement 
of contracts of the Procuring Entity notwithstanding the act of such persons 
inhibiting themselves from the procurement process. This Clause shall apply to 
the following persons and affiliates: 

 
a) In the case of individuals or sole proprietorships, to the Bidders and their 

spouses; 
 
b) In the case of partnerships, to the partnership itself and its partners;  

 
c) In the case of cooperatives, to the cooperative itself and members of the 

board of directors, general manager or chief executive officer; 
 

d) A partnership, joint venture or consortium which is blacklisted or which 
has blacklisted member/s or partner/s, as well as a person or entity who 
is a member of a blacklisted joint venture or consortium, are, likewise not 
allowed to participate in any government procurement during the period 
of suspension or blacklisting; and 

 
e) In the case of corporations, a single stockholder, together with their 

relatives up to the third civil degree of consanguinity or affinity, and their 
assignees, holding at least twenty percent (20%) of the shares therein, its 
chairperson and president, shall be blacklisted after they have been 
determined to hold the same controlling interest in a previously blacklisted 
corporation or in two corporations that have been blacklisted; the 
corporations of which they are part of shall also be blacklisted.  
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5) Eligible Bidders 

5.1 Only Bids found to be legally, technically, and financially eligible will be 
evaluated.  For procurement of Goods, the following persons shall be eligible 
to participate in this bidding: 

 
a) Duly-licensed Filipino citizens or sole proprietorships; 
 

b) Partnerships duly organized under the laws of the Philippines and of 
which at least sixty percent (60%) of the interest belongs to citizens of the 
Philippines; 

 
c) Corporations duly organized under the laws of the Philippines, and of 

which at least sixty percent (60%) of the outstanding capital stock belongs 
to citizens of the Philippines; 

 
d) Cooperatives duly organized under the laws of the Philippines; and 
 
e) Persons or entities forming themselves into a Joint Venture (JV), i.e., a 

group of two (2) or more persons or entities that intend to be jointly and 
severally responsible or liable for a particular contract: Provided, 
however, that Filipino ownership or interest of the JV concerned shall be 
at least sixty percent (60%). For this purpose, Filipino ownership or 
interest shall be based on the contributions of each of the members of the 
joint venture as specified in their Joint Venture Agreement (JVA); 
Provided, further, that the primary purpose of each member of the JV 
must be similar to or related with the requirements of the project to be bid 
out.  

 
5.2 Foreign Bidders may be eligible to participate when any of the following 

circumstances exist, as specified in the BDS: 
 

a) When provided for under any treaty or international or executive 
agreement as provided in Section 4 of the IRR; 

 
b) When the foreign supplier is a citizen, corporation, or association of a 

country, the laws or regulations of which grant reciprocal rights or 
privileges to citizens, corporations, or associations of the Philippines; 

 
c) When the Goods sought to be procured are not available from local 

suppliers; or 
 
d) When there is a need to prevent situations that defeat competition or 

restrain trade. 
 

5.3 GOCCs may be eligible to participate only if they can establish that they (a) are 
legally and financially autonomous, (b) operate under commercial law, and (c) 
are not attached agencies of the Procuring Entity. 

 
5.4 The Bidder must have completed, within a period of ten (10) years from the 

submission of the bid, unless a shorter period is indicated in the Invitation to 
Bid and BDS, a Single Largest Completed Contract (SLCC) that is similar to 
the procurement project to be bid, and whose value must be equivalent to at 
least fifty percent (50%) of the ABC, adjusted to current prices using the 
Philippine Statistics Authority (PSA) consumer price indices. 
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5.5 If the Procuring Entity determines that it is necessary to adopt a different SLCC 

requirement to ensure broader Bidder participation while establishing their 
technical capacity, it may allow Bidders to present a combination of contracts 
completed within the same period, provided their total value is at least fifty 
percent (50%) of the ABC, thus: 

 
a) The Bidder should have completed at least one (1) similar contract 

amounting to at least 25% of the ABC; and 
 
b) The Bidder should have completed other contracts, whether similar or 

not, with an aggregate amount of at least 25% of the ABC. 
 

For this purpose, the Procuring Entity may clarify in the BDS the definition or 
description of what it considers to be a similar project, which must be germane 
to the kind, class, or genus of goods or services to be procured, guided by the 
principle of proportionality and fit-for-purpose approach. 

5.6 The Bidder must submit a computation of its Net Financial Contracting Capacity 
(NFCC), which must be at least equal to the ABC to be bid, calculated as 
follows: 

 
NFCC = [(Current assets minus current liabilities) (15)] minus the value of all 
outstanding or uncompleted portions of the projects under ongoing contracts, 
including awarded contracts yet to be started coinciding with the contract to be 
bid. 
 
The values of the domestic Bidder’s current assets and current liabilities shall 
be based on the latest Audited Financial Statements (AFS) submitted to the 
BIR not earlier than two (2) years prior to date of bid submission.  
 
For purposes of computing the foreign Bidders’ NFCC, the value of the current 
assets and current liabilities shall be based on their latest AFS prepared in 
accordance with International Financial Reporting Standards. 
 
If the Bidder opts to submit a committed Line of Credit, it must be at least equal 
to ten percent (10%) of the ABC to be bid. Provided that, if issued by a foreign 
bank, it shall be confirmed or authenticated by a local bank.  

6) Bidder’s Responsibilities  

6.1 The Bidder or its duly authorized representative shall submit an omnibus sworn 
statement, in the form prescribed in Section VIII. Philippine Bidding Document  
Related Forms, as required in ITB Clause 12.1(viii). 

 
6.2 Before submitting their bids, the Bidder is deemed to be knowledgeable with all 

existing laws, decrees, ordinances, acts and regulations of the Philippines 
which may affect this Project in any way.   

 
6.3 The Bidder undertook the following responsibilities: 

 
a) Took steps to carefully examine and ensure full understanding and 

comprehension of the Bidding Documents, its requirements, clauses, and 
provisions; 
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b) Acknowledged all conditions, local, or otherwise, affecting the 
implementation of the contract; 

 
c) Made an estimate of the facilities available and needed for the contract to 

be bid, if any; 
 
d) Complied with the responsibility to inquire, or secure the Supplemental 

Bid Bulletin(s) as provided under ITB Clause 10.4; 
 
e) Ensured that it is not “blacklisted” or barred from bidding by the 

Government of the Philippines (GoP) or any of its agencies, offices, 
corporations, or LGUs, including foreign government, or foreign or 
international financing institutions whose blacklisting rules have been 
recognized by the GPPB; by itself or by reason of its relation, 
membership, association, affiliation, or controlling interest with another 
blacklisted person or entity;  

 
f) Ensured that each of the documents submitted in satisfaction with the 

bidding requirements is an authentic copy of the original, complete, and 
that all statements and information provided therein are true and correct; 

 
g) Authorized the HoPE or its duly authorized representative/s to verify all 

the documents submitted; 
 
h) Ensured that the signatory is the duly authorized representative of the 

Bidder, and granted full power and authority to do, execute, and perform 
any and all acts necessary to participate, submit the bid, to sign, and 
execute the ensuing contract, accompanied by the duly-notarized Special 
Power of Attorney, Board, or Partnership Resolution, or Secretary’s 
Certificate, whichever is applicable; 

 
i) Complied with the disclosure provision under Section 81 and 82 of RA 

No. 12009 and its IRR, in relation to other provisions of RA 3019; 
 
j) Complied with existing labor laws and standards, in the case of 

procurement of services. Moreover, the Bidder undertakes to: 
 

i) Ensure the entitlement of workers to wages, hours of work, safety 
and health and other prevailing conditions of work as established 
by national laws, rules and regulations; or Collective Bargaining 
Agreement (CBA); or arbitration award, if and when applicable. 

 
In case there is a finding by the Procuring Entity or the Department 
of Labor and Employment (DOLE) of underpayment or non-
payment of workers’ wages and wage-related benefits, the Bidder 
agrees that the performance security or portion of the contract 
amount shall be withheld in favor of the complaining workers 
pursuant to appropriate provisions of RA No. 12009, without 
prejudice to the institution of appropriate actions under the Labor 
Code, as amended, and other social legislations. 
 

ii) Comply with Occupational Safety and Health Standards (OSHS) 
and correct deficiencies, if any. 
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In case of imminent danger, injury, or death of the worker, the 
Bidder undertakes to suspend contract implementation pending 
clearance to resume from the DOLE Regional Office, in compliance 
with the Work Stoppage Order; and 

 
iii) Inform the workers of their conditions of work, labor clauses under 

the contract specifying wages, hours of work, and other benefits 
under prevailing national laws, rules and regulations; or CBA; or 
arbitration award, if and when applicable, through posting in two (2) 
conspicuous places in the establishment’s premises. 

 
k) Ensured that it did not give or pay, directly or indirectly, any commission, 

amount, fee, or any form of consideration, pecuniary or otherwise, to any 
person or official, personnel, or representative of the government in 
relation to any procurement project or activity. 

 
l) Examined all instructions, forms, terms, and specifications in the Bidding 

Documents. 
 
m) Determined and complied with all matters pertaining to the contract to be 

bid, including but not limited to: (i) the location and the nature of this 
Project; (ii) climatic conditions; (iii) transportation facilities; and (iv) other 
factors that may affect the cost, duration, and execution or 
implementation of this Project. 

 
n) Ensured that all information in the Bidding Documents, including bid or 

supplemental bid bulletin/s issued, are correct and consistent. The 
Procuring Entity shall not assume any responsibility regarding erroneous 
interpretations or conclusions by the prospective or eligible Bidder out of 
the data furnished by the Procuring Entity.  

 
Failure to observe any of the above responsibilities shall be at the risk of the Bidder 
concerned. 

 
6.4 Further, the Bidder shall bear all costs associated with the preparation and 

submission of its Bid, and the Procuring Entity shall in no case be responsible 
or liable for those costs, regardless of the conduct or outcome of the bidding 
process. 

 
In case of failure of bidding, the Bidding Documents fee may be applied in the 
re-bidding for the same Project. 
 

6.5 Furthermore, the Bidder should be aware that the Procuring Entity will accept 
bids only from those that have paid the applicable fee for the Bidding 
Documents at the office indicated in the Invitation to Bid. 

7) Origin of Goods  

Unless otherwise indicated in the BDS, there is no restriction on the origin of Goods other 
than those prohibited by a decision of the United Nations (UN) Security Council taken 
under Chapter VII of the Charter of the UN. 
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8) Subcontracts 

8.1 Unless otherwise specified in the BDS, the Bidder may subcontract portions of 
the Goods to an extent as may be approved by the HoPE and as stated in the 
BDS.  However, the subcontracted portion shall not exceed twenty percent 
(20%), or a different percentage of the ABC, on a per project basis, as approved 
by the GPPB. 
 

8.2 Subcontracting of any portion of this Project shall not relieve the Bidder from 
any liability or obligation that may arise from the contract. 

 
8.3 Subcontractors must meet the eligibility criteria and submit the same eligibility 

documents as the general contractor. Failure of a subcontractor to meet the 
eligibility criteria does not affect the eligibility of the general contractor for the 
Project. In such case, the portion intended to be subcontracted to the ineligible 
subcontractor shall be assumed by the general contractor. 

 
8.4 Subcontracting arrangement, if allowed, including the time of submission of the 

eligibility documents of the subcontractor, shall be disclosed in the BDS. 
 

B. Contents of Bidding Documents 

9) Pre-Bid Conference 

9.1 If so specified in the BDS, a pre-bid conference shall be held either at the 
Procuring Entity’s physical address and/or online through videoconferencing, 
webcasting, or similar technology, or a combination thereof, on the date 
indicated therein, to clarify and address the Bidders’ questions on the technical 
and financial components of this Project. 

 
9.2 The pre-bid conference shall be held at least twelve (12) calendar days before 

the deadline for the submission and receipt of bids, but not earlier than seven 
(7) calendar days from the posting of the invitation to bid and other bidding 
documents in the PhilGEPS. 

 
9.3 Bidders are highly encouraged to attend the pre-bid conference to fully 

understand the Procuring Entity’s requirements.  While non-attendance of the 
Bidder will in no way prejudice its bid. The Bidder is deemed to know any 
changes and/or amendments to the Bidding Documents, as may be provided 
in the Supplemental Bid Bulletin.  

 
The proceedings of the pre-bid conference shall be recorded, and the 
corresponding minutes shall be prepared not later than five (5) calendar days 
after the pre-bid conference. The minutes shall be made available to 
prospective Bidders not later than five (5) days upon written request. 

 
9.4 Decisions of the BAC amending any provision of the Bidding Documents shall 

be issued in writing through a Supplemental Bid Bulletin at least seven (7) 
calendar days before the deadline for the submission and receipt of bids. 

10) Clarification and Amendment of Bidding Documents 

10.1 Prospective Bidders may request for clarification on and/or interpretation of any 
part of the Bidding Documents. Such request must be in writing and submitted 
to the BAC of the Procuring Entity at the address or electronic mail indicated in 
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the BDS or through the electronic bidding facility of  PhilGEPS, as may be 
applicable, at least ten (10) calendar days before the deadline set for the 
submission and receipt of Bids. 

 
10.2 The BAC shall respond to the said request by issuing a Supplemental Bid 

Bulletin duly signed by the BAC Chairperson. It shall be made available to all 
those who have properly secured the Bidding Documents, at least seven (7) 
calendar days before the deadline for the submission and receipt of Bids. 

 
10.3 Supplemental Bid Bulletins may also be issued upon the Procuring Entity’s 

initiative for purposes of clarifying or modifying any provision of the Bidding 
Documents not later than seven (7) calendar days before the deadline for 
submission and receipt of Bids. Any modification to the Bidding Documents 
shall be identified as an amendment. 

 
10.4 Any Supplemental Bid Bulletin issued by the BAC shall also be posted in the 

PhilGEPS, in any conspicuous place in the premises of the Procuring Entity, 
and on the website or social media platforms of the Procuring Entity, if available, 
or such other channels as may be authorized by the GPPB. It shall be the 
responsibility of all prospective Bidders, including those who have properly 
secured the Bidding Documents, to inquire and secure Supplemental Bid 
Bulletins that may be issued by the BAC. However, Bidders who have submitted 
bids before the issuance of the Supplemental Bid Bulletin must be accordingly 
informed by the BAC and be allowed to modify or withdraw their bids prior to 
the deadline for the submission and receipt of bids in accordance with ITB 
Clause 21. 

 

C. Preparation of Bids 

11) Language of Bids 

The eligibility requirements or statements, the bids, and all other documents to be 
submitted to the BAC must be in English.  If the eligibility requirements or statements, 
the bids, and all other documents submitted to the BAC are in foreign language other 
than English, it must be accompanied by a translation of the documents in English. 
The documents shall be translated by the relevant foreign government agency, the 
foreign government agency authorized to translate documents, or a registered 
translator in the foreign Bidder’s country. The Bidder shall cause the authentication 
of the translated documents and shall be authenticated by the appropriate Philippine 
foreign service establishment or post or the equivalent office having jurisdiction over 
the foreign Bidder’s affairs in the Philippines. The English translation shall govern, for 
purposes of interpretation of the bid. 

However, for Contracting Parties to the Apostille Convention, the documents shall be 
authenticated through an apostille by the Competent Authority, as defined in Section 
20.9.2 of [the] IRR, except for countries identified by the DFA that will still require 
legalization (red ribbon) by the relevant Embassy or Consulate. 

12) Documents Comprising the Bid: Technical and Financial Components 

12.1 The first bid envelope shall contain the following technical documents, including 
the eligibility documents: 

 
i) PhilGEPS Certificate of Registration (Platinum Membership); 
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ii) Statement of SLCC;  
 
iii) NFCC Computation or committed Line of Credit (LoC); 
 
iv) Statement of all its ongoing government and private contracts, including 

contracts awarded but not yet started, if any, whether similar or not similar 
in nature and complexity to the contract to be bid; 

 
v) [if applicable] JVA) or in the absence of a JVA, duly notarized statements 

from all potential JV partners stating that they will enter into and abide by 
the provisions of the JVA in the event that the bid is successful; 

 
vi) Bid Security in the prescribed form and amount in accordance with ITB 

Clause 16, and validity period under ITB Clause 15; 
 
vii) Technical Specifications, which may include production or delivery 

schedule, manpower requirements, or after-sales service or parts, if 
applicable; 

 
viii) Omnibus Sworn Statement; and 
 
ix) For foreign Bidders claiming eligibility by reason of their country’s 

extension of reciprocal rights to Filipinos, a certification from the relevant 
government office of their country stating that Filipinos are allowed to 
participate in their government procurement activities for the same item 
or product. 

 
12.2 The second bid envelope shall contain the following financial documents: 

 
a) Bid Form which includes the Bid price; 
 
b) Price Schedules in accordance with ITB Clause 13.1; and 
 
c) [if applicable] Certificate of Domestic Preference, in accordance with 

ITB Clause 25. 
 

12.3 Whenever necessary, modifications may be made to the foregoing components 
specifically for major and specialized procurement to suit the particular needs 
of the Procuring Entity, subject to the approval of the GPPB. 

 
12.4 All bids that exceed the ABC shall not be accepted, unless otherwise indicated 

in the BDS. For foreign-funded procurement, the ABC shall be applied as the 
ceiling to bid prices provided the following conditions are met: 

 
a) Bidding Documents are obtainable free of charge on a freely accessible 

website. If payment of Bidding Documents is required by the Procuring 
Entity, payment could be made upon the submission of bids. 

 
b) The Procuring Entity has procedures in place to ensure that the ABC is 

based on recent estimates made by the responsible unit of the Procuring 
Entity and that the estimates reflect the quality, supervision and risk, and 
inflationary factors, as well as prevailing market prices, associated with 
the types of works or goods to be procured. 
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c) The Procuring Entity has trained cost estimators in estimating prices and 
analyzing bid variances. 

 
d) The Procuring Entity has established a system to monitor and report bid 

prices relative to ABC and engineer’s/procuring entity’s estimate. 
 
e) The Procuring Entity has established a monitoring and evaluation system 

for contract implementation to provide feedback on actual total costs of 
goods and works. 

 
However, the GoP and the foreign government, or foreign or international 
financing institutions may agree to waive the foregoing conditions. 

13) Bid Prices 

13.1 The Bidder shall accomplish the Price Schedule Form as prescribed by the 
Procuring Entity, which may include the following details: 

 
a) For Goods offered from within the Philippines: 

 
i) The price of the Goods quoted EXW (ex works, ex factory, ex 

warehouse, ex showroom, or off-the-shelf, as applicable); 
 
ii) The cost of all customs duties and sales and other taxes already 

paid or payable; 
 
iii) The cost of transportation, insurance, and other costs incidental to 

delivery of the Goods to their final destination; and 
 
iv) The price of other (incidental) services, if any, listed in the BDS. 

 
b) For Goods offered from abroad: 

 
i) Unless otherwise stated in the BDS, the price of the Goods shall be 

quoted Delivery Duty Paid (DDP) with the place of destination in the 
Philippines as specified in the BDS.  In quoting the price, the Bidder 
shall be free to use transportation through carriers registered in any 
eligible country.  Similarly, the Bidder may obtain insurance 
services from any eligible source country. 

 
ii) The price of other (incidental) services, if any, listed in the BDS. 

 
c) For Services, based on the form which may be prescribed by the 

Procuring Entity, in accordance with existing laws, rules and regulations. 
 

13.2 The Bidder shall accomplish the appropriate Price Schedule included herein, 
stating the unit prices, total price per item, the total amount and the expected 
countries of origin of the Goods to be supplied under this Project. The Bidder 
shall fill in rates and prices for all items of the Goods described in the Price 
Schedule, which shall be presented and computed using up to two (2) decimal 
places, unless otherwise indicated in the BDS. 

 
13.3 If the Instructions to Bidders specifically allow partial bids, bids not addressing 

or providing all of the required items in the Bidding Documents including, where 
applicable, the Price Schedule, shall be considered non-responsive and shall 
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be automatically disqualified. However, when no price or a zero (0) or a dash  
(-) is indicated in a required item in the bid form, the same shall be construed 
that it is being offered for free to the Government, except those required by law 
or regulations to be provided for. 

 
The terms Ex Works (EXW), Cost, Insurance and Freight (CIF), Cost and 
Insurance Paid to (CIP), (DDP), and other trade terms used to describe the 
obligations of the parties, shall be governed by the rules prescribed in the 
current edition of the International Commercial Terms (INCOTERMS) published 
by the International Chamber of Commerce, Paris. 

 
13.4 Prices quoted by the Bidder shall be fixed during the Bidder’s performance of 

the contract and not subject to variation or price escalation on any account. A 
bid submitted with an adjustable price quotation shall be treated as non-
responsive and shall be rejected. 

14) Bid Currencies 

14.1 Prices shall be quoted in the following currencies: 
 

a) For Goods that the Bidder will supply from within the Philippines, the 
prices shall be quoted in Philippine Peso. 

 
b) For Goods that the Bidder will supply from outside the Philippines, the 

prices may be quoted in the local or tradeable currency/ies accepted by 
the Bangko Sentral ng Pilipinas (BSP), as stated in the BDS.  However, 
for purposes of bid evaluation, bids denominated in foreign currencies 
shall be converted to Philippine currency based on the exchange rate 
published in the BSP Daily Reference Exchange Rate Bulletin on the day 
of the bid opening.6 

 
14.2 If so allowed in accordance with ITB Clause 14.1, the Procuring Entity, for 

purposes of bid evaluation and comparing the bid prices, will convert the 
amounts in various currencies in which the bid price is expressed to Philippine 
Peso at the foregoing exchange rates. 

 
14.3 Unless otherwise specified in the BDS, payment of the contract price shall be 

made in Philippine Peso. 

15) Bid Validity 

15.1 Bids shall remain valid for the period specified in the BDS which shall not 
exceed one hundred twenty (120) calendar days from the date of the opening 
of bids. 

 
15.2 Should it become necessary to extend the validity of the bids and the bid 

securities beyond one hundred twenty (120) calendar days, the Procuring Entity 
concerned shall request in writing all those who submitted bids for such 
extension before the expiration date therefor. Bidders, however, shall have the 
right to refuse to grant such extension without forfeiting their Bid Security.  

 
 

 
6
 RA No. 8183, Act to assure uniform value of Philippine coin and currency 
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16) Bid Security 

16.1 The Bidder shall at its option, submit a Bid Security in the form and amount as 
stated in the BDS, which may include the following: 

 

Form of Bid Security 
Amount of Bid Security 

(Not less than the required 
percentage of the ABC) 

a) Cash or cashier’s or manager’s 
check issued by a bank. 

For biddings conducted by LGUs, the 
Cashier’s or Manager’s check 
may be issued by other banks 
certified by the BSP as 
authorized to issue such financial 
instrument. 

 
 
 

 
Two Percent (2%) 

b) Bank draft/guarantee or 
irrevocable LoC issued by a 
bank: Provided, however, that it 
shall be confirmed or 
authenticated by a local bank, if 
issued by a foreign bank. 

For biddings conducted by LGUs, 
Bank Draft/Guarantee, or 
Irrevocable Letter of Credit may 
be issued by other banks certified 
by the BSP as authorized to 
issue such financial instrument.  

 

 
 
 
 
 

Five Percent (5%) 

c) Surety bond callable upon 
demand issued by a surety or 
insurance company duly certified 
by the Insurance Commission as 
authorized to issue such security. 

 
Five Percent (5%) 

2. d)  Bid Securing Declaration Not Applicable 

 
The Bid Security shall be denominated in Philippine Peso and posted in favor 
of the Procuring Entity. 

 
16.2 The Bid Security should be valid for the period specified in the BDS.  Any bid 

not accompanied by an acceptable Bid Security shall be considered as non-
responsive and rejected by the Procuring Entity. 
 

16.3 In no case shall the Bid Security be returned later than the expiration of the bid 
validity period indicated in the BDS, unless it has been extended.  In case the 
Bidder is required to extend its bid validity, the Bidder may, at its discretion, 
substitute a Bid Securing Declaration for the extended period as a replacement 
of its Bid Security; Provided, that the option to substitute is indicated in the BDS. 
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16.4 Upon signing and execution of the contract pursuant to ITB Clause 30, and the 
posting of the performance security pursuant to ITB Clause 31, the Bid Security 
of the successful Bidder will be discharged, but in no case later than its validity 
period as indicated in the ITB Clause 16.2. 

 
16.5 The Bid Security may be forfeited based on any of the following grounds, as 

provided under Rule VIII, X, XI, and XXI of the IRR. 
 

a) if a Bidder: 

i) Withdraws its bid during the period of bid validity specified in ITB 
Clause 15; 

 
ii) Does not accept the correction of errors pursuant to ITB Clause 

26.5(b) (arithmetical error); 
 
iii) Has a finding against the veracity of any of the documents 

submitted as stated in ITB Clause 27.2; 
 
iv) Submits eligibility requirements containing false information or 

falsified documents; 
 
v) Submits bids that contain false information or falsified documents, 

or the concealment of such information in the bids to influence the 
outcome of eligibility screening or any other stage of the public 
bidding; 

 
vi) Allows the use of one’s name, or uses the name of another for 

purposes of public bidding; 
 
vii) Refuses to accept an award or enter into contract with the 

Government without justifiable cause, after the Bidder had been 
adjudged as having submitted the Lowest Calculated Responsive 
Bid (LCRB), Most Economically Advantageous Responsive Bid 
(MEARB), or Most Advantageous Responsive Bid (MARB); 

 
viii) Refuses or fails to post the required performance security within the 

prescribed time; 
 

ix) Refuses to clarify or validate in writing its bid during post-
qualification within a period of seven (7) calendar days from receipt 
of the request for clarification; 

 
x) Has any documented attempt by a Bidder to unduly influence the 

outcome of the bidding in its favor; or 
 
xi) Commits other acts that tend to defeat the purpose of the 

competitive bidding, Competitive Dialogue, Unsolicited Offer with 
Bid Matching and Limited Source Bidding, such as but not limited 
to habitually withdrawing from bidding, submitting late Bids or 
patently insufficient bid, for at least three (3) times within a year, 
except for valid reasons. 

 
 

b) If a winning Bidder: 



 

31 

 

i) Fails to sign the contract in accordance with ITB Clause 30; 
 
ii) Fails to furnish performance security in accordance with ITB Clause 

31; or 
 
iii) Fails to enter into joint venture after the bid is declared successful, 

in the case of potential JV partners.  

17) Format and Signing of Bids 

17.1 Bidders shall submit their bids through their duly authorized representative 
using the appropriate forms provided in Section VIII. Philippine Bidding 
Document  Related Forms on or before the deadline specified in ITB Clause 19 
in two (2) separate sealed bid envelopes which shall be submitted 
simultaneously, whether through manual or online submission. The first shall 
contain the technical component of the bid, including the eligibility requirements 
under ITB Clause 12, and the second shall contain the financial component of 
the bid. This shall also be observed for each lot in the case of lot procurement. 

 
17.2 Forms as mentioned in ITB Clause 17.1 must be completed without any 

alterations to their format. No substitute form shall be accepted. 
 
17.3 Each and every page of the Bid Form, including the Price Schedule, under 

Section VIII hereof, shall be signed by the duly authorized representative/s of 
the Bidder. Failure to do so shall be a ground for the rejection of the bid. 

 
17.4 Any insertions, erasures, or overwriting shall be valid only if they are signed or 

initialed by the duly authorized representative/s of the Bidder. 

18) Sealing and Marking of Bids 

18.1 Bidders shall enclose their technical documents described in ITB Clause 12 in 
one sealed envelope marked “TECHNICAL COMPONENT”, and the financial 
component in another sealed envelope marked “FINANCIAL COMPONENT”, 
sealing them all in an outer envelope marked “BID”. 

 
18.2 The Bid as indicated in the Bidding Documents shall be typed or written in ink 

and shall be signed by the Bidder or its duly authorized representative/s. 
 

18.3 All envelopes shall: 
 

a) contain the name of the contract to be bid in capital letters; 
 
b) bear the name and address of the Bidder in capital letters; 
 
c) be addressed to the Procuring Entity’s BAC in accordance with ITB 

Clause 1.1; 
 
d) bear the specific identification of this bidding process indicated in the ITB 

Clause 1.1; and 
 
e) bear a warning “DO NOT OPEN BEFORE…” the date and time for the 

opening of bids, in accordance with ITB Clause 19. 
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18.4 For manually submitted bid envelopes that are not properly sealed and marked, 
as required in the Bidding Documents, the same shall be accepted; Provided, 
That the Bidder or its duly authorized representative shall acknowledge such 
condition of the bid as submitted. On the other hand, unsealed or unmarked bid 
envelopes, or bids that cannot be opened or corrupted in case of online 
submission, shall be rejected.   

 
The BAC shall assume no responsibility for misplaced or lost contents of the 
improperly sealed or marked bid, or for its premature opening.  
 

D. Submission and Opening of Bids 

19) Deadline for Submission of Bids 

Bids must be received by the Procuring Entity’s BAC at the address indicated in the 
Invitation to bid, or through the e-bidding facility of the PhilGEPS on or before the date 
and time indicated in the BDS. 

20) Late Bids 

Bids, including the eligibility requirements, submitted after the deadline shall be 
rejected by the BAC. The BAC shall record in the Minutes of the Meeting the 
submission and opening of bids, the Bidder’s name, its representative, and the time 
the late bid was submitted. 

21) Modification and Withdrawal of Bids 

21.1 Bidders may modify their bids before the deadline for the submission and 
receipt of bids.  

 
a) For manual submission and receipt of bids, the Bidders shall not be 

allowed to retrieve their original bid but shall only be allowed to submit 
the bid modification by sending another bid, equally sealed, properly 
identified, linked to their original bid, marked as a “modification,” thereof, 
and stamped “received” by the BAC. Bid modifications received after the 
applicable deadline shall not be considered and shall be returned to the 
Bidder unopened. 
 

b) For online submission of bids, the Bidders shall not be allowed to retrieve 
their original Bid, but shall only be allowed to submit the bid modification, 
send another Bid equally secured, properly identified labelled as a 
“modification” of the one previously submitted. The time indicated in the 
latest bid receipt page generated shall be the official time of submission. 
Bids modification submitted after the applicable deadline shall not be 
accepted. 

 
21.2 Bidders may withdraw their bids in writing before the deadline for submission 

and receipt of bids. Withdrawal of bids after the applicable deadline shall be 
subject to appropriate sanctions as prescribed in the IRR.  

 
 
 
 

Bidders may also express their intention not to participate in the bidding in 
writing, which should be received by the BAC before the deadline for 
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submission and receipt of bids. Bidders that withdraw their bids shall no longer 
be allowed to submit another bid for the same contract, directly or indirectly. 

 
21.3 No bid may be modified after the deadline for submission and receipt of bids.  

Further, no bid may be withdrawn in the interval between the deadline for 
submission and receipt of bids, and the expiration of bid validity specified by 
the Bidder in the Financial Bid Form. Withdrawal of bid during this interval shall 
result in the forfeiture of the Bidder’s Bid Security pursuant to ITB Clause 16.5, 
and the imposition of administrative sanctions as prescribed by RA No. 12009, 
and without prejudice to the imposition of civil and criminal sanctions as 
provided under applicable laws. 

 
21.4 Alternative Bids shall be rejected. For this purpose, Alternative Bid shall pertain 

to an offer made by a Bidder in addition or as a substitute to its original bid, 
which may be included as part of its original bid or submitted separately. A bid 
with options shall likewise be considered an Alternative Bid regardless of 
whether said bid proposal is contained in a single envelope or submitted in two 
(2) or more separate bid envelopes. 

 
21.5 Each Bidder shall submit only one Bid, either individually or as a partner in a 

JV.  Bidder who submits or participates in more than one bid (other than as a 
subcontractor if a subcontractor is permitted to participate in more than one bid) 
will cause all the proposals with the Bidder’s participation to be disqualified. 
This shall be without prejudice to any applicable criminal, civil, and 
administrative penalties that may be imposed upon the persons and entities 
concerned. 

22) Opening and Preliminary Examination of Bids 

22.1 The BAC shall open the bids in public, immediately after the deadline for 
submission and receipt of bids, as specified in the BDS.  In case the Bids cannot 
be opened as scheduled due to justifiable reasons, the BAC shall take custody 
of the submitted Bids and reschedule the opening of Bids on the next working 
day or at the soonest possible time, through the issuance of a notice of 
postponement to be posted on the PhilGEPS website and the website of the 
Procuring Entity concerned. 

 
22.2 The manner of opening of the bids for Goods shall depend on the award 

criterion to be adopted as follows: 
 

a) For LCRB and MEARB, the BAC shall open the technical and financial 
proposals on the same day; and 

 
b) For MARB, only the technical proposals shall be opened on the same day 

while the financial proposals shall remain unopened and shall be kept 
securely by the BAC until the specified time of their opening as indicated 
in the BDS. Only the financial proposals of the Bidders who have met the 
highest technical score for Most Advantageous Bid (MAB) shall be 
opened. 

 
22.3 The Procuring Entity shall prepare the minutes of the proceedings of the bid 

opening that shall include, as a minimum: (a) names of Bidders, their bid price 
(per lot, if applicable, and/or including discount, if any), bid security, findings of 
preliminary examination, and whether there is a withdrawal or modification; and 
(b) attendance sheet. The BAC members shall sign the abstract of bids as read. 



 

34 

 

 
22.4 The Bidders or their duly authorized representatives may attend the opening of 

bids. The BAC shall ensure the integrity, security, and confidentiality of all 
submitted bids. The Abstract of Bids, as read, and the minutes of the bid 
opening shall be made available to the public, upon written request and 
payment of a specified fee to recover the cost of materials. 

 
22.5 To ensure transparency and accurate representation of the bid submission, the 

BAC Secretariat, shall notify in writing all Bidders whose bids it has received 
through its PhilGEPS-registered physical address or official e-mail address. 
The said notice shall be issued within seven (7) calendar days from the date of 
the bid opening. 

 

E. Evaluation and Comparison of Bids 

23) Process to be Confidential  

23.1 Members of the BAC, its staff and personnel, Secretariat, and TWG, as well as 
Observers, are prohibited from making or accepting any communication with 
any Bidder regarding the evaluation of their bids until the issuance of the Notice 
of Award, unless otherwise allowed in ITB Clause 24. 

 
23.2 Any effort by a Bidder to influence the Procuring Entity in its decision in respect 

of bid evaluation, bid comparison or contract award will result in the rejection of 
the bid. 

24) Clarification of Bids  

To assist in the evaluation, comparison, and post-qualification of the bids, the Procuring 
Entity may ask in writing any Bidder for a clarification of its bid.  All responses to 
requests for clarification shall be in writing. Any clarification submitted by a Bidder in 
respect to its bid that is not in response to the request of the Procuring Entity shall not 
be considered.   

25) Domestic Preference 

25.1 The Procuring Entity shall give priority and preference to Philippine products 
and services. The preference and priority for Philippine products shall be 
guaranteed at all levels of the procurement process, including raw materials, 
ingredients, supplies, or fixtures. 

 
25.2 For a period of ten (10) years from the effectivity of RA No. 11981 or the “Tatak 

Pinoy (Proudly Filipino) Act,” and for Philippine products and services in sectors 
and economic activities covered by the prevailing Tatak Pinoy Strategy, the 
Procuring Entity is mandated to award the contract to the domestic Bidder for 
Philippine products and services in sectors and economic activities covered by 
the prevailing Tatak Pinoy Strategy (TPS).   

 
Domestic Bidder, for purposes of this provision, refers to any person or entity 
offering unmanufactured articles, materials, or supplies grown or produced in 
the Philippines, or manufactured articles, materials, or supplies manufactured 
or to be manufactured in the Philippines substantially from articles, materials, 
or supplies that are or will be produced or manufactured in the Philippines, as 
the case may be. 
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25.3 After the said ten-year period, the domestic preference shall be subject to a 
margin of preference to be determined by the Tatak Pinoy Council which shall 
not be lower than fifteen percent (15%).  

 
25.4 For products and services governed by the TPS, the domestic preference in 

procurement shall be in accordance with the IRR or guidelines issued for the 
Tatak Pinoy Act. 

 
25.5 The Procuring Entity shall award the Project to the domestic Bidder if the bid is 

not more than twenty-five percent (25%) in excess of the lowest foreign bid. 
The margin of preference provided herein shall be subject to periodic review 
and adjustment by the GPPB, as may be necessary. 

 
25.6 A Domestic Bidder can only claim preference if it secures from the appropriate 

agency a certification that the articles forming part of its bid are substantially 
composed of articles, materials, or supplies grown, produced, or manufactured 
in the Philippines. 

 
25.7 The preference herein established may be waived should any of the following 

conditions be present as provided in the BDS: 
 

a) Where domestic production is insufficient or unavailable in the required 
commercial quantities; 

 
b) Where the specific or desired quality is not met; 
 
c) Where domestic preference will result in inconsistencies with the 

Philippines' obligations under treaty or international or executive 
agreements; or 

 
d) Other analogous circumstances. 

26) Detailed Evaluation and Comparison of Bids 

26.1 The Procuring Entity’s evaluation of bids shall be based on the bid price quoted 
in the Bid Form, which includes the Price Schedule. 

 
26.2 The Procuring Entity will undertake the detailed evaluation and comparison of 

the bids which have passed the opening and preliminary examination of bids, 
pursuant to ITB Clause 22, to determine the Lowest Calculated Bid (LCB), Most 
Economically Advantageous Bid (MEAB), and MAB. 

 
26.3 The award criterion shall be determined as follows: 
 

a) For LCB 
 
i) The detailed evaluation of the financial component of the bids, to 

establish the correct calculated prices of the bids; and 
 
ii) The ranking of the total bid prices as so calculated from the lowest 

to the highest, where the bid with the lowest price shall be identified 
as the LCB. 
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b) For MEAB, the BAC shall evaluate the quality and price proposals to 
determine the Most Economically Advantageous Bid (MEAB) using the 
following steps: 

 
i) The quality proposal together with the price proposal shall be 

considered in the evaluation of bids. The quality proposals shall be 
evaluated first using the criteria in the BDS. The price proposals of 
the bids that meet the minimum quality score shall then be opened. 

 
ii) The price and quality proposals shall be given corresponding 

weights with the price proposal given a minimum weight of fifteen 
percent (15%) up to a maximum of forty percent (40%). The weight 
of the quality criteria shall be adjusted accordingly such that their 
total weight in percent together with the weight given to the price 
proposal shall be equal to one hundred percent (100%). 

 
iii) To further promote green public procurement, the sustainability of 

products, or materials with green specifications shall be given 
greater weight in the evaluation of bids. As approved by the BAC, 
the exact weights shall be indicated in the BDS. The BAC shall rank 
the Bidders in descending order based on the combined numerical 
ratings of their quality and price proposals. The Bidder with the best 
overall score using the quality-price ratio shall be referred to as the 
MEAB. 

 
iv) The HoPE shall approve or disapprove the recommendations of the 

BAC within two (2) calendar days after receipt of the results of the 
evaluation from the BAC. 

 
c) For MAB 

 
i) BAC shall evaluate the quality proposals to determine the MAB 

using the quality components. The quality components shall be 
assessed on the basis of the criteria with corresponding numerical 
weights indicated in the BDS to determine the Bidder with the 
highest technical rating. 

 
ii) The second bid envelope of the Bidder obtaining the highest 

technical rating shall be opened. If the financial proposal is equal to 
or lower than the ABC, the bid shall be accepted and determined 
as the MAB; otherwise, the same shall be rejected and the Bidder 
will be disqualified. 

 
26.4 In order to eliminate bias in evaluating the quality proposals, it is recommended 

that the highest and lowest scores for each Bidder for each criterion shall not 
be considered in determining the average scores of the Bidders, except when 
the evaluation is conducted in a collegial manner. 

 
26.5 The BAC shall immediately conduct a detailed evaluation of all bids using non-

discretionary criteria in considering the following: 
  

a) Completeness of the bid. Unless the BDS allows partial bids, bids not 
addressing or providing all of the required items in the BDS, shall be 
considered non-responsive and, thus, automatically disqualified.  
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However, when no price or a zero (0) or a dash (-) is indicated in a 
required item in the bid form, the same shall be construed that it is being 
offered for free to the Government, except those required by law or 
regulations to be provided for; and 

 
b) Arithmetical corrections. The BAC shall apply arithmetical corrections on 

computational errors and omissions to enable proper comparison of all 
eligible bids.  Bid corrections may also be considered if expressly allowed 
in the BDS. Any adjustment shall be calculated in monetary terms to 
determine the calculated prices. 

 
26.6 Based on the detailed evaluation of bids, those that comply with the above-

mentioned requirements shall be ranked in the ascending order of their total 
calculated bid prices, as evaluated and corrected for computational errors, 
discounts and other modifications, to identify the LCB, MEAB, or MAB. Total 
calculated bid prices, as evaluated and corrected for computational errors, 
discounts and other modifications, which exceed the ABC shall not be 
considered, unless otherwise indicated in the BDS. 

 
26.7 The BAC shall evaluate all bids on an equal footing to ensure fair and 

competitive bid comparison.  For this purpose, all Bidders shall be required to 
include in their bids the cost of all taxes, such as, but not limited to, value added 
tax (VAT), income tax, local taxes, and other fiscal levies and duties, whichever 
is applicable, as itemized in the bid form and reflected in the detailed estimates.  
Such bids, including said taxes, shall be the basis for bid evaluation and 
comparison. 

 
26.8 If so indicated pursuant to ITB Clause 1.2, bids may be submitted for individual 

lots or for any combination thereof, provided that all bids and combinations of 
bids shall be received by the same deadline and opened and evaluated 
simultaneously so as to determine the Bid or combination of Bids offering the 
lowest calculated cost to the Procuring Entity. Bid prices quoted shall 
correspond to all items specified for each lot and to all quantities specified for 
each item of a lot.  Bid Security as required by ITB Clause 16 shall be submitted 
for each contract (lot) separately. The basis for evaluation of lots is specified in 
BDS Clause 26.5. 

 
26.9 In order to eliminate bias in evaluating the quality proposals, it is recommended 

that the highest and lowest scores for each Bidder for each criterion shall not 
be considered in determining the average scores of the Bidders, except when 
the evaluation is conducted in a collegial manner. 

27) Post-Qualification 

27.1 The BAC shall determine to its satisfaction whether the Bidder that is evaluated 
as having submitted the LCB, MEAB, or MAB as the case may be, complies 
with and is responsive to all the requirements and conditions specified in ITB 
Clauses 5, 12.1, and 12.2. The Bidder, within five (5) calendar days from receipt 
of notice from the BAC that it submitted the LCB, MEAB, or MAB shall submit 
all the eligibility documents supporting its PhilGEPS Certificate of Registration 
(Platinum Membership), its latest income and business tax returns filed for the 
preceding quarter which should not be earlier than two (2) quarters from the 
date of submission and receipt of bid, and other appropriate licenses and 
permits required by law and stated in the BDS. 
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27.2 Failure to submit any of the post-qualification requirements on time, or a finding 
against the veracity thereof, shall disqualify the Bidder for award; Provided, 
That in the event that a finding against the veracity of any of the documents 
submitted is made, it shall cause the forfeiture of the Bid Security. 

 
27.3 The determination shall be based upon an examination of the documentary 

evidence of the Bidder’s qualifications submitted pursuant to ITB Clauses 12.1  
and 12.2, as well as other information as the Procuring Entity deems necessary 
and appropriate, using a non-discretionary “pass/fail” criterion, which shall be 
completed within a period of twelve (12) calendar days. 

 
27.4 If the BAC determines that the Bidder with the LCB, MEAB, or MAB fails to meet 

the post-qualification criteria, it shall immediately notify the said Bidder in writing 
of its post-disqualification and the grounds for such determination.  

 
27.5 Immediately after the BAC has notified the first Bidder of its post- 

disqualification, and notwithstanding any pending request for reconsideration 
thereof, the BAC shall initiate and complete the same post-qualification process 
on the Bidder with the second LCB, MEAB, or MAB. If the second Bidder 
passes the post-qualification and the request for reconsideration of the first 
Bidder has been denied, the second Bidder shall be post-qualified as the Bidder 
with the LCB, MEAB, or MAB. 

 
27.6 If the second Bidder, however, fails the post-qualification, the procedure for 

post-qualification shall be repeated for the Bidder with the next LCB, MEAB, or 
MAB and so on, until the LCRB, MEARB, MARB, as the case may be, is 
determined for award, subject to the procedure of Notice and Execution of 
Award.  

 
27.7 If the BAC determines that the Bidder with the LCB, MEAB, or MAB passes all 

the criteria for post-qualification, it shall declare the said bid as the LCRB, 
MEARB, MARB, Single Calculated Responsive Bid (SCRB), Single 
Economically Advantageous Responsive Bid (SEARB), or Single 
Advantageous Bid (SARB). 

 
27.8 Within a period not exceeding ten (10) calendar days from the determination 

and declaration through a resolution by the BAC of the LCRB, MEARB, MARB, 
SCRB, SEARB, or SARB, as the case may be, and the recommendation of the 
award, the HoPE or its duly authorized representative shall approve or 
disapprove the said recommendation. 

 
27.9 In case of approval, the HoPE or its duly authorized representative shall 

immediately issue the Notice of Award to the Bidder with the LCRB, MEARB, 
MARB, SCRB, SEARB, or SARB, as the case may be.  

 
  In the event that the approving authority shall disapprove the resolution on the 

award of the contract, such disapproval shall be based only on valid, 
reasonable, and justifiable grounds to be expressed in writing. A copy of the 
decision disapproving the resolution shall be furnished to the BAC and the 
Bidder.  

 
 
 

28) Reservation Clause 
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28.1 Notwithstanding the eligibility or post-qualification of a Bidder and without 
incurring any liability, the HoPE or its duly authorized representative at any 
stage of the procurement, reserves the right to review its qualifications, reject 
any and all bids, declare a failure of bidding or not award the contract in the 
following situations:   

 
a) If it has reasonable grounds to believe that a misrepresentation has been 

made by the said Bidder, or that there has been a change in the Bidder’s 
capability to undertake the project from the time it submitted its eligibility 
requirements. 

 
b) Should such review uncover any misrepresentation made in the eligibility 

and bidding requirements, statements or documents, or any changes in 
the situation of the Bidder which will adversely affect its capability to 
undertake the Project so that it no longer meets the prescribed eligibility 
or bid evaluation criteria, the Procuring Entity shall consider the said 
Bidder as ineligible and disqualify it from participating further in the 
bidding process or being awarded the contract. 

 
28.2 Based on any of the following grounds, the Procuring Entity reserves the right 

to reject any and all bids, declare a Failure of Bidding at any time prior to the 
contract award, or not to award the contract, without thereby incurring any 
liability, and make no assurance that a contract shall be entered into as a result 
of the bidding: 

 
a) If there is prima facie evidence of collusion between appropriate public 

officers or employees of the Procuring Entity, or between the BAC and 
any of the Bidders, or if the collusion is between or among the Bidders 
themselves, or between a Bidder and a third party, including any act 
which restricts, suppresses or nullifies, or tends to restrict, suppress or 
nullify competition or influences or tends to influence the bidding process; 

 
b) If the BAC is found to have failed in complying with the applicable law or 

in following the prescribed bidding procedures; or 
 
c) If there are any justifiable and reasonable ground where the award of the 

contract will not redound to the benefit of the government, in instances 
where  (i) the physical and economic conditions have significantly 
changed so as to render the Project no longer economically, financially, 
or technically feasible as determined by the HoPE; (ii) the Project is no 
longer necessary as determined by the HoPE; and (iii) the source of funds 
for the Project has been withheld or reduced through no fault of the 
Procuring Entity. 

 

F. Award of Contract 

29) Contract Award 

29.1 Subject to ITB Clause 27, the HoPE or its duly authorized representative shall 
award the contract to the Bidder whose bid has been determined to be the 
LCRB, MEARB, MARB, SCRB, SEARB, or SARB, as the case may be. 

 
29.2 Prior to the expiration of the period of bid validity, the Procuring Entity shall 

notify the successful Bidder in writing that its bid has been accepted, through 
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a Notice of Award duly received by the Bidder or its representative personally 
or sent by registered mail or electronically, receipt of which must be confirmed 
in writing within two (2) days by the Bidder with the LCRB, MEARB, MARB, 
SCRB, SEARB, or SARB, as applicable and submitted personally or sent by 
registered mail or electronically to the Procuring Entity. 

 
29.3 Within ten (10) calendar days from receipt by the winning Bidder of the Notice 

of Award, the following conditions should be complied with before the contract 
may be awarded:  

 
a) Submission of the following documents: 

 
i) Valid JVA, if applicable; or 
 
ii) The SEC Certificate of Registration of the foreign corporation, if 

applicable.  
 

b) Posting of the performance security in accordance with ITB Clause 31; 
and 

 
c) Signing of the contract as provided in ITB Clause 30. 

 
29.4 At the time of contract award, the Procuring Entity shall not increase or 

decrease the quantity of goods originally specified in Section VI. Schedule of 
Requirements. 

30) Signing of the Contract 

30.1 Within ten (10) calendar days from receipt of the Notice of Award, the winning 
Bidder shall (i) post the required performance security, sign and date the 
contract, and return it to the Procuring Entity. 
 

30.2 The Procuring Entity shall enter into a contract with the successful Bidder 
within the same ten (10) calendar day period, provided that all the 
documentary requirements are complied with. 

 
30.3 The following documents shall form part of the contract: 

 
a) Contract Agreement; 
 
b) Bidding Documents; 
 
c) Winning Bidder’s bid, including the technical and financial proposals, and 

all other documents/statements submitted (e.g., Bidder’s response to 
request for clarifications on the bid), including corrections to the bid, if 
any, resulting from the Procuring Entity’s bid evaluation; 

 
d) Performance Security; 
 
e) Notice of Award of Contract; and 
 
f) Other contract documents that may be required by existing laws and/or 

specified in the BDS. 

31) Performance Security 



 

41 

 

31.1 To guarantee the faithful performance of its obligations under the contract, the 
winning Bidder shall post a performance security prior to the signing of the 
contract.  Furthermore, the successful Bidder shall be required to update the 
performance security posted before the issuance of an amendment to order if 
any. 

 
31.2 Sectors enumerated under Section 76.17 of the IRR may be allowed to post a 

Performance Securing Declaration (PSD) as specified in the BDS. 
 
31.3 The performance security shall be in any form selected by the Procuring Entity 

in the amount indicated in the BDS, which shall not be less than the 
percentage of the ABC in accordance with the following price schedule: 

 

 
Form of Performance Security 

Amount of Performance Security 
(Not less than the Percentage of the 

Total Contract Price) 

a. Cash or Cashier’s or Manager’s 
check issued by a bank.  
For biddings conducted by 
LGUs, the Cashier’s or 
Manager’s check may be issued 
by other banks certified by the 
BSP as authorized to issue such 
financial instrument.  

 
 
 
 

Five percent (5%) 

b. Bank draft or guarantee or 
irrevocable Letter of Credit issued 
by a local bank. If issued by a 
foreign bank, it shall be confirmed 
or authenticated by a local bank.  

ii. Surety bond callable upon 
demand issued by a surety or 
insurance company duly certified 
by the IC as authorized to issue 
such security.  

 
Thirty Percent (30%) 

 
31.4 The performance security shall be denominated in Philippine Peso and posted 

in favor of the Procuring Entity, which shall be forfeited in the event it is 
established that the winning Bidder is in default in any of its obligations under 
the contract. 

 
7
  Section 76.1 The GPPB, once data is available from relevant agencies, shall maintain a registry of entities belonging to the 

following sectors: 

a) Farmers, as certified by the Department of Agriculture (DA); 
b) Fisherfolk as certified by the Bureau of Fisheries and Aquatic Resources (BFAR); 
c) Persons with disabilities as certified by the National Council for Disability Affairs (NCDA) pursuant to RA No. 7277, 

otherwise known as the Magna Carta for Disabled Persons, as amended; 
d) Solo parents as certified by the Department of Social Welfare and Development (DSWD); 
e) Microenterprises and social enterprises as certified by the MSMED Council; 
f) Startups, Spin-offs, and other forms of entity involved in Science, Technology, and Innovation (DOST), as may be 

applicable; 
g) Cooperatives duly registered with the CDA pursuant to RA No. 6938, otherwise known as the Cooperative Code of the 

Philippines, as amended; and 
h) Other relevant sectors as may be determined by the GPPB to ensure inclusivity and diversity in the procurement 

process. 
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32) Notice to Proceed 

The Procuring Entity shall issue the Notice to Proceed to the winning Bidder not later than 
three (3) calendar days from the date of approval of the contract by the appropriate 
signatories. All notices called for by the terms of the contract shall be effective only at 
the time of receipt thereof by the successful Bidder. 

33) Protest Mechanism 

Decisions of the BAC in all stages of procurement may be protested to the HoPE in 
accordance with Section 83 of the IRR. 
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Section III. Bid Data Sheet 

 
Notes on the Bid Data Sheet 
 
Section III is intended to assist the Procuring Entity in providing specific information relative 
to corresponding clauses in the ITB included in Section II, and has to be prepared for each 
specific procurement. 
 
The Procuring Entity should specify in the BDS the information and requirements relevant 
to the circumstances of the Procuring Entity; including the procurement processing details; 
the applicable rules regarding bid price and currency; and the bid evaluation criteria that 
will apply to the bids.  In preparing Section III, the following aspects should be checked: 
 

a. Information that specifies and complements provisions of Section II must be 
incorporated; 
 

b. Amendments and/or supplements, if any, to provisions of Section II as 
necessitated by the circumstances of the specific procurement, must also be 
incorporated. 
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Bid Data Sheet 
 

ITB Clause  

1.1 The Procuring Entity is Bureau of Soils and Water Management 
 
The Project title is Supply, Delivery and Installation of various Technical 
& Scientific Batch 3 for CY 2025 
 

The identification number of the Contract is IB No. BSWM 2025-10-077 

 
1.2  The number of lot(s): 13 lots 

 

Lot No. Description ABC (PhP) 

LOT 1 Supply, Delivery and Installation of 

Atomic Absorption Spectroscopy 

35,400,000.00 

LOT 2 Supply, Delivery and Installation of 

Various General equipment 

42,945,000.00 

LOT 3 Supply, Delivery and Installation of 

UV-VIS Spectrophotometer 

12,600,000.00 

LOT 4 Supply, Delivery and Installation of 

Various Sample Preparation 

Equipment 

7,200,000.00 

LOT 5 Supply, Delivery and Installation of 

Various Physical Analysis Equipment 

9,820,000.00 

LOT 6 Supply, Delivery and Installation of 

Water Purification System 

10,200,000.00 

LOT 7 Supply, Delivery and Installation of 

Chromatography equipment 

22,740,000.00 

LOT 8 Supply, Delivery and Installation of 

Various Nitrogen Analysis Equipment 

16,500,000.00 

LOT 9 Supply, Delivery and Installation of 

Fumehoods 

7,180,000.00 

LOT 10 Supply, Delivery and Installation of 

electrochemical analytical instrument 

5,680,000.00 

LOT 11 Supply, Delivery and Installation of 

Microbiological Laboratory Equipment 

25,925,000.00 

LOT 12 Supply, Delivery and Installation of 

DNA analysis/sequencing equipment 

27,690,000.00 

LOT 13 Supply, Delivery and Installation of 

Environmental monitoring equipment 

3,850,000.00 
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2 The Funding Source is:   
 

2.1 The GoP through the source of funding as indicated below for GAA 
2025 and GAA Continuing 2024 in the amount of  

 
 

2.2 The source of funding is:   
 

a) NGA, the General Appropriations Act or Special 
Appropriations. 

 
3.1 No further instructions. 

5.2  
Foreign Bidders, except those falling under ITB Clause 5.2(b), may not 
participate in this Project.  
 

5.4 The Bidder’s SLCC similar to the contract to be bid should have been 
completed within two (2) years prior to the deadline for the submission and 
receipt of bids. equivalent to at least fifty percent (50%) of the ABC 

5.5 For this purpose, contracts similar to the Project shall be: 
 
Similar to the project to be bid: 
 
Contract on Supply and Delivery of various Technical and Scientific/ 
Laboratory Equipment and/or its equivalent. 
 

7 No further instructions. 

8.1  “Subcontracting is not allowed.” 

8.4 If subcontracting is allowed, specify the eligibility documents that 
subcontractors must comply with and the time of submission of the same; 
otherwise, state “Not Applicable”. 

9.1 The Procuring Entity will hold a pre-bid conference for this Project on date 
and time as stated in Section I. Invitation to Bid at BSWM-Quezon City 
and via Zoom and Facebook Live. 

10.1 The Procuring Entity’s address is:  

FRANCE JOSEPHINE C. BAUTISTA 
Bids and Awards Committee (BAC) Secretariat’s Office 
Bids and Awards Committee Secretariat’s Office 
2nd Floor, SRDC Bldg. Elliptical rd. Cor. Visayas Avenue, 
Diliman, Quezon City 
Telephone Number: +63-2-8273-2474 loc 3218 
Email address: bac@bswm.da.gov.ph   
WEBSITE: www.bswm.gov.ph   
FB Page: https://www.facebook.com/bswmpms  
 

mailto:bac@bswm.da.gov.ph
http://www.bswm.gov.ph/
https://www.facebook.com/bswmpms
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12 N/A 

 

 

12.4 The ABC is:  
 

Lot No. Description ABC (PhP) 

LOT 1 Supply, Delivery and Installation of 
Atomic Absorption Spectroscopy 

35,400,000.00 

LOT 2 Supply, Delivery and Installation of 
Various General equipment 

42,945,000.00 

LOT 3 Supply, Delivery and Installation of 
UV-VIS Spectrophotometer 

12,600,000.00 

LOT 4 Supply, Delivery and Installation of 
Various Sample Preparation 
Equipment 

7,200,000.00 

LOT 5 Supply, Delivery and Installation of 
Various Physical Analysis 
Equipment 

9,820,000.00 

LOT 6 Supply, Delivery and Installation of 
Water Purification System 

10,200,000.00 

LOT 7 Supply, Delivery and Installation of 
Chromatography equipment 

22,740,000.00 

LOT 8 Supply, Delivery and Installation of 
Various Nitrogen Analysis 
Equipment 

16,500,000.00 

LOT 9 Supply, Delivery and Installation of 
Fumehoods 

7,180,000.00 

LOT 10 Supply, Delivery and Installation of 
electrochemical analytical 
instrument 

5,680,000.00 

LOT 11 Supply, Delivery and Installation of 
Microbiological Laboratory 
Equipment 

25,925,000.00 

LOT 12 Supply, Delivery and Installation of 
DNA analysis/sequencing 
equipment 

27,690,000.00 

LOT 13 Supply, Delivery and Installation of 
Environmental monitoring 
equipment 

3,850,000.00 

 
Any bid with a financial component exceeding the amount shall not be 
accepted. 

13.1(a)(iv)  “No incidental services are required.” 
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13.1(b)(i) Not Applicable 

13.1(b)(ii)  “No incidental services are required.” 

13.2 No further instructions. 

14.1(b) The Bid prices for Goods supplied from outside of the Philippines shall 
be quoted in Philippine Peso. 

14.3 Not Applicable 

15.1 Bids will be valid for 120 calendar days from bid opening.  

16.1 The bid security shall be in the form of a Bid Securing Declaration, or any 
of the following forms and amounts:  

A. The amount of not less than two percent (2%) of ABC, if bid 
security is in cash, cashier’s/manager’s check, bank 
draft/guarantee or irrevocable letter of credit; or  

 

B. The amount of not less than five percent (5%) of ABC if bid 
security is in Surety Bond.  

16.2 The Bid Security shall be valid until 120 calendar days from the date of 
the opening of bids as stated in Section I. Invitation to Bid. 

16.3 [choose one, delete the other:]  

In case of extension of bid validity and bid security validity 
period, Substitution of the bid security form is allowed. Bid Securing 
Declaration and the following forms may be used: [choose at least two (2)]  

a) Cash or Cashier’s or Manager’s Check issued by a Bank.   

b) Bank draft/guarantee or irrevocable Letter of Credit issued by a 
Bank: Provided, however, that it shall be confirmed or authenticated by 
a local Bank, if issued by a foreign bank.  

c) Surety bond callable upon demand issued by a surety or insurance 
company duly certified by the Insurance Commission as authorized to 
issue such security. 

19 The address for the submission of Bids is as stated in Section I. Invitation 
to Bid  

The deadline for the submission of Bids is as stated in Section I. Invitation 
to Bid 

22.1 The place of the bid opening is as stated in Section I. Invitation to Bid 

The date and time of bid opening is as stated in Section I. Invitation to Bid 
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22.2(b) For MARB as award criterion, the date and time of bid opening of the 
financial proposals is [insert time and date]. 

otherwise, state "Not applicable". 

25.7 No further instructions. 

26.3(b)(i) For MEAB: 
The quality component shall be assessed on the basis of criteria with 
corresponding numerical weights, which may include qualitative, 
environmental, or social aspects linked to the subject matter of the contract. 
These may include any or a combination of the following: 
 

a) Quality and technical merit, including technical competence and a 
credible track record; 

b) Aesthetic and functional design and characteristics; 
c) Approach and methodology; 
d) Accessibility; 
e) Tools and equipment; 
f) Social, environmental, economic, and innovative characteristics; 
g) Organization, qualification, and experience of employees or staff 

assigned to perform the contract; 
h) Ongoing contracts and work commitments; 
i) After-sales service and technical assistance; 
j) Delivery conditions, such as delivery period and delivery process; 
k) Disposal measures; or 
l) Other relevant criteria in relation to the subject Goods or 

Infrastructure Projects to be procured. 

26.3(b)(iii) State here the exact weight criteria for Projects with green specifications, 
otherwise, state “Not applicable.” 

26.3(c)(i) State here the criteria with corresponding numerical weights for MAB, 
otherwise, state “Not applicable.” 

26.5(a) “Partial bid is not allowed. The goods are grouped in a single lot and 
the lot shall not be divided into sub-lots for the purpose of bidding, 
evaluation, and contract award.” 

“Partial bids are allowed. All Goods are grouped in lots listed below. 
Bidders shall have the option of submitting a proposal on any or all lots 
and evaluation and contract award will be undertaken on a per lot basis. 
Lots shall not be divided further into sub-lots for the purpose of 
bidding, evaluation, and contract award.” 

In all cases, the NFCC computation, if applicable, must be sufficient for all 
the lots or contracts to be awarded to the Bidder.” 

Grouping and Evaluation of Lots –  

Lots should be formed of similar items that are likely to attract the maximum 
competition. A lot is the quantity and number of items that will be included in 
a single contract.  

 
 

LOT NO. Description Awarding 
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LOT 1 Supply, Delivery and Installation of 
Atomic Absorption Spectroscopy 

per lot 

LOT 2 Supply, Delivery and Installation of 
Various General equipment 

per lot 

LOT 3 Supply, Delivery and Installation of 
UV-VIS Spectrophotometer 

per lot 

LOT 4 Supply, Delivery and Installation of 
Various Sample Preparation 
Equipment 

per lot 

LOT 5 Supply, Delivery and Installation of 
Various Physical Analysis 
Equipment 

per lot 

LOT 6 Supply, Delivery and Installation of 
Water Purification System 

per lot 

LOT 7 Supply, Delivery and Installation of 
Chromatography equipment 

per lot 

LOT 8 Supply, Delivery and Installation of 
Various Nitrogen Analysis 
Equipment 

per lot 

LOT 9 Supply, Delivery and Installation of 
Fumehoods 

per lot 

LOT 10 Supply, Delivery and Installation of 
electrochemical analytical 
instrument 

per lot 

LOT 11 Supply, Delivery and Installation of 
Microbiological Laboratory 
Equipment 

per lot 

LOT 12 Supply, Delivery and Installation of 
DNA analysis/sequencing 
equipment 

per lot 

LOT 13 Supply, Delivery and Installation of 
Environmental monitoring 
equipment 

per lot 

For example:  

Option 1 – Each item to be evaluated and compared with other Bids 
separately and recommended for contract award separately.  

Option 2 - All items to be grouped together to form one complete Lot that will 
be awarded to one Bidder to form one complete contract.  

Option 3 - Similar items, to be grouped together to form several lots that shall 
be evaluated and awarded as separate contracts.   

26.5(b) “Arithmetical correction is allowed.” 

26.6 No further instructions. 

27.1 N/A  
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30.3(f) “No additional requirements.” 

31.2 “Not applicable” 

31.3 The Performance Security shall be in the form:  

FORM OF PERFORMANCE SECURITY Amount of Performance 
Security 

(Not less than the required 
percentage of the Total 

Contract Price) 

a) Cash or cashier’s/manager’s check issued by a 
Universal or Commercial Bank.  

Five percent (5%) 

b) Bank draft or guarantee or irrevocable Letter of 
Credit issued by a local bank. If issued by a foreign 
bank, it shall be confirmed or authenticated by a local 
bank. 

Five percent (5%) 

c) Surety bond callable upon demand issued by a 
surety or insurance company duly certified by the IC as 
authorized to issue such security. 

Thirty percent (30%) 
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Section IV. General Conditions of Contract 

 

 

Notes on the General Conditions of Contract 
 
The GCC in Section IV, read in conjunction with the SCC in Section V and other documents 
listed therein, should be a complete document expressing all the rights and obligations of 
the parties. 
 
The GCC herein shall not be altered.  Any changes and complementary information which 
may be needed shall be introduced only through the SCC in Section V. 
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1) General Terms 

In this Contract, the following terms shall be interpreted as indicated: 
 
a) “The Procuring Entity” means the organization purchasing the Goods, as named in 

the SCC. 
 
b) “The Supplier” means the individual contractor, manufacturer distributor, or firm 

supplying/manufacturing the Goods and Services under this Contract and named in 
the SCC. 

 
c) The “Funding Source” means the organization named in the SCC. 
 
d) “The Project Site” where applicable, means the place or places named in the SCC. 

2) Corrupt, Fraudulent, Collusive, and Coercive Practices 

Unless otherwise provided in the SCC, the Procuring Entity as well as the Bidders, 
Contractors, or Suppliers shall observe the highest standard of ethics during the 
procurement and execution of this Contract. Further the Funding Source, as appropriate, 
will seek to impose the maximum civil, administrative, and/or criminal penalties available 
under the applicable law on individuals and organizations deemed to be involved with 
any of the practices mentioned in ITB Clause 3.1(a). 

3) Inspection and Audit by the Funding Source 

The Supplier shall allow the Funding Source to inspect its accounts and records related 
to the performance of its obligations. If the Funding Source requires a separate audit, it 
shall appoint its auditor and bear the cost thereof. 

4) Governing Law and Language 

4.1 This Contract shall be interpreted in accordance with the laws of the Republic of 
the Philippines. 
 

4.2 This Contract has been executed in the English language, which shall be the 
binding and controlling language for all matters relating to the meaning or 
interpretation of this Contract. All correspondence and other documents pertaining 
to this Contract exchanged by the parties shall be written in English. 

5) Notices 

5.1 Any notice, request, or consent required or permitted to be given or made pursuant 
to this Contract shall be in writing.  Any such notice, request, or consent shall be 
deemed to have been given or made when received by the concerned party, either 
in person or through an authorized representative of the Party to whom the 
communication is addressed, or when sent by registered mail or electronic mail, 
to such Party at the address specified in the SCC, which shall be effective when 
delivered and duly received, as may be applicable. 
 

5.2 A Party may change its address upon notice pursuant to the provisions listed in 
the SCC. 
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6) Scope of Contract 

6.1 The Goods to be provided shall be as specified in Section VI. Schedule of 
Requirements. 
 

6.2 This Contract shall include all such items, although not specifically mentioned, that 
can be reasonably inferred as being required for its completion as if such items 
were expressly mentioned herein.  Any additional requirements for the completion 
of this Contract shall be provided in the SCC. 

7) Subcontracting 

7.1 For subcontracting arrangements, the following rules shall apply for both locally-
funded projects and projects financed through Official Development Assistance, 
except those covered by treaty, or international, or executive agreements. 
 
a) The subcontracted portion of the contract shall be subject to the approval of 

the HoPE and the following conditions: 
 

i) The subcontracted portion shall not exceed twenty percent (20%) for 
Goods, or a different percentage on a per project basis, as approved 
by the GPPB. The threshold percentages fixed herein shall be subject 
to the periodic review and adjustments as may be deemed appropriate 
by the GPPB; and  

 
ii) The subcontracted portion shall be limited to components that are not 

deemed "significant or material" to the Project, as determined by the 

Procuring Entity. 

 
b) Subcontracting arrangement, if allowed, including the time of submission of 

the eligibility documents of the subcontractor, shall be disclosed in the 
Bidding Documents; 

 
c) Subcontractors must meet the eligibility criteria and submit the same 

eligibility documents as the general contractor. 
 

Failure of a subcontractor to meet the eligibility criteria does not affect the 
eligibility of the general contractor for the procurement project. In such case, 
the portion intended to be subcontracted to the ineligible subcontractor shall 
be assumed by the general contractor; 

 
d) The general contractor shall remain liable for the subcontractor’s actions, 

defaults, delays, and negligence; 
 
e) The general contractor and the subcontractor are obliged to comply with the 

provisions of the contract and shall share liability, jointly and severally, in 
cases of violation of safety standards or other labor standards insofar as the 
subcontracted portion is concerned; and 
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f) For purposes of post-qualification in accordance with its objective and 
process under the IRR, the value of the entire completed and accepted 
Project, including the subcontracted portion, shall be credited as experience 
of the general contractor. In the case of the subcontractor, the following rules 
shall apply: 

 
i) The subcontractor shall get credit for one hundred percent (100%) of 

the value of the subcontracted portion of the project performed; and 
 
ii) Subcontractors shall be eligible to concessional windows of GFIs that 

treat receivables from the government as loan security; the receivables 
of subcontractors due from their general contractor shall similarly be 
accepted as loan security by GFIs. 

8) Procuring Entity’s Responsibilities 

8.1 Whenever the performance of the obligations in this Contract requires that the 
Supplier obtain permits, approvals, import, and other licenses from local public 
authorities, the Procuring Entity may assist the Supplier in complying with such 
requirements in a timely and expeditious manner. 
 

8.2 The Procuring Entity shall pay all costs involved in the performance of its 
responsibilities in accordance with the Scope of Contract. 

9) Prices 

9.1 For goods and services covered under this Contract, as awarded, all bid prices 
shall be deemed fixed and not subject to price escalation during contract 
implementation, except as otherwise provided in the succeeding provisions. 
 

9.2 Prices charged by the Supplier for Goods delivered and/or services performed 
under this Contract shall not vary from the prices quoted by the Supplier in its bid, 
unless there is a change in price resulting from Amendment to Order issued in 
accordance with GCC Clause 28.  

10) Advance Payment 

10.1 For Goods sourced from within the Philippines, advance payments may be made 
as follows: 

 
a) A single advance payment not to exceed fifty percent (50%) of the contract 

amount shall be allowed for contracts entered into by a Procuring Entity for 
the following services where the requirement of down payment is a standard 
industry practice: 1) hotel and restaurant services; 2) use of 
conference/seminar and exhibit areas; and 3) lease of office space; 

 
b) Advance payment not to exceed fifteen percent (15%) of the contract 

amount, unless otherwise directed by the President, shall also be allowed 
for procurement of goods required to address contingencies arising from 
natural or man-made calamities in areas where a “State of Calamity” has 
been declared by appropriate authorities; and 

 
c) Upon submission of an irrevocable Letter of Credit (LoC) or bank guarantee 

issued by local bank, advance payment not exceeding fifteen percent (15%) 
of the contract amount shall be allowed and paid to the Supplier within      
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sixty (60) calendar days from the signing of the contract. The irrevocable 
LoC or bank guarantee, which must be for an equivalent amount, shall 
remain valid until the goods are delivered, and accompanied by a claim for 
advance payment. 

 
10.2 For Goods supplied from abroad, unless otherwise indicated in the SCC, the terms 

of payment shall be as follows: 
 

a) Upon Contract Signing: Fifteen Percent (15%) of the Contract Price shall be 
paid within sixty (60) days from signing of the Contract and upon submission 
of a claim and a bank guarantee for the equivalent amount valid until the 
Goods are delivered and in the form provided in Section VIII. PBD Related 
Forms. 

 
b) Upon Delivery: Sixty-five percent (65%) of the Contract Price shall be paid 

to the Supplier within sixty (60) days after the date of receipt of the Goods 
and upon submission of the documents (i) through (vi) specified in the SCC 
provision on Delivery and Documents. 

 
c) Upon Acceptance: The remaining twenty percent (20%) of the Contract Price 

shall be paid to the Supplier within sixty (60) days after the date of 
submission of the acceptance and inspection certificate for the respective 
delivery issued by the Procuring Entity’s authorized representative. In the 
event that no inspection or acceptance certificate is issued by the Procuring 
Entity’s authorized representative within forty-five (45) days of the date 
shown on the delivery receipt, the Supplier shall have the right to claim 
payment of the remaining twenty percent (20%) subject to the Procuring 
Entity’s own verification of the reason(s) for the failure to issue documents 
(vii) and (viii) as described in the SCC provision on Delivery and Documents. 

 
10.3 All progress payments for Goods shall first be charged against the advance 

payment until the latter has been fully exhausted. 

11) Payment 

11.1 Payments shall be made only upon a certification by the HoPE that the Goods 
have been delivered in accordance with the terms of this Contract and have been 
duly inspected and accepted.  Except with the prior approval of the President, no 
payment shall be made for services not yet rendered or for supplies and materials 
not yet delivered under the Contract.   

 
11.2 The Supplier’s request(s) for payment shall be made to the Procuring Entity in 

writing, accompanied by an invoice describing, as appropriate, the Goods 
delivered and/or Services rendered, and by documents submitted pursuant to the 
SCC provision for GCC Clause 6.2, and upon fulfillment of other obligations 
stipulated in this Contract; 

 
11.3 Pursuant to GCC Clause 11.2, payments shall be made promptly by the Procuring 

Entity after submission of an invoice or claim by the Supplier. Payments shall be 
in accordance with the applicable accounting and auditing laws, rules and 
regulations. 

 
11.4 Unless otherwise provided in the SCC, all payments to the Supplier under this 

Contract shall be in Philippine Peso; 
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11.5 Unless otherwise provided in the SCC, payments using LoC is allowed. For this 
purpose, the amount of provisional sum shall be indicated in the SCC. All charges 
for the opening of the LoC and/or incidental expenses thereto shall be for the 
account of the Supplier. 

12) Taxes and Duties 

The Supplier, whether local or foreign, shall be entirely responsible for all the necessary 
taxes, stamp duties, license and permit fees, and other such levies imposed for the 
completion of this Contract. 

13) Performance Security 

13.1 Within ten (10) calendar days from receipt of the Notice of Award from the 
Procuring Entity, but in no case later than the signing of the contract by both 
parties, the successful Bidder shall furnish the performance security in any the 
forms prescribed in the ITB Clauses 31.2 and 31.3. 

 
13.2 The performance security posted in favor of the Procuring Entity shall be forfeited 

in the event it is established that the winning Bidder is in default in any of its 
obligations under the contract. 

 
13.3 The performance security shall remain valid until issuance by the Procuring Entity 

of the Certificate of Final Acceptance. 
 
13.4 The performance security may be released by the Procuring Entity and returned 

to the Supplier after the issuance of the Certificate of Final Acceptance, subject to 
the following conditions: 

 
a) There are no pending claims against the Supplier or the Surety Company 

filed by the Procuring Entity; 
 
b) The Supplier has no pending claims for labor and materials filed against it; 

and 
 
c) Other terms specified in the SCC. 

 
13.5 The Procuring Entity shall allow a proportional reduction in the original 

performance security in case of a reduction in contract value, provided that any 
such reduction is more than ten percent (10%) and that the aggregate of such 
reductions is not more than fifty percent (50%) of the original performance security. 

14) Use of Contract Documents and Information 

14.1 The Supplier shall not, without the Procuring Entity’s prior written consent, disclose 
this Contract or any specification, plan, drawing, pattern, sample, or information 
furnished by or on behalf of the Procuring Entity, except for purposes of performing 
the obligations therein.  Any such disclosure shall be made in confidence and shall 
extend only as far as may be necessary for purposes of such performance. 

 
14.2 Other than this Contract, any document enumerated in GCC Clause 14.1 shall 

remain the property of the Procuring Entity. All copies shall be returned to the 
Procuring Entity upon completion of the Supplier’s performance under this 
Contract, if so required by the Procuring Entity. 
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15) Standards 

The Goods provided under this Contract shall conform to the standards mentioned in 
the Section VII. Technical Specifications. When no applicable standard is mentioned, 
the Goods shall comply with the latest authoritative standards appropriate to its country 
of origin.   

16) Inspection and Tests 

16.1 The Procuring Entity or its representative shall have the right to inspect and/or to 
test the Goods to confirm their conformity to the Contract specifications at no extra 
cost to the Procuring Entity, other than that specified under Item 16.3 below. The 
SCC and Section VII. Technical Specifications shall specify what inspections 
and/or tests the Procuring Entity requires and where they are to be conducted.  
The Procuring Entity shall notify the Suppli 

16.2 er in writing, in a timely manner, of the identity of any representatives retained for 
these purposes. 

 
16.3 If applicable, the inspections and tests may be conducted on the premises of the 

Supplier or its subcontractor(s), at point of delivery, and/or at the goods’ final 
destination.  If conducted on the premises of the Supplier or its subcontractor(s), 
all reasonable facilities and assistance, including access to drawings and 
production data, shall be furnished to the inspectors at no cost to the Procuring 
Entity.  The Supplier shall provide the Procuring Entity with the results of such 
inspections and tests. 

 
16.4 The Procuring Entity or its designated representative shall be allowed to attend 

the tests and/or inspections referred to in this Clause provided that the Procuring 
Entity shall bear all of its own costs and expenses incurred in connection with such 
attendance including, but not limited to, all traveling and board and lodging 
expenses. 

 
16.5 The Procuring Entity shall reject the Goods or any part thereof that fail any test 

and/or inspection or do not conform to the specifications. The Supplier shall either 
rectify or replace such rejected Goods or parts thereof or make alterations 
necessary to meet the specifications at no cost to the Procuring Entity. Upon giving 
due notice to the Supplier pursuant to GCC Clause 5, the test and/or inspection 
may be repeated by the Procuring Entity, at no additional cost. 

 
16.6 The Supplier agrees that neither the execution of a test and/or inspection of the 

Goods or any part thereof, nor the attendance by the Procuring Entity or its 
representative to the said test and/or inspection, shall release the Supplier from 
any warranties or other obligations under this Contract. 

17) Warranty 

17.1 The Supplier warrants that the Goods supplied under the Contract are new, 
unused, of the most recent or current models, and with all recent improvements in 
design and materials, except when the technical specifications required by the 
Procuring Entity provides otherwise. 

 
17.2 The Supplier further warrants that all Goods supplied under this Contract shall 

have no defect, arising from design, materials, or workmanship or from any act or 
omission of the Supplier that may develop under normal use of the supplied Goods 
in the conditions prevailing in the country of final destination. 
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17.3 To ensure correction of manufacturing defects, the Supplier shall be required to 

provide a warranty for a minimum period specified in the SCC. At the option of the 
Procuring Entity, the obligation for the warranty shall be covered by: 

 
a) Retention money in an amount equivalent to at least one percent (1%) but 

not to exceed five (5%) of every progress payment; or 
 

b) Special bank guarantee equivalent to at least one percent (1%) but not to 
exceed five (5%) of the total Contract Price; or 

 
c) Other such amount, if so specified in the SCC. 

 
17.4 The said amounts shall only be released by the Procuring Entity after the lapse of 

the warranty period as specified in the SCC, or in case of Expendable Supplies, 
after the consumption thereof; Provided, however, that the Supplies delivered are 
free from patent and latent defects and all the conditions imposed under this 
Contract have been fully met. 

 
17.5 The Procuring Entity shall promptly notify the Supplier in writing of any claims 

arising under the warranty.  Upon receipt of such notice, the Supplier shall, within 
the period specified in the SCC, repair or replace the defective Goods or parts 
thereof, at the soonest possible time, without cost to the Procuring Entity. 

 
17.6 If the Supplier, after having been notified on the warranty claim, fails to remedy the 

defect(s) within the period specified in GCC Clause 17.5, the Procuring Entity may 
proceed to take such remedial action as may be necessary, at the Supplier’s risk 
and expense, and without prejudice to any other rights which the Procuring Entity 
may have against the Supplier under the Contract and other applicable laws. 

18) Delays in the Supplier’s Performance 

18.1 Delivery of the Goods and/or performance of Services shall be made by the 
Supplier in accordance with the time schedule prescribed by the Procuring Entity 
in Section VI. Schedule of Requirements. 

 
18.2 If at any time during the performance of this Contract, the Supplier encounters 

conditions that may impede the timely delivery of the Goods and/or performance 
of Services, the Supplier shall promptly notify the Procuring Entity in writing of the 
fact of the delay, its likely duration and its cause(s).  As soon as practicable after 
receipt of the Supplier’s notice, and upon causes provided for under GCC Clause 
23, the Procuring Entity shall evaluate the situation and, if warranted, extend the 
Supplier’s time for performance, in which case the extension shall be ratified by 
the parties by amendment of Contract. 

 
18.3 Except as provided under GCC Clause 23, any delay by the Supplier in the 

performance of its obligations shall render it liable to the imposition of liquidated 
damages pursuant to GCC Clause 19, unless an extension of time is agreed upon 
pursuant to GCC Clause 28. 

19) Liquidated Damages 

19.1 When the Supplier fails to satisfactorily deliver the Goods under the contract within 
the specified delivery schedule, inclusive of duly granted time extensions, if any, 
the Supplier, manufacturer, or distributor shall be liable for liquidated damages in 
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an amount equal to one-tenth (1/10) of one percent (1%) of the cost of the delayed 
goods scheduled for delivery for every day of delay until such goods are finally 
delivered and accepted by the Procuring Entity. 

 
19.2 The Procuring Entity need not prove that it has incurred actual damages to be 

entitled to liquidated damages. Such amount shall be deducted from any money 
due, or which may become due the supplier, manufacturer, or distributor, or 
collected from any securities or warranties posted by the supplier, manufacturer, 
or distributor, whichever is convenient to the Procuring Entity. In case the total sum 
of liquidated damages reaches ten percent (10%) of the total contract price, the 
Procuring Entity may rescind the contract and impose appropriate sanctions over 
and above the liquidated damages to be paid. 

 
19.3 If delays are likely to be incurred beyond its control, the supplier, manufacturer, or 

distributor shall promptly notify the Procuring Entity in writing, providing details of 
the causes and duration of the expected delay. The Procuring Entity may, at its 
discretion, grant a time extension based on meritorious grounds, with or without 
the imposition of liquidated damages. 

20) Settlement of Disputes 

20.1 Any dispute arising from the implementation of a contract covered by the Act and 
the IRR shall primarily be resolved and settled amicably by mutual consultation or 
agreement. 

 
20.2 In case of failure to settle dispute amicably, the parties may mutually agree in 

writing to resort to other modes of alternative dispute resolution (ADR) to promote 
efficiency in the procurement process. Accordingly, they are encouraged to select 
the most expeditious mode of ADR available. 

 
If arbitration is chosen as the ADR method, this shall be incorporated as a 
provision in the contract and referred to the Arbitrator specified in the SCC.  

 
20.3 In case of disagreement or after exhausting the remedies provided in the 

preceding Section, the dispute may be submitted to arbitration or other forms of 
ADR which includes mediation, conciliation, early neutral evaluation, mini-trial, or 
any combination thereof in accordance with the provisions of RA No. 9285, 
otherwise known as the “Alternative Dispute Resolution Act of 2004.” 

 
20.4 Should the Parties fail to resolve their dispute or difference by such mutual 

consultation or agreement after thirty (30) days, either the Procuring Entity or the 
Supplier may signify its intention to commence arbitration by giving notice to the 
other Party, as hereinafter provided, as to the matter in dispute, and no arbitration 
in respect of this matter may be commenced unless such notice is given. 

 
20.5 Any dispute or difference in respect of which a notice of intention to commence 

arbitration has been given in accordance with this Clause shall be settled by 
arbitration.  Arbitration may be commenced prior to or after delivery of the Goods 
under this Contract. 

 
20.6 Notwithstanding any reference to arbitration herein, the Parties shall continue to 

perform their respective obligations under the Contract unless otherwise agreed 
upon in writing. 
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21) Liability of the Supplier 

21.1 The Supplier’s liability under this Contract shall be as provided by the laws of the 
Republic of the Philippines, subject to additional provisions, if any, set forth in the 
SCC. 

 
21.2 Except in cases of criminal negligence or willful misconduct, and in the case of 

infringement of patent rights, if applicable, the aggregate liability of the Supplier to 
the Procuring Entity shall not exceed the total Contract Price, provided that this 
limitation shall not apply to the cost of repair or replacement of the defective 
Goods. 

22) Termination for Breach of Contract 

The Procuring Entity may terminate for breach of contract when the Supplier fails to 
deliver or perform any or all of the Goods within the period(s) specified in the contract, 
or within any extension thereof granted by the Procuring Entity, pursuant to a request 
made by the Supplier prior to the delay, and such failure amounts to at least ten percent 
(10%) of the contract price, consistent with the provision of this IRR on liquidated 
damages. The Procuring Entity may likewise impose appropriate sanctions therein. 

23) Termination Due to Force Majeure 

23.1 For purposes of this Contract, the terms “force majeure” and “fortuitous event” may 
be used interchangeably.  In this regard, a fortuitous event or force majeure shall 
be interpreted to mean as an event which the Supplier could not have been 
foreseen, or though foreseen, was inevitable. It shall not include ordinary 
unfavorable weather conditions, and any other causes the effect/s of which could 
have been avoided with the exercise of reasonable diligence by the Supplier.  
Such events may include, but not limited to, acts of the Procuring Entity in its 
sovereign capacity, wars or revolutions, fires, floods, epidemics, quarantine 
restrictions, and freight embargoes. 

 
23.2 The Procuring Entity may terminate this Contract and impose liquidated damages 

when, as a result of force majeure, the Supplier is unable to deliver or perform any 
or all of the Goods, amounting to at least ten percent (10%) of the Contract Price, 
for a period of not less than sixty (60) calendar days, or earlier, as deemed 
necessary by the Procuring Entity, after receipt of the written notice from the 
Procuring Entity stating that the circumstance of force majeure is deemed to have 
ceased. 

 
23.3 The Supplier shall not be subject to forfeiture of its performance security, payment 

of liquidated damages, or contract termination due to force majeure, provided that 
the Supplier’s delay in performance or other failure to perform its obligations under 
this Contract is the result of a force majeure. 

 
23.4 If a force majeure situation arises, the Supplier shall promptly notify the Procuring 

Entity in writing of such condition and the cause thereof. Unless otherwise directed 
by the Procuring Entity, the Supplier shall continue to perform its obligations under 
the Contract as far as may be practicable, when not prevented by the force 
majeure, and shall seek all reasonable alternative means in the performance of its 
obligation. 
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24) Termination for Convenience 

24.1 The Procuring Entity, through a written notice sent to the Supplier, may terminate 
this Contract, in whole or in part, at any time, if it has determined the existence of 
any of the following conditions that make contract implementation economically, 
financially, or technically impractical or unnecessary: 

 
a) When physical and economic conditions have significantly changed so as to 

render the project no longer economically, financially, or technically feasible, 
as determined by the HoPE; 

 
b) When the HoPE has determined the existence of conditions that make 

project implementation impractical or unnecessary, such as, but not limited 
to, fortuitous event/s, changes in laws, and government policies; 

 
c) When funding for the Project has been withheld or reduced by higher 

authorities through no fault of the Procuring Entity; or 
 
d) Any circumstance analogous to the foregoing. 

 
24.2 The Goods that have been performed or are ready to be delivered or performed 

within thirty (30) calendar days after the Supplier’s receipt of Notice to Terminate 
shall be accepted by the Procuring Entity at the contract terms and prices thereof.  
For Goods not yet delivered, performed and/or ready to be delivered or performed, 
the Procuring Entity may elect: 

 
a) To have any portion delivered and/or performed and paid at the contract 

terms and prices thereof; or 
 
b) To cancel the remainder and pay to the Supplier an agreed amount for 

partially completed and/or performed goods and for materials and parts 
previously procured by the Supplier. 

25) Termination for Unlawful Acts 

25.1 The Procuring Entity may terminate this Contract in case it is determined prima 
facie that the Supplier, including any joint venture partner therein, has engaged, 
before or during the implementation of this Contract, in unlawful deeds and 
behaviors relative to contract acquisition and implementation. Unlawful acts 
include, but are not limited to, the following: 

 
a) Corrupt, fraudulent, collusive, and coercive practices as defined in ITB 

Clause 3.1; 
 
b) Drawing up or using forged documents; 

 
c) Using adulterated materials, means or methods, or engaging in production 

contrary to rules of science or the trade; and 
 

d) Any other act analogous to the foregoing. 
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26) Procedures for Termination of Contracts 

26.1 The following provisions shall govern the procedures for termination of this 
Contract: 

 
a) Verification - Upon receipt of a written report of acts or causes which may 

constitute grounds for termination as aforementioned, or upon its own 
initiative, the End-User or Implementing Unit shall, within a period of seven 
(7) calendar days, verify the existence of such grounds and cause the 
execution of a Verified Report, with all relevant evidence attached. 

 
b) Notice to Terminate - Upon recommendation by the End-User or 

Implementing Unit, the HoPE shall terminate contracts only by written notice 
to the supplier conveying the termination of the contract. The notice shall 
state: 

 
i) That the contract is being terminated for any of the grounds 

aforementioned, and a statement of the acts that constitute the 
grounds constituting the same; 

 
ii) The extent of termination, whether in whole or in part; 
 
iii) An instruction to the Supplier, to show cause as to why the contract 

should not be terminated; and 
 
iv) Special instructions of the Procuring Entity, if any.  

 
The Notice to Terminate shall be accompanied by a copy of the Verified 
Report. 

 
c) Show Cause - Within a period of seven (7) calendar days from receipt of 

the Notice of Termination, the Supplier shall submit to the HoPE a verified 
position paper stating why the contract should not be terminated. If the 
Supplier, fails to show cause after the lapse of the seven (7) day period, 
either by inaction or by default, the HoPE shall issue an order terminating 
the contract. 

 
d) Rescission of Notice of Termination - The Procuring Entity may, at any 

time before receipt of the Supplier’s verified position paper, withdraw the 
Notice to Terminate if it is determined that certain items or works subject of 
the notice had been completed, delivered, or performed before the 
Supplier’s receipt of the notice. 

 
e) Decision - Within a non-extendible period of ten (10) calendar days from 

receipt of the verified position paper, the HoPE shall decide whether or not 
to terminate the contract. It shall serve a a written notice to the Supplier of 
its decision and, unless otherwise provided, the contract is deemed 
terminated from receipt of the Supplier of the notice of the decision. The 
termination shall only be based on the grounds stated in the Notice to 
Terminate. 

 
f) Contract Termination Review Committee (CTRC) - The HoPE may create 

a committee to assist in the discharge of its functions under the IRR. All 
decisions recommended by the CTRC shall be subject to the approval of the 
HoPE. 
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g) Take-over of Contracts - If a Procuring Entity terminates the contract due 

to default, insolvency, or for a cause, it may enter into a Negotiated 
Procurement (Take-over of Contracts) pursuant to Section 35(c) of RA No. 
12009. 

 
h) Procuring Entity’s Options in Termination for Convenience in 

Contracts for Goods - The Goods that have been performed or are ready 
for delivery within thirty (30) calendar days after the supplier’s receipt of 
Notice to Terminate shall be accepted by the Procuring Entity at the contract 
terms and prices. For Goods not yet performed or ready for delivery, the 
Procuring Entity may elect:  

 
i) To have any portion delivered or performed and paid at the contract 

terms and prices; or 
 
ii) To cancel the remainder and pay to the supplier an agreed amount for 

partially completed or performed goods and for materials and parts 
previously procured by the supplier.  

27) Assignment of Rights 

The Supplier shall not assign its rights or obligations under this Contract, in whole or in 
part, except upon prior written consent of the Procuring Entity. 

28) Amendment to Order 

No variation in or modification of the terms of this Contract shall be made except by 
written amendment signed by the parties in accordance with the provisions on 
Amendment to Order, subject to applicable laws, rules and regulations. 

29) Application 

These General Conditions shall apply to the extent that they are not suspended by the 
provisions from other parts of this Contract.
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Section V. Special Conditions of Contract 

 
Notes on the Special Conditions of Contract 
 
Similar to the BDS, the clauses in this Section are intended to assist the Procuring Entity in 
providing contract-specific information in relation to corresponding clauses in the GCC. 
 
The provisions of this Section complement the GCC, specifying contractual requirements 
linked to the special circumstances of the Procuring Entity, the Procuring Entity’s country, 
the sector, and the Goods purchased.  In preparing this Section, the following aspects 
should be checked: 
 

a) Information that complements provisions of Section IV must be incorporated. 

b) Amendments and/or supplements to provisions of Section IV, as necessitated by 
the circumstances of the specific purchase, must also be incorporated. 

However, no special condition which defeats or negates the general intent and purpose of 
the provisions of Section IV should be incorporated herein. 

 

 



 

 

 

Special Conditions of Contract 

GCC Clause  

1(a) The Procuring Entity is Bureau of Soils and Water Management 

1(b) The Supplier is [to be inserted at the time of contract award]. 

1(c) The Funding Source is:   
 
2.1 The GoP through the source of funding as indicated below for 
[indicate funding year] in the amount of [indicate amount]    
 
2.2 The source of funding is:   
 
[If an early procurement activity, select one and delete others:]   

a) NGA, the National Expenditure Program. 
b) GOCC and GFIs, the proposed Corporate Operating Budget.   
c) LGUs, the proposed Local Expenditure Program.    

 
[If not an early procurement activity, select one and delete others:]   

a) NGA, the General Appropriations Act or Special 
Appropriations. 

b) GOCC and GFIs, the Corporate Operating Budget. 
c) LGUs, the Annual or Supplemental Budget, as approved by 

the Sanggunian. 
 
2.3 foreign funded. 
 

1(d) “The Project sites are defined in Section VI. Schedule of 
Requirements”] 

2 No further instructions. 

5.1 The Procuring Entity’s address for Notices is: as stated in Section I. 
Invitation to Bid 

The Supplier’s address for Notices is: as stated in Section I. 
Invitation to Bid 

5.2 No further instructions. 

6.2 [List here any additional requirements for the completion of this 
Contract. The following requirements and the corresponding 
provisions may be deleted, amended, or retained depending on its 
applicability to this Contract:] 

Delivery and Documents 

For purposes of this Contract, “EXW,” “FOB,” “FCA,” “CIF,” “CIP,” 
“DDP” and other trade terms used to describe the obligations of the 
parties shall have the meanings assigned to them by the current 
edition of INCOTERMS published by the International Chamber of 
Commerce, Paris. The Delivery terms of this Contract shall be as 
follows: 



 

 

For Goods Supplied from Abroad, state “The delivery terms applicable 
to the Contract are DDP delivered [insert place of destination]. In 
accordance with INCOTERMS.”  (DAP) 

For Goods Supplied from Within the Philippines, state “The delivery 
terms applicable to this Contract are delivered [insert place of 
destination]. Risk and title will pass from the Supplier to the Procuring 
Entity upon receipt and final acceptance of the Goods at their final 
destination.” 

Delivery of the Goods shall be made by the Supplier in accordance 
with the terms specified in Section VI. Schedule of Requirements. The 
details of shipping and/or other documents to be furnished by the 
Supplier are as follows: 

For Goods supplied from within the Philippines: 

Upon delivery of the Goods to the Project Site, the Supplier shall notify 
the Procuring Entity and present the following original documents to 
the Procuring Entity: 

i) Supplier’s invoice showing the goods’ description, quantity, 
unit price, and total amount; 

ii) Delivery receipt/note, railway receipt, or truck receipt; 

iii) Supplier’s factory inspection report; 

iv) Manufacturer’s and/or Supplier’s warranty certificate; 

v) Certificate of origin (for imported Goods); 

vi) Delivery receipt detailing number and description of items 
received signed by the authorized receiving personnel; 

vii) Certificate of Acceptance/Inspection Report signed by the 
Procuring Entity’s representative at the Project Site; and 

viii) Four copies of the Invoice Receipt for Property signed by 
the Procuring Entity’s representative at the Project Site. 

For goods supplied from abroad: 

Upon shipment, the Supplier shall immediately communicate and 
notify the Procuring Entity and the insurance company the full details 
of the shipment, including Contract Number, description of the goods, 
quantity, vessel, bill of lading number and date, port of loading, date of 
shipment, port of discharge etc. Upon delivery to the Project Site, the 
Supplier shall notify the Procuring Entity and present the following 
original documents as applicable with the documentary requirements 
of any letter of credit issued taking precedence: 

i) Supplier’s invoice showing the goods’ description, quantity, 
unit price, and total amount; 



 

 

ii) Negotiable, clean shipped on board bill of lading marked 
“freight prepaid”, as well as a copy of the non-negotiable 
bill of lading; 

iii) Supplier’s factory inspection report; 

iv) Manufacturer’s and/or Supplier’s warranty certificate; 

v) Certificate of origin (for imported goods); 

vi) Delivery receipt detailing number and description of items 
received signed by the Procuring Entity’s representative at 
the Project Site; 

vii) Certificate of Acceptance/Inspection Report signed by the 
Procuring Entity’s representative at the Project Site; and 

viii) Invoice Receipt for Property signed by the Procuring 
Entity’s representative at the Project Site.  

For purposes of this Clause the Procuring Entity’s Representative at 
the Project Site is End-User Representative, Authorized Property 
Management Unit Personnel and Inspection Committee Member. 

Supplier shall coordinate with the End-user and Property 
Management Unit for final schedule of delivery. 

To schedule the delivery, please click this link or scan the QR 
code: 

 

 

 

Incidental Services 

The Supplier is required to provide all of the following services, 
including additional services, if any, specified in Section VI. Schedule 
of Requirements: 

[Select appropriate requirements and delete the rest.] 

a) performance or supervision of onsite assembly and/or 
startup of the supplied goods; 

b) furnishing of tools required for assembly and/or 
maintenance of the supplied goods; 

c) furnishing of a detailed operations and maintenance 
manual for each appropriate unit of the supplied goods; 

d) performance or supervision or maintenance and/or repair 
of the supplied goods, for a period of time agreed by the 
parties, provided that this service shall not relieve the 
Supplier of any warranty obligations under this Contract; 
and 



 

 

e) training of the Procuring Entity’s personnel, at the 
Supplier’s plant and/or on-site, in assembly, start-up, 
operation, maintenance, and/or repair of the supplied 
goods. 

The Contract price for the goods shall include the prices charged by 
the Supplier for incidental services and shall not exceed the prevailing 
rates charged to other parties by the Supplier for similar services. 

 

 

Spare Parts 

The Supplier is required to provide all of the following materials, 
notifications, and information pertaining to spare parts manufactured 
or distributed by the Supplier: 

[Select appropriate requirements and delete the rest] 

a) such spare parts as the Procuring Entity may elect to purchase 
from the Supplier, provided that this election shall not relieve 
the Supplier of any warranty obligations under this Contract; 
and 

b) in the event of termination of production of the spare parts: 

i) advance notification to the Procuring Entity of the 
pending termination, in sufficient time to permit the 
Procuring Entity to procure needed requirements; and 

ii) following such termination, furnishing at no cost to the 
Procuring Entity, the blueprints, drawings, and 
specifications of the spare parts, if requested. 

The spare parts required are listed in Section VI. Schedule of 
Requirements and the cost thereof are included in the Contract Price 

The Supplier shall carry sufficient inventories to assure ex-stock 
supply of consumable spares for the goods for a period of [insert here 
the time period specified. If not used insert time period of three times 
the warranty period].   

Other spare parts and components shall be supplied as promptly as 
possible, but in any case within [insert appropriate time period] months 
of placing the order. 

Packaging 

The Supplier shall meet packaging standards for goods in accordance 
with existing laws and regulations, and as indicated in this Contract to 
prevent damage or deterioration during transit to their final destination.  



 

 

The packaging shall be durable enough to withstand rough handling, 
exposure to extreme temperatures, salt, precipitation, open storage, 
and other extreme conditions during transit. Packaging case sizes and 
weights shall consider the remoteness of the goods' final destination 
and the potential absence of heavy handling facilities at all transit 
points. 

The packaging, labeling, and documentation within and outside the 
packages shall comply strictly with special requirements as shall be 
expressly provided for in this Contract, including additional 
requirements, specified below, and in any subsequent instructions 
ordered by the Procuring Entity. 

The outer packaging must be clearly marked on at least four (4) sides 
as follows: 

Name of the Procuring Entity 

Name of the Supplier 

Contract Description 

Final Destination 

Gross weight 

Any special lifting instructions 

Any special handling instructions 

Any relevant Hazardous Chemical classifications 

A packaging list identifying the contents and quantities of the package 
is to be placed on an accessible point of the outer packaging, if 
practical. Otherwise, the packaging list is to be placed outside the 
secondary packaging. 

Insurance 

The Supplier shall fully insure the goods supplied under this Contract 
in a currency, local or tradeable and accepted by the Bangko Sentral 
ng Pilipinas against loss or damage incidental to manufacture, 
acquisition, transportation, storage, and delivery. The risk and 
ownership of the goods remain with the Supplier until their final 
acceptance by the Procuring Entity, unless otherwise specified in this 
Contract. 

Transportation 

The Supplier shall arrange and pay for the delivery of the goods, with 
the cost included in the Contract Price. When required under this 
Contract to deliver the goods CIF, CIP, or DDP, the Supplier shall 
ensure the transport of the goods to the port of destination or any other 
specified place of destination in the Philippines, as indicated in this 
Contract. 



 

 

The Supplier shall arrange for transport, insurance, and storage to the 
specified destination with the related costs included in the Contract 
Price. When required under this Contract to transport the goods to a 
specified place of destination within the Philippines, defined as the 
Project Site. 

The goods must be transported using carriers registered in the 
Philippines when the Supplier is required under this Contract to deliver 
the goods CIF (Cost, Insurance, and Freight), CIP (Carriage and 
Insurance Paid To), or DDP (Delivered Duty Paid). If no Philippine-
registered carrier is available, the goods may be shipped using a non-
Philippine carrier, provided the Supplier obtains and presents 
certification from the nearest Philippine consulate at the port of 
dispatch. If Philippine-registered carriers are available but their 
schedules would impede timely delivery or cause delays in the 
Supplier’s performance of this Contract, the period of delay from when 
the goods were first ready for shipment to the actual date of shipment 
will be considered force majeure in accordance with GCC Clause 23. 

The Procuring Entity accepts no liability for the damage of goods 
during transit other than those prescribed by INCOTERMS for DDP 
Deliveries. In the case of goods supplied from within the Philippines or 
supplied by domestic Suppliers, risk and ownership will not be deemed 
transferred to the Procuring Entity until their receipt and final 
acceptance at the final destination. 

Patent Rights 

The Supplier shall indemnify the Procuring Entity against all third- 
party claims of infringement of patent, trademark, or industrial design 
rights arising from use of the goods or any part thereof. 

10.3 

The terms of payment shall be as follows: upon each services render 
per item/services rendered 

11.4 Maintain the GCC Clause and state here “Not applicable” or if 
procurement involves a foreign-denominated bid, state "Payment shall 
be made in [insert currency]. 

11.5 State, “Payment using LoC is not allowed.” 

Or 

If payment using LoC is allowed, state “The amount of provisional sum 
is _____________________ Peso (PhP _________________).” 
[Note: The provisional sum shall not exceed 10% of the ABC, and shall 
form part of the ABC.] 

13.4(c) Specify additional conditions, if any, that must be met prior to the 
release of the performance security, otherwise, state “No further 
instructions”. 

16.1 The inspections and tests that will be conducted are: None [Insert the 
applicable inspections and tests, if none, state “None”]. 



 

 

17.3 If the goods pertain to Expendable Supplies:  Three (3) months after 
acceptance by the Procuring Entity of the delivered goods or 
after the goods are consumed, whichever is earlier. 

If the goods pertain to Non-expendable Supplies:  One (1) year after 
acceptance by the Procuring Entity of the delivered goods. 

The period for correction of defects in the warranty period is [insert 
number of days]. 

17.3(c) State here other amount to cover the warranty, otherwise state, “Not 
applicable.” 

17.4 No further instructions. 

17.5 No further instructions. 

20.2 State here the mode of arbitration that will be resorted, otherwise state, 
“Not applicable.” 

21.1 No further instructions. 
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Section VI. Schedule of Requirements 

 
The delivery schedule, expressed in weeks or months, indicates the required delivery date 
which shall be understood as the date the Goods are to be delivered to the project site. 
 

LOT 

NO. 

Description Quantity
/ No. of 
items 

 
Delivery Schedule 

LOT 1 Supply, Delivery and Installation of 
Atomic Absorption Spectroscopy 

1 Delivery on sit on or before October 
2026. 

LOT 2 Supply, Delivery and Installation of 
Various General equipment 

23 Delivery on sit on or before October 
2026. 
 
For items 16 to 23, delivery shall be 
within 60 CD upon receipt of NTP 

LOT 3 Supply, Delivery and Installation of 
UV-VIS Spectrophotometer 

1 Delivery on sit on or before October 
2026. 
 

LOT 4 Supply, Delivery and Installation of 
Various Sample Preparation 
Equipment 

3 Delivery on sit on or before October 
2026. 
 

LOT 5 Supply, Delivery and Installation of 
Various Physical Analysis Equipment 

4 Delivery on sit on or before October 
2026. 
 

LOT 6 Supply, Delivery and Installation of 
Water Purification System 

1 Delivery on sit on or before October 
2026. 
 

LOT 7 Supply, Delivery and Installation of 
Chromatography equipment 

1 Delivery on sit on or before October 
2026. 
 

LOT 8 Supply, Delivery and Installation of 
Various Nitrogen Analysis Equipment 

3 Delivery on sit on or before October 
2026. 
 

LOT 9 Supply, Delivery and Installation of 
Fumehoods 

2 Delivery on sit on or before October 
2026. 
 

LOT 10 Supply, Delivery and Installation of 
electrochemical analytical instrument 

2 Delivery on sit on or before October 
2026. 
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LOT 11 Supply, Delivery and Installation of 
Microbiological Laboratory Equipment 

15 Delivery on sit on or before October 
2026. 
 

LOT 12 Supply, Delivery and Installation of 
DNA analysis/sequencing equipment 

5 Delivery on sit on or before October 
2026. 
 

LOT 13 Supply, Delivery and Installation of 
Environmental monitoring equipment 

6 Delivery on sit on or before October 
2026. 
 

  74  

Delivery location:  As stated in Section VII. Technical Specifications 
 

 

Note: In case of failure to make full delivery within the time specified above, a penalty of 

one-tenth (1/10) of one percent (1%) for every day of delay shall be imposed on the 

undelivered item/s.  

 

 

I hereby certify to comply and deliver all the above requirements.  

 

 

______________________   

Name of Company/Bidder   

 

________________________________________ 

Signature Over Printed Name of Representative       

 

________ 

Date 
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Section VII. Technical Specifications 

 

 

Notes for Preparing the Technical Specifications 

 
A set of precise and clear specifications is a prerequisite for Bidders to respond realistically 
and competitively to the requirements of the Procuring Entity without qualifying their bids.  
In the context of Competitive Bidding, the specifications (e.g. production/delivery schedule, 
manpower requirements, and after-sales service/parts) must be prepared to permit the 
widest possible competition and, at the same time, present a clear statement of the required 
standards of workmanship, materials, and performance of the goods and services to be 
procured. Only if this is done will the objectives of transparency, equity, efficiency, fairness 
and economy in procurement be realized, responsiveness of bids be ensured, and the 
subsequent task of bid evaluation and post-qualification facilitated.  The specifications 
should require that all items, materials and accessories to be included or incorporated in 
the goods be new, unused, and of the most recent or current models, and that they include 
or incorporate all recent improvements in design and materials unless otherwise provided 
in this Contract. 
 
Samples of specifications from previous similar procurements are useful in this respect.  
The use of metric units is encouraged. Depending on the complexity of the goods and the 
repetitiveness of the type of procurement, it may be advantageous to standardize the 
General Technical Specifications and incorporate them in a separate subsection.  The 
General Technical Specifications should cover all classes of workmanship, materials, and 
equipment commonly involved in manufacturing similar goods. Deletions or addenda 
should then adapt the General Technical Specifications to the particular procurement. 
 
Prudence must be exercised in drafting specifications to ensure that they are not restrictive.  
In the specification of standards for equipment, materials, and workmanship, recognized 
Philippine and international standards should be used as much as possible.  Where other 
particular standards are used, whether national standards or other standards, the 
specifications should state that equipment, materials, and workmanship that meet other 
authoritative standards, and which ensure at least a substantially equal quality than the 
standards mentioned, will also be acceptable. 
 
The following clause may be inserted in the Special Conditions of Contract or the Technical 
Specifications: 
 
Sample Clause:  Equivalency of Standards and Codes 
 
Wherever reference is made in the Technical Specifications to specific standards and codes 
to be met by the goods and materials to be furnished or tested, the provisions of the latest 
edition or revision of the relevant standards and codes shall apply, unless otherwise 
expressly stated in this Contract.  Where such standards and codes are national or relate 
to a particular country or region, other authoritative standards that ensure substantial 
equivalence to the standards and codes specified will be acceptable. 
 
Reference to brand name shall not be allowed except for reasons of technical compatibility, 
interoperability, servicing, maintenance, or preservation of supplier warranty in order to 
keep the performance, functionality, and useful life of the equipment, in which case, the 
Procuring Entity shall indicate the reasons or justifications for availing of the exception as 
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part of the Technical Specifications, Scope of Work, or Terms of Reference, as the case 
may be. 
 
Where appropriate, drawings, including site plans as required, may be furnished by the 
Procuring Entity with the Bidding Documents.  Similarly, the Supplier may be requested to 
provide drawings or samples either with its Bid or for prior review by the Procuring Entity 
during contract execution. 
 
Bidders are also required, as part of the Technical Specifications, to complete their 
statement of compliance demonstrating how the items comply with the specification. 
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Technical Specifications 
 
 
Bidders must state “Comply” or “Not Comply” for each specification and provide the 
corresponding performance parameters for offered equipment. Each response must be supported 
by a clear documentary support in the bid and properly cross-referenced. Acceptable evidence includes 
unaltered manufacturer sales brochures, official specification sheets, product samples, independent 
test results, and similar documents. 
 
Claims should be backed by documentary support. If the evidence contradicts the claim, the bid may 
be rejected. Any false statement—whether in the compliance form or supporting documents—found 
during evaluation, post-qualification, or contract implementation may be considered fraudulent in 
accordance with ITB Clause 3.1(a)(ii) and without prejudice to the imposition of appropriate 
administrative, civil, and criminal penalty in accordance with law. 

 

Note: Bidders shall state the Brand/Model of offered products for evaluation purposes 

 

 

Lot 1: Supply, Delivery and Installation of Atomic Absorption Spectroscopy 
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ITEM NO. Specifications PR No. Fund Source QTY LOCATION UNIT 

COST 

TOTAL COST 

1 Atomic Absorption Spectroscopy 

 

Atomic absorption spectrometer with line 

source hollow cathode lamp , single and 

double beam end-user selectable on use 

Flame AAS with emission mode 

 

Optics: 

Spectrometer: Czerny Turner setup, 

holographic grating monochromator, 

rotatable grating, manufactured wtih 

capability to select double or single beam 

mode 

Spectral resolution: 0.2, 0.3, 0.5, 0.8, 1.2 nm 

(automatic selection) 

Wavelength range and accuracy: 185-

900nm 

Optical components: Quartz-coated 

reflecting optics in a dust-free and light-

proof encapsulation or better 

Detector: SiOSens solid state detector, low 

noise CSA, running in low voltage or better 

Light source: 8-fold HCL turret including 

automatic RFID recognition, lamp base 

compatible with standard HCL type, lamp 

pre-heat in any position. 

Lamp hours: with minimum guaranteed 

lamp hours of 1000hrs 

Backround correction: Deuterium 

background correction through D2 HCL 

With (10) years warranty on optical 

components as stated in manufacturer's 

brochure or any reference published 

document or material 

2025-

10-2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 unit each 

1. 

Municipal 

Agro-

Industrial 

Developme

nt Site, 

National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, 

Rizal, 

Palawan 

3. Palayan 

ng Bayan, 

Brgy. 

Pantingan, 

Pilar, 

Bataan 

4. 

Agricultural 

Resource 

Center 

(ARC) in 

Mabuhay, 

Bayugan 

City, 

Agusan del 

5,900,

000.00 

35,400,000.0

0 



 

81 

 

ITEM NO. Specifications PR No. Fund Source QTY LOCATION UNIT 

COST 

TOTAL COST 

Burner: Coded Titanium burner head, 50 

mm (air/acetylene and nitrous 

oxide/acetylene) with automatic burner 

head recognition, stepless burner rotation 

(0-90°), and 

automatic height adjustment (5-15mm), no 

alignment installation 

Nebulizer: Adjustable nebulizer with 

internal ceramic capillary and acid-resistant 

ceramic impact bead or equivalent 

Spray chamber: PPS spray chamber for 

aqueous and organic solutions or equivalent 

Burner Assembly: With software 

controlled/automatic burner height 

adjustment, automated ignition and 

shutdown of flame 

Software: With cookbook applications for all 

elements 

Upgradable with accesorries: such as 

autosamplers, scrapers, and hydride 

module( with gold trap enrichment 

upgrade). 

Autosampler capabilities should havee: auto 

rinsing and cleaning cycles, with intelligent 

dilution, over-range dilution and 

autocalibration function from single or stock 

solutions. Sampling capacity of 130 

positions or better. Cannula cover material 

should be Pt/Rh. 

Sur 

5. 

Baculong, 

Victoria, 

Tarlac 

6. Brgy 2 

Santa 

Joaquine, 

Laoag City, 

Ilocos 

Norte 
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ITEM NO. Specifications PR No. Fund Source QTY LOCATION UNIT 

COST 

TOTAL COST 

Desktop specifications: 

Processor: i7-12th Gen / R7 Zen3+(RDNA2 

based) subject to change considering 

software compatibility 

Storage: at least 500GB M.2 PCIe NVMe SSD 

Memory: at least 16GB, DDR4 (upgradable) 

Operating System: Windows 10/11 Home 

subject to change considering software 

compatibility 

MS Office: Microsoft Office 2021 (license) 

 

Printer specifications:Can print up to Legal 

size (8.5 x 14 in), color, black 

Can copy and scan up to A4 size, color, black 

Has wireless capabilityHas mobile printing 

capability 

Print speed: Black - up to 8 ppm; Color - up 

to 5 ppm 

Print quality: Black - up to 1200 x 1200 dpi; 

Color - up to 4800 x 1200 dpi 

Copy speed: Black - up to 5 cpm; Color - up 

to 3 cpm 

Copy resolution: up to 300 x 300 dpi 

Scan resolution: up to 1200 dpi 

Paper handling: Input - up to 60 sheets; 

Output - up to 25 sheets 

Connectivity: Hi-speed USB; Built-in WiFi 

802.11 b/g/n200 - 240 VAC 
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ITEM NO. Specifications PR No. Fund Source QTY LOCATION UNIT 

COST 

TOTAL COST 

Accessories included: 

AAS workstation software compatible with 

equipment, and complete genuine MS office 

and OS. 

Desktop PC unit w/ printer and AVR 

With UPS 5kVA 

Gas lines for acetylene (max. 10 meters) 

Gas tank (3) on-site with regulator (1) 

Gas refills good for 10 cylinders 

Air compressor - silent type 

Exhaust system 

Tubings and other consumables (good for 

2yrs) 

1 500mL bot multi standard-element, nist 

traceable,1000ppm (Ca, Mg, K, Na, Fe, Cu, 

Mn, Zn) 

 

Inclusions: 

1. With 2 years warranty on parts and 

services 

2. Free PMS for 2 years inclusive of PM kits. 

3. Free software upgrade within warranty 

period if updates are availables. Supplier 

shall submit a certificate of exclusive or 

authorized distributorship from the brand 

manufacturer. 

4. With 1 unit for remote data management 

system 

5. With End-User training ( No. of pax: At 

least 2 pax) using the same brand and 

model of the offered equipment conducted 

by Authorized Representative/s of the 

Manufacturer with venue at manufacturer’s 

training facility 

6. With authorized or exclusive 

distributorship certificate. Supplier shall 

submit a certificate from the manufacturer 

as an authorized or sole distributor of the 

same brand in the Philippines 
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ITEM NO. Specifications PR No. Fund Source QTY LOCATION UNIT 

COST 

TOTAL COST 

Accessories included: 

AAS workstation software compatible with 

equipment, and complete genuine MS office 

and OS. 

Desktop PC unit w/ printer and AVR 

With UPS 5kVA 

Gas lines for acetylene (max. 10 meters) 

Gas tank (3) on-site with regulator (1) 

Gas refills good for 10 cylinders 

Air compressor - silent type 

Exhaust system 

Tubings and other consumables (good for 

2yrs) 

1 500mL bot multi standard-element, nist 

traceable,1000ppm (Ca, Mg, K, Na, Fe, Cu, 

Mn, Zn) 

 

Inclusions: 

1. With 2 years warranty on parts and 

services 

2. Free PMS for 2 years inclusive of PM kits. 

3. Free software upgrade within warranty 

period if updates are availables. Supplier 

shall submit a certificate of exclusive or 

authorized distributorship from the brand 

manufacturer. 

4. With 1 unit for remote data management 

system 

5. With End-User training ( No. of pax: At 

least 2 pax) using the same brand and 

model of the offered equipment conducted 

by Authorized Representative/s of the 

Manufacturer with venue at manufacturer’s 

training facility 

6. With authorized or exclusive 

distributorship certificate. Supplier shall 

submit a certificate from the manufacturer 

as an authorized or sole distributor of the 

same brand in the Philippines 

      TOTAL 35,400,000.0

0 
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Lot 2: Supply, Delivery and Installation of Various General equipment 

 

ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

1 Top-loading balance/Precision 

balance 

 

Features: 

High resolution load cell weighing 

system 

Small footprint, portable 

External calibration 

Can operate with external power 

bank 

LCD with backlight with adjustable 

contrast 

Under hook weighing 

Plastic protection cover 

 

Specifications: 

Capacity [Max]: 620g 

Resolution [d]: 0,01g 

Calibration: External 

Pan size: Ø 130mm 

Repeatibility: 0,01g 

Linearity: ± 0,02g 

Response time (sec.): ≤2 

Verification: N/A 

Minimum Load: 500 mg 

Display: LCD 

Tare Range (Subtractive): 620g 

Span Drift In +10…+30°c: ± 6 

ppm/°C 

Interface: RS232 

Working Temperature: 5 - 35°C 

Power Supply: 110-230Vac. 

50/60Hz, output 9V 1,2A 10VA 

Power Consumption (Max): 1 Watt 

Calibrates With (Class): 200 g (F1) 

Balance Dimensions (W X L X H): 

190 x 255 x 80 mm 

Net Weight / Gross Weight, 

Approx.: 1,4 / 2,6 Kg 

2025-10-

2207 

PAEF NRP 

Continuing 

(20) 2207 

PAEF NCP 

Continuing 

(5) 

NSHP (5) 

30 5 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte" 

110,000.00 3,300,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

 

 

Inclusions: 

1. With 1 yr warranty on parts and 

services 

2. With ISO 17025 calibration 

certificate 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

2 Analytical Balance 

Features: 

Electromagnetic force restoration 

weighing system 

External or automatic internal 

calibration 

LCD with backlight with adjustable 

contrast 

Large glass draught shield with 3 

sliding doors for easy access to the 

items being weighed 

RS232 serial interface 

Plastic protection cover 

 

Specifications: 

Capacity [Max]: 220g 

Resolution [d]: 0,1mg 

Calibration: Automatic internal 

Pan size: Ø 80 mm 

Response time (sec.): ≤4 

Linearity: ± 0,0003g 

Repeatibility: 0,1mg 

Verification: [M] 

Minimum Load: 10 mg 

Display: LCD 

Tare Range (Subtractive): 220 g 

Span Drift In +10…+30°c: ± 2 

ppm/°C 

Interface: RS232 

Windshield Type And Dimensions: 3 

sliding windows / 162x171x225 mm 

Working Temperature: 5 - 35°C (15-

30°C for verified models) 

Power Supply: 110-230Vac. 

50/60Hz, output 24V 500mA 13VA 

Power Consumption (Max): 2 Watt 

Calibrates With (Class): 200 g (E2) 

Balance Dimensions (W X L X H): 

215 x 345 x 345 mm 

Net Weight / Gross Weight, 

Approx.: 6,6 / 9,2 Kg 

 

Inclusions: 

1. With 1 yr warranty on parts and 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 2207 

PAEF NCP 

Continuing 

(2) 

NSHP (2) 

12 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte" 

140,000.00 1,680,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

services 

2. With ISO 17025 calibration 

certificate 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

3 Class F1 Test Weights 

 

Specifications: 

Material: 304 Stainless Steel 

Level: Class F1 

Product Weight: 6.6 lbs / 3 Kg 

Weight range: 1mg-1kg 

Package Contents: 

25pcs Weights 

1x 1000g 

1x 500g 

2x 200g 

1x 100g 

1x 50g 

2x 20g 

1x 10g 

1x 5g 

2x 2g 

1x 1g 

1x 500mg 

2x 200mg 

1x 100mg 

1x 50mg 

2x 20mg 

1x 10mg 

1x 5mg 

2x 2mg 

1x 1mg 

1x Plastic Tweezer 

1x Aluminium Alloy Case 

1x Cleaning Cloth 

 

Inclusions: 

1. With 1 yr warranty on parts and 

services 

2. With ISO 17025 calibration 

certificate 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 2207 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte" 

90,000.00 540,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

4 Refrigerated Centrifuge 

 

Main features: 

- flip Touch controller 

- Silent operation 

- Energy-saving 

- AC induction motor (brushless) 

 

Specifications: 

Max RPM: 5,000 (swing out) 

Max RCF: 4,947xg 

Max capacity: 250ml x 4 

Accel/decel phase: 0 - 9 (10 step) 

Set temp: -10degC to +40degC 

(1degC increment) 

Ref system: non-CFC 

Noise Level: ≤60dB(A) 

Set time: 99 hour 59 min 59 sec or 

continuous 

Time count: at set speed or from 

starting 

Program: 100 memory 

Rotor ID: automatic recognition 

Display: 4.3" LCD Touch Screen 

RPM range: 400 to 12,000rpm 

Max RCF: 4,947xg 

Display message on screen: RPM, 

RCF, Time, Door open/close, 

Temp ACC, DEC, Rotor ID, Program, 

Comp On/Off, Key Lock 

Power supply: AC 230V± 10%, 50-

60Hz, 1 Phase 

Power consumption: 2kW 

Dimensions (W x D x H): 681 x 656 x 

372 (H: 895mm with open lid) 

Weight (without rotor): 86kg 

Swing rotor code: S250ET-50C-3 

 

Rotor included: 

Swing out rotor 

Capacity: 50ml conical 

Number per pack/rotor: 3/12 

Adaptor bore: 29.5mm 

Max height for use: 127mm 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 "1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte" 

750,000.00 4,500,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

RPM: 4000 

Radius: 180.5mm 

RCF: 3,229 

Max RPM: 4,000 

Radius: 182.5mm 

Max RCF: 3,265 

 

Inclusions: 

1. With 1yr warranty on parts and 

services (calibration and preventive 

maintenance) 

2. Free PMS for 1yr inclusive 

3. With End-User training at end-

user's site 

4. With certificate of calibration 

from an ISO/IEC 17025 Accredited 

Laboratory, test point: 3000rpm 
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5 Laboratory Refrigerator 

 

Main Features: 

*Temperature control 

- Microprocessor control, Large LED 

display inner temperature 

clearly, and with easy viewing. 

- The inner temperature can be 

adjustable at the range of 

2℃~15℃, with an increment of 

0.1℃. 

- Multiple sensors to display or 

control the temperature. 

- Lock and password for protection 

to prevent arbitrary adjustment of 

operating parameters. 

 

*Safety control 

- Malfunction alarms: high 

temperature alarm, low 

temperature alarm. 

- Sensor failure, Power failure 

alarm. 

- Over temperature alarm system, 

set the alarm temperature as 

requirements. 

- Three alarming methods: buzzer 

alarming. digital flashing alarming 

and Remote alarm. 

- Protection function: power-on 

delay, time between stops. 

- Chart temperature recorder 

monitor system (Optional). 

 

*Refrigeration system 

- Highly efficient famous brand 

compressor and fan, 

with a high efficient refrigeration 

effect. 

- 70mm thick foam insulation, 

better insulation effect, help 

to maintain temperature stability 

inside the refrigerator. 

- Forced-Air Circulation for large 

airflow with special air 

ducts to guarantee inner 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte" 

350,000.00 3,850,000.00 
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temperature consistency. 

- Monoblock refrigeration units, 

energy-efficient and 

easy for maintanance. 

- CFC-Free/HCFC refrigerant. 

 

*Ergonomic design 

- Safety door lock, preventing 

unauthorized access. 

- Auto defrost function guarantees 

a good performance 

in high ambient temperature and 

humidity area. 

- Wide voltage design from 192V to 

242V. 

- Inner LED lighting and caster 

design . 

- Maintenance free condenser 

design . 

- No condensation glass door . 

- USB export interface for event and 

temperature data . 

- Baskets or stainless steel drawers 

(Optional). 

 

Specifications: 

Cabinet type: upright 

Climate type: N 

Cooling type: Forced air cooling 

Defrost mode: auto 

Refrigerant: R290 

Cooling performance(°C): 4 

Temperature Range(°C): 2～8 

Controller: Microprocessor 

Display: LED 

Alarm: Audible, Remote 

Interior material: Galvanized steel 

powder coating 

Exterior material: Galvanized steel 

powder coating（white) 

Power supply: 220V/50Hz 

Power: 210W 

Power consumption: 1.8 

Capacity: 313L 

Net/Gross Weight(approx: 

90kg/120kg 
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Interior Dimensions(W*D*H): 

520x430x1400mm 

Exterior Dimensions(W*D*H): 

640x570x1920mm 

Functions: High/Low Temperature, 

Remote Alarm contact, Sensor 

Failure, Door Ajar, Door lock, Inner 

LED light 

Accessories: Castor, Test Hole 

Shelves/Inner Doors 5 

Foaming/Glass door: optional 

USB interface: optional 

Temperature recorder: optional 

 

 

Inclusions: 

1. With 1yr warranty on parts and 

services (preventive maintenance) 

2. With certificate of calibration 

from an ISO/IEC 17025 Accredited 

Laboratory," 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

6 Dessicator Cabinet 

 

Product Features: 

1. The cabinet is made of 1mm and 

1.2mm high-quality steel plates. It 

has multiple reinforcement 

structures, good load-bearing 

performance, overlapping structure 

design and good sealing 

performance. 

2. The surface of the cabinet is 

treated by 18-step orange-peel 

paint, which has highly corrosion 

resistance. 

3. The door is inlaid with 3.2mm 

high-strength tempered glass. It is 

designed with anti-tilt structure. 

Integrated with a pressure handle 

lock, with anti-theft function. The 

bottom is mounted with movable 

brake wheels for easy movement 

and fixing (anti-static casters are 

anti-static). 

4. Ultrahigh brightness LED display, 

temperature and humidity sensor 

using the original American brand 

honeywell, with temperature and 

humidity independent display, has 

long service life. Humidity can be 

set and has a memory function, no 

need to set after power off. 

5. The humidity display range is 

from 0% to 99% RH, and the 

temperature display range is from -

9 °C to 99 °C. Display accuracy: 

humidity ± 3% RH; temperature ± 1 

°C. 

6. We are the only company in the 

industry has cabinets intelligent 

control systems. The working time 

can be determined automatically by 

the humidity inside the machine, 

which saves energy and extends 

product life. The main body casing 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 "2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte""" 

240,000.00 2,640,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

is made of high temperature flame 

retardant material to eliminate 

hidden dangers. 

7. After the power is cut off, the 

physical moisture absorption 

function can still be used to 

continue dehumidification, and the 

humidity rise will not exceed 10% 

within 24 hours. 

8. With CE certification and RoHS 

certification for this 

product.Humidity range : 20% ~ 

60% RH automatic adjustable 

Material: cold rolled steel plate 

Inner size : W446 * D372 * 

H598mm 

Outer size : W448 * D400 * 

H688mm 

Shelf Quantity: 1 layer 

Shelf load : 50KG 

FCL load : 200KG 

Power supply : 110V/220V 50/60HZ 

Maximum Power: 80W 

Average Power : 5W 

ESD color: black (Standard supply is 

ESD) 

N.W:20kg; G.W:28kg; 

Meas:54*48*85cm 

 

Inclusions: 

With 1 year warranty on parts and 

services 

With 1 year PMS and service visits 

within warranty period 

With Calibration Certificate from 

ISO 17025 Accredited Calibration 

Laboratory 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

7 Horizontal Reciprocal Shaker 

 

Features: 

- Efficient in shaking reagents of a 

variety of materials 

under same control parameters. It 

is suitable for 

organic/inorganic chemical, 

medical, pharmaceutical 

research, extraction and 

development of media, and 

waste water analysis 

- An analog meter for EPM 

indication 

- A mechanical timer (0-60min) or 

digital timer (0-99hr, 

59min) is for option 

 

Specifications: 

Oscilations: 0 - 300epm 

Size: 455 x 430 x 560mm 

Weight: 71kg 

 

Included Accessories: 

triangular flask holder 

test tube rack holder 

 

Inclusions: 

With 1 yr warranty on parts and 

services 

With 1 yr PMS and service visits 

within warranty period 

With Calibration Certificate from 

ISO 17025 Accredited Calibration 

Laboratory 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

350,000.00 3,850,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

8 Vortex Mixer 

 

Features: 

1. The vortex mixer features a 4 

mm diameter orbital 

motion that ensures thorough, 

consistent mixing of 

samples for a variety of 

applications. 

2. Shaded-pole motor that 

combines high efficiency 

with durability. Allows for smooth 

and reliable operation, 

contributing to the overall 

performance and longevity of 

the mixer. 

3. Rotation speeds range from 0 to 

3000 rpm to accommodate 

different sample types and 

viscosities. 

4. The vortex mixer features a 

touch-screen operator interface 

that simplifies the user experience 

and improves the efficiency 

of laboratory workflows. 

 

Specifications: 

Power: 60W 

Mixing Motion: Orbital 

Orbital Diameter: 4mm 

Motor Type: Shaded pole motor 

Motor Rating Input: 58W 

Motor Rating Output: 10W 

Speed Range: 0-3000rpm 

Speed Display: Scale 

Run Type: Touch operation and 

Continuous 

Permissible Ambient Temperature: 

5-40℃ 

Permissible Relative Humidity: 

80%RH 

Protection Class: IP21 

Size (W×D×H, mm): 130 × 127 × 160 

N.W./G.W. (kg): 2/3.5 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (2) 

12 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

50,000.00 600,000.00 



 

99 

 

ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

Voltage: 110-120V/220-230V, 

50/60Hz 

 

Inclusions: 

With 1 yr warranty on parts and 

services 

With 1 yr PMS and service visits 

within warranty period 

With Calibration Certificate from 

ISO 17025 Accredited Calibration 

Laboratory 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

9 Magnetic Hotplate/Stirrer 

 

Main Features: 

- LED displays actual temperature 

- Built-in PID controller ensures safe 

heating of the 

medium with overheating 

protection 

- Maximum heating plate 

temperature up to 550℃ 

- Glass ceramic work plate is 

resistant to corrosion 

and is easy to clean 

- External temperature control is 

possible by connecting 

temperature sensor(PT1000) with 

an accuracy of ±0. 2℃ 

- Digital speed control with 

maximum range of 1500rpm 

- Outstanding brushless DC motor 

offers more stirring power 

- Two knobs enable easy 

adjustment of speed and 

temperature 

- “HOT” warning flashes when work 

plate temperature is above 

50℃ even when hotplate is turned 

off 

- Remote function provides PC 

control and data transmission 

 

Specifications: 

Work plate Dimension [W x D]: 

184x184mm (7 inch) 

Work plate material: Glass ceramic 

Motor type: Shaded pole motor 

Motor rating output: 1.5W 

Power: 1030W 

Heating output: 1000W 

Voltage: 100-120/200-240V 

50/60Hz 

Stirring positions: 1 

Max. stirring quantity, [H2O]: 10L 

Max. magnetic bar[length]: 80mm 

2025-10-

2207 

PAEF NRP 

Continuing 

(12) 

PAEF NCP 

Continuing 

(3) 

NSHP (3) 

18 3 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

70,000.00 1,260,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

Speed range: 0-1500rpm 

Speed display: Scale 

Temperature display: LED 

Heating temperature range: Room 

Temp.-550°C, increment 5°C 

Temperature control accuracy: 

±10°C 

Overheating protection: 580°C 

Temperature display accuracy: 

±0.1°C 

External temperature sensor: 

PT1000 (accuracy ±0.2) 

"Hot" warning: 50°C 

Protection class: IP21 

Dimension [WxDxH]: 

215x360x112mm 

Weight: 4.5kg 

Permissible ambient temperature 

and humidity: 5-40°C, 80%RH 

 

Inclusions: 

With 1 yr warranty on parts and 

services 

With 1 yr PMS and service visits 

within warranty period 

With Calibration Certificate from 

ISO 17025 Accredited Calibration 

Laboratory 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

10 Acid Cabinet (w/ ducting) 

 

Features: 

- Fully welded, not riveted, 

construction holds squareness for 

longer life and offers greater 

protection in a fire since air gaps 

are reduced 

- Dual vents with built-in flash 

arresters strategically places at 

bottom 

and opposite top 

- 2-inches (51-mm) leakproof 

containment sump holds leaks and 

meets 

US EPA requirements 

- Sturdy 18-gauge (1-mm) double 

wall steel construction with 1 1/2-in 

(38-mm) of insulating air space 

- Continuous piano hinge provides 

better open-close smooth 

operation, 

ensuring endurance and reliabilty 

- Durable and chemical-resistant, 

lead-free powder-coat paint finish, 

inside and out, retains high gloss 

look and minimizes the effects of 

corrosion and humidity 

 

Specifications: 

Capacity: 22 Gal/83 li 

Dimensions: 1650 x 590 x 460 

Adjustable shelves: 2pcs 

Shelves capacity: 50kg 

Door type: single 

 

With 1 yr warranty on parts and 

services 

With 2 yr PMS and service visits 

within warranty period 

With Calibration Certificate from 

ISO 17025 Accredited Calibration 

Laboratory 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

300,000.00 3,300,000.00 
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11 Drying Oven (forced convection) 

 

Specifications 

- Temperature range + 5°C above 

ambient temperature ... +300°C 

- Chamber capacity 245 liters 

- Working capacity 245 liters 

- Quality control protocol at +105°C 

- Instruction manual in English and 

menu in various languages 

- Over temperature protection: 3.1 

class according to DIN 12880 

- open door alarm 

- air-flap Ø60 mm 

- LAN port and USB port 

- access port to enter an external 

sensor (Ø30 mm) on the left side of 

the unit 

door lock 

- Stainless steel wire shelf (INOX) 

- external full doors 

- LabDesk software for, inter alia, 

downloading data on computer 

- large (7""), clear, full colour touch 

screen 

- LAN, USB ports and WiFi for 

communication and data transfer 

- Multi-segment time and 

temperature programs 

- Loop function up to 255 times or 

endless 

- Adjustable start delay feature 

- Adjustable ramps 

- Recording of min, average and 

max temperature value for each 

segment 

- Operating in temperature or time 

priority mode 

- Fan speed control in the range of 

0 … 100% or 10% … 100% 

(depending on the chamber 

capacity) 

- Temperature sensor fail alarm 

- Possibility of temperature 

calibration by the User 

possibility to create user accounts 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 "2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte""" 

600,000.00 6,600,000.00 
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with rights and password 

assignment 

- 40 user programs memory 

- Data registry – 10 000 data 

records for each user, possibility to 

display data on the screen in 

tabular or grahpic form 

 

Other Specifications: 

Air convection: forced 

Chamber capacity [l]: 245 

Working capacity [l]: 245 

Controller: microprocessor PID 

Display: 7"" full colour touch screen 

Temperature range: 5°C above 

ambient temperature … +300°C 

Temperature resolution every … 

[°C] 0,1 

Temperature fluctuation at 105°C: 

[+/-°C]: 0,4 

Temperature variation at 105°C [+/-

°C]: 2 

Temperature protection: class 3.1 

to DIN 12880 

Door type: solid / door with viewing 

window (option) 

Interior: acid-proof stainless steel 

to DIN 1.4301 

Housing: powder coated sheet 

Overall dimensions (W x H x D, 

mm): 820 x 1140 x 770 

Internal dimensions (W x H x D, 

mm): 600 x 800 x 500 

Shelves (standard/max): 3/10 

Max unit workload: 90kg 

Weight: 114kg 

shelves (standard | max): 3 | 10 

max shelf workload [kg]: /2/25 

max unit workload [kg]: 90 

weight [kg]: 114 

voltage: 230V 50/60Hz 

nominal power [W]: 3100 

 

With 1 yr warranty on parts and 

services 

With 2 yr PMS and service visits 
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within warranty period 

With Calibration Certificate from 

ISO 17025 Accredited Calibration 

Laboratory" 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

12 Bottletop Dispenser (set) 

- 10mL, 50mL, 100mL (3pcs each) 

 

Bottle Top Dispenser with amber 

reagent bottle 

1-10ml 

5-50ml 

10-100ml 

 

Main Features: 

- High chemical compatibility with 

use of inert materials and 

glass/PTFE piston 

- Easy to disassemble and clean for 

periodic maintenance 

- Fully autoclavable at 121°C to 

ensure sterility 

- Supplied with most popular 

adapters (S40, GL32, GL38, GL25, 

GL28) 

 

Includes: 

1 - 10ml with reagent bottle 

5 - 50ml with reagent bottle 

10 - 100ml with reagent bottle 

with recirculation and discharge 

valve 

 

with Calibration Certificate from 

ISO/IEC 17025:2017 accredited 

calibration laboratory 

with 1 years warranty on parts and 

services 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

200,000.00 1,200,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

13 Single Channel Pipettors (set) 

10-100ul 

100-1000ul 

0.5-5ml 

1-10ml 

Main Features: 

- Ergonomic Design: With a light 

touch plunger, relaxed finger rest, 

and an overall user-friendly design 

- Rotating Counter Knob: an easy-

to-use rotating counter knob and 

digital display, allowing for quick 

and accurate volume setting, with 

the volume range clearly visible in 

the digital display. 

- High-Quality Materials: made of 

high-quality heat-resistant 

materials, allowing it to be 

autoclaved or UV-disinfected 

without disassembly. Its design is 

also resistant to harsh chemicals. 

- Quick Release Pipette Tip Ejector: 

features a quick-release pipette tip 

ejector, making it easy to switch 

between different tips. 

- Maintenance: components are 

easily replaceable and can be 

calibrated and maintained using 

standard tools in the laboratory. It 

also has ISO 9001:2008 and ISO 

13485:2003 certificates, as well as 

CE marking. 

- Online Calibration: can be 

calibrated online via the official 

website, ensuring that it is always in 

top working condition. 

 

Inclusions: 

10-100ul 

100-1000ul 

0.5-5ml 

1-10ml 

1000 pipette tips per volume 

1 pipettor stand 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

150,000.00 1,650,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

 

with Calibration Certificate from 

ISO/IEC 17025:2017 accredited 

calibration laboratory 

with 1 years warranty on parts and 

services " 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

14 Digital Burette, continuous, digital 

(set)- 3pcs 

 

Features 

highest accuracy and precision, our 

error ranges are better than the 

DIN EN ISO 8655-3 requirements 

resistant against most acids and 

alkalis 

exclusive instrument with 0% loss 

of reagent - air-purging and 

draining within a closed circuit 

360° rotatable valve block for your 

added safety 

two-in- one instrument: dosing & 

titration 

covers the complete volume range 

up to 50 ml when used as a 

dispenser and up to 99.99 ml when 

used as a burette 

easy and precise volume setting 

vertical valves: no sedimentation, 

no contamination 

100 % drip-free by turning the 

cannula at 180° 

no transcriptions errors due to 

automatic value storage and the 

possibility of 

transferring values to a PC via 

RS232 interface (USB adapter 

optional available) 

calibration: standard with water of 

20°C 

software enables saving the next 

calibration date 

recalibration for liquids of different 

viscosities possible e.g. 

determination of acid content in 

milk 

easy to dismantle and to clean, 

valve block autoclavable at 121°C 

automatic power-cut-off after three 

minutes 

including NiMH 1,2V 2100mAh 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 "2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

250,000.00 2,750,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

battery 

individual certificate, CE label and 

serial number 

 

Specifications: 

Autoclavable Valve block at 121°C 

Thread GL45 

Systematic errors ISO ±0.1 ml 

Systematic errors witeg ±0.03 ml 

Random errors ISO ≤0.05 ml 

Random errors witeg ≤0.01 ml 

Volume 0 - 50 ml 

Volume adjustment Handwheels 

(left and right) 

 

Package Includes: 

Suction tube, Discharge tube, 

Instruction manual, Individual 

certificate, Serial number, 

Battery charger with EU and US 

adapter, 

Thread adapter A25, A28, GL 32/45, 

S40 

incl. RS232 interface cord 

 

with Calibration Certificate from 

ISO/IEC 17025:2017 accredited 

calibration laboratory 

with 1 years warranty on parts and 

services " 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

15 Single Channel Pipettors (set, 3 pcs 

each) 

- 0.1-2.5uL, 

- 10-100uL, 

- 20 -200uL, 

- 100uL-1000uL, 

- 500uL-5000uL, 

- 1000uL-10000uL" 

 

Main Features: 

- Ergonomic Design: With a light 

touch plunger, relaxed finger rest, 

and an overall user-friendly design, 

the MicroPette Plus is designed to 

make pipetting more comfortable 

and efficient. 

- Rotating Counter Knob: The 

MicroPette Plus features an easy-

to-use rotating counter knob and 

digital display, allowing for quick 

and accurate volume setting, with 

the volume range clearly visible in 

the digital display. 

- High-Quality Materials: The 

MicroPette Plus is made of high-

quality heat-resistant materials, 

allowing it to be autoclaved or UV-

disinfected without disassembly. Its 

design is also resistant to harsh 

chemicals. 

- Quick Release Pipette Tip Ejector: 

The MicroPette Plus features a 

quick-release pipette tip ejector, 

making it easy to switch between 

different tips. 

- Maintenance: The MicroPette 

Plus's components are easily 

replaceable and can be calibrated 

and maintained using standard 

tools in the laboratory. It also has 

ISO 9001:2008 and ISO 13485:2003 

certificates, as well as CE marking. 

- Online Calibration: The MicroPette 

Plus can be calibrated online via the 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

10 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

200,000.00 2,000,000.00 



 

112 

 

ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

official website, ensuring that it is 

always in top working condition. 

 

Inclusions: 

Single Channel Pipettors (set, 3 pcs 

each) 

- 0.1-2.5uL, 

- 10-100uL, 

- 20 -200uL, 

- 100uL-1000uL, 

- 500uL-5000uL, 

- 1000uL-10000uL 

 

 

Warranty: Two (2) years of services 

and parts against factory defects 

Free PMS within warranty period 

and ISO 17025 Calibration for one 

year" 

16 Bottletop Dispenser, 50mL 

 

Specifications: 

Volume Range 5.0-50mL 

Graduation 1.0mL 

Systematic Error ±250uL | ±0.5% 

Random Error ±100uL | ±0.2% 

Includes: 

Reagent Bottle Amber 1L 

ISO 17025 Calibration Certificate 

One year warranty of service and 

parts against factory defects. 

 ESETS Rice 

Continuing 

7 LSD 40,000.00 280,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

17 Bottletop Dispenser, 100mL 

 

Specifications: 

Volume Range 10-100mL 

Graduation 2.0mL 

Systematic Error ±500uL | ±0.5% 

Random Error ±200uL | ±0.2% 

Includes: 

Reagent Bottle Amber 1L 

ISO 17025 Calibration Certificate 

One year warranty of service and 

parts against factory defects. 

 ESETS Rice 

Continuing 

4 LSD 40,000.00 160,000.00 

18 pH meter 

Specifications: 

pH 

Range: -2.00 to 16.00 pH 

Resolution: 0.1/0.01/0.001 pH 

Accuracy: ±0.002 

Cal. Points: Up to 5 "Buffer Sets: 

NIST 

Buffer 4.00, 7.00, 10.00, 12.45, 

1.68 

500 mL per bottle 

with CoA (NIST Traceable)" 

Temperature 

Range (Meter): 0.0 to 100.0 ºC / 

32.0 to 212.0 ºF 

Resolution: 0.1 ºC / 0.1 ºF 

Accuracy: ±0.3 ºC / ±0.5 ºF 

Compensation: ATC 

Power Requirements: 9-20 V DC 

adapter, 1.3 A 

(100/240 VAC, SMPS) 

Accessories: 

Integral Electrode Holder & 

100/240 VAC Adapter 

pH Electrodes, ATC probe 

4, 7, 10 pH buffer standards ISO 

Calibration Certificate 

with 1 year warranty on parts and 

services 

"Delivery Site: 

BSWM Central Office" 

2025-00-

0051 

NSHP 1 LSD 105,000.00 105,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

19 EC meter 

Specifications: Conductivity 

Range: 0.050 µS to 500.0 mS 

Resolution: 0.01 / 0.1 µS ; 0.001 / 

0.01 / 0.1 mS 

Accuracy: ±1 % full scale Cal. Points: 

Up to 5 

Cell Constant: 0.010 to 10.000 

Temperature 

Range (Meter): 0.0 to 100.0 ºC / 

32.0 to 212.0 ºF 

Resolution: 0.1 ºC / 0.1 ºF 

Accuracy: ±0.3 ºC / ±0.5 ºF 

Coefficient (Per ºC): Linear & pure ; 

0.000 to 10.000 % 

Normalization: 15.0 to 30.0 ºC / 

59.0 to 86.0 ºF 

Compensation: ATC 

Power Requirements: 9 V DC 

adapter, 1.3 A (100/240 VAC, SMPS) 

Inclusions: 

EC Electrodes 

"EC buffer standards 

111.8 uS/cm 

12880 uS/cm 

1413 uS/cm 

147 uS/cm 

84 uS/cm 

with COA (NIST Traceable) 500 mL 

per bottle" 

ISO Calibration Certificate 

with 1 year warranty on parts and 

services 

"Delivery Site: 

BSWM Central Office" 

2025-00-

0052 

NSHP 1 LSD 105,000.00 105,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

20 Digital Titrator 

Specifications: 

Nominal Volume: continuous 

Accuracy in % (±): 0.02-0.06% 

Accuracy in µl (±): 30-100 µl 

Coefficient of variation (%): 0.01-

0.02 % 

Coefficient of variation in µl: 10-50 

µl 

Accessories: telescoping filling tube 

recirculation tube batteries 

3 PP bottle adapters (GL 45/32, GL 

45/S 40, GL 32/NS 29/32) 

2 amber colored light shield 

inspection windows 

Operation Manual, performance 

certificate 

with 1 year warranty on parts and 

services 

with ISO/IEC 17025 Calibration 

Certificate 

"Delivery Site: 

BSWM Central Office" 

2025-00-

0052 

NSHP 30 LSD 49,000.00 1,470,000.00 

21 Laser Engraving Machine 

Specifications: 

Machine Type: CO₂ Laser Engraving 

Machine (for flat and cylindrical 

glassware) 

Laser Power: 60W - 100W Laser 

Wavelength: 10.6 μm Cooling 

System: Water cooling (with chiller 

or pump) 

Engraving Area: Minimum 500mm x 

300mm 

Z-Axis Height Adjustment: At least 

150mm 

Rotary Attachment: Included for 

engraving cylindrical glass 

Engraving Resolution: 1000–2500 

DPI 

Engraving Speed: Up to 500 mm/s 

Positioning Accuracy: ≤ 0.01 mm 

Supported Materials: Glass, wood, 

acrylic, leather, etc. 

2025-03-

0543 

NSHP CONT 2 LSD-RST 250,000.00 500,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

File Formats: AI, DXF, BMP, JPG, 

PNG, PLT, etc. 

Connectivity: USB and/or Ethernet 

OS Compatibility: Windows 7/10/11 

Voltage: 220V AC 

Power Plug Type: Compatible with 

Philippine outlets (Type A, B, or C) 

Power Consumption: ~800W to 

1500W 

Safety Features: 

Emergency stop Safety lid/interlock 

Exhaust fan system 

Air assist system (to protect glass 

during engraving) 

Included Accessories: Rotary 

attachment Water cooling system 

Exhaust fan or air filter Power and 

USB cables 

Software and user manual 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

22 Conductivity meter 

Specifications: Conductivity 

Range: 0.050 µS to 500.0 mS 

Resolution: 0.01 / 0.1 µS ; 0.001 / 

0.01 / 0.1 mS 

Accuracy: ±1 % full scale Cal. Points: 

Up to 5 

Cell Constant: 0.010 to 10.000 

Temperature 

Range (Meter): 0.0 to 100.0 ºC / 

32.0 to 212.0 ºF 

Resolution: 0.1 ºC / 0.1 ºF 

Accuracy: ±0.3 ºC / ±0.5 ºF 

Coefficient (Per ºC): Linear & pure ; 

0.000 to 10.000 % 

Normalization: 15.0 to 30.0 ºC / 

59.0 to 86.0 ºF 

Compensation: ATC 

Power Requirements: 9 V DC 

adapter, 1.3 A (100/240 VAC, SMPS) 

Inclusions: 

EC Electrodes 

" EC buffer standards 

111.8 uS/cm 

12880 uS/cm 

1413 uS/cm 

147 uS/cm 

84 uS/cm 

with COA (NIST Traceable) 500 mL 

per bottle " 

ISO Calibration Certificate 

with 1 year warranty on parts and 

services 

" Delivery Site: 

BSWM Central Office 

2025-03-

0543 

NSHP CONT 1 SWRRD 105,000.00 105,000.00 
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ITEM 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL COST 

23 Vapor Generation Accessory-77 

*must be compatible to existing 

atomic absorption spectroscopy in 

the laboratory 

" Includes: 

• Pump unit 

• AA hydride module including gas-

liquid separator, 

• Cell holder to fit Agilent Mark 7 

Air/acetylene 

burner 

• Reagent containers 

• All tubing, hoses, and connectors 

plus a spare kit 

• Operation manual 

• 2 Quartz cells 

• Power cables 

•Peri pump tubes, PVC, 

purple/black 12/pk (for sample) 

•Peri pump tubes, PVC, black/black 

12/pk (for reagents) 

•Mercury absorption cell VGA 

76/77, 1/pk " 

2025-03-

0543 

NSHP CONT 1 SWRRD 500,000.00 500,000.00 

      TOTAL 42,945,000.00 
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Lot 3: Supply, Delivery and Installation of UV-VIS Spectrophotometer 

ITEM 

NO. 

Specification PR No. Fund Source QTY LOCATION UNIT COST TOTAL COST 

1 UV-VIS Spectrophotometer w/ computer 

and printer 

 

Photometric System – Double beam 

Monochromator – Double monochromator 

/ Monochromator with imaging grating or 

equivalent 

Source – Halogen (Tungsten) - D2 Lamp 

End-user level and tool-free lamp 

replacement, lamps fixed by hand-turned 

screws only 

Wavelength Range – 190-1100 nm 

Optical Components: quartz coated optics 

(e.g. mirrors) and with internal holmium 

oxide filter for internal wavelength 

calibration 

With ten (10) years warranty on optical 

components from manufacturer as stated 

in manufacturer's brochure or any 

reference document 

Additional sample position for samples 

with high turbidity 

Detectors – Silicon photodiode detectors 

for simultaneous measurement of all 

channels 

Wavelength accuracy (nm) ± 0.1 nm 

Wavelength reproducibility (at 360.9 nm 

with holmium oxide filter) ≤0.02 nm 

Spectral resolution capability 

Toluene/Hexane at 20–25 °C, 1.6 to 1.8 

Fixed Spectral bandwidth 1.4nm 

Registration speed: up to 12,000nm/min 

2025-

10-

2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos Norte" 

2,100,000.00 12,600,000.

00 
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ITEM 

NO. 

Specification PR No. Fund Source QTY LOCATION UNIT COST TOTAL COST 

 Desktop specifications: 

Processor: i7-12th Gen / R7 Zen3+(RDNA2 

based) subject to change considering 

software compatibility 

Storage: at least 500GB M.2 PCIe NVMe 

SSD 

Memory: at least 16GB, DDR4 (upgradable) 

Operating System: Windows 10/11 Home 

subject to change considering software 

compatibility 

MS Office: Microsoft Office 2021 (license) 

 

Printer specifications:Can print up to Legal 

size (8.5 x 14 in), color, black 

Can copy and scan up to A4 size, color, 

black 

Has wireless capabilityHas mobile printing 

capability 

Print speed: Black - up to 8 ppm; Color - up 

to 5 ppm 

Print quality: Black - up to 1200 x 1200 dpi; 

Color - up to 4800 x 1200 dpi 

Copy speed: Black - up to 5 cpm; Color - up 

to 3 cpm 

Copy resolution: up to 300 x 300 dpi 

Scan resolution: up to 1200 dpi 

Paper handling: Input - up to 60 sheets; 

Output - up to 25 sheets 

Connectivity: Hi-speed USB; Built-in WiFi 

802.11 b/g/n200 - 240 VAC 
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ITEM 

NO. 

Specification PR No. Fund Source QTY LOCATION UNIT COST TOTAL COST 

 Accessories included: 

UV workstation software compatible with 

equipment, and complete genuine MS 

office and OS. 

With sipper, flow cell and spare tubings 

(good for 2 years) 

Desktop PC unit w/ printer and AVR 

With UPS 1kVA 

 

Inclusions: 

1. With 2 years warranty on parts and 

services 

2. Free PMS for 2 years inclusive of PM 

kits. 

3. Free software upgrade within warranty 

period if updates are availables. Supplier 

shall submit a certificate of exclusive or 

authorized distributorship from the brand 

manufacturer. 

4. With 1 unit remote data management 

system 

5. With 2pcs (500mL), 1000 ppm NIST 

Traceable Phosphorus Standard Solution, 1 

pc Sucrose Standard, NIST Traceable with 

Certificate of Analyis, 10g/bottle 

6. With End-User training ( No. of pax: At 

least 2 pax) using the same brand and 

model of the offered equipment 

conducted by Authorized Representative/s 

of the Manufacturer with venue at 

manufacturer’s training facility 

7. Two (2) extra lamp source, if source is 

Halogen or Tungsten 

8. With authorized or exclusive 

distributorship certificate. Supplier shall 

submit a certificate from the manufacturer 

as an authorized or sole distributor of the 

same brand in the Philippines 

      

   

 

  TOTAL 12,600,000.

00 
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Lot 4: Supply, Delivery and Installation of Various Sample Preparation Equipment 

 

ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION Unit cost TOTAL COST 

1 Soil Grinder 

 

Support the following standards: 

ASTM D5102, ASTMD558, 

ASTMD698, ASTMD1557 

Material of grinder : Stainless Steel 

304 

With the following interchangeable 

No. 4,10,35 and 2mm perforated 

stainless plate, with extra plate for 

0.5mm 

 

Table top and portable unit 

configuration 

Direct drive motor and grinding 

device mounted in sturdy base with 

adjustable footing. 

Magnetic switch for motor 

Power supply : 220V, 1Phase, 60Hz 

Provide spare hammers/beaters 

(4pcs) 

Replacement parts such as motors, 

electricals, and bearing must be 

available within the region of 

delivery for sustainability. 

 

Local fabricated or with certificate 

of distributorship 

 

Inclusions: 

1. With two (2) years warranty on 

parts and services (calibration and 

preventive maintenance) 

2. On-site training 

3. 1 unit vacuum or dust collector 

4. Compatible AVR or UPS 

5. Proof of on-going and completed 

contract on local fabrication 3 yrs 

since completion of contract 

6. Proof of tests on materials used, 

if applicable, (e.g. stainless steel 304 

cetified by ITDI or MIRDC, or any 

2025-10-

2207 

PAEF NRP 

Continuin

g (4) 2207 

PAEF NCP 

Continuin

g (1) 

NSHP (1) 

6 1 unit each 

1. Municipal Agro-

Industrial Development 

Site, National Highway, 

Barangay Maasin, 

Brooke's Point, Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural Resource 

Center (ARC) in 

Mabuhay, Bayugan City, 

Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa Joaquine, 

Laoag City, Ilocos Norte" 

300,000.00 1,800,000.0

0 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION Unit cost TOTAL COST 

certifying agency) 

2 Plant Tissue Grinder 

 

Sample size : Up to 10mm 

Grinding speed : 3000 - 10,000 rpm 

Blade material: AISI D2 

Hardness: 60RC 

Power supply : At least 746w or 

larger, 220V, 1 Phase, 60 Hz 

Final particle : 0.3mm to 2mm 

Safety protection : Totally covered 

during operation with microswitch 

to disable motor when opened. 

With 2 sets of spare blades/beaters, 

stainless steel 304 

Replacement parts (motor and 

bearing, and etc.) must be available 

from local sources. 

 

Local fabricated or with certificate 

of distributorship 

 

2025-10-

2207 

PAEF NRP 

Continuin

g (4) 2207 

PAEF NCP 

Continuin

g (1) 

NSHP (1) 

6 1 unit each 

1. Municipal Agro-

Industrial Development 

Site, National Highway, 

Barangay Maasin, 

Brooke's Point, Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural Resource 

Center (ARC) in 

Mabuhay, Bayugan City, 

Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa Joaquine, 

Laoag City, Ilocos Norte" 

450,000.00 2,700,000.0

0 



 

124 

 

ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION Unit cost TOTAL COST 

Inclusions: 

1. With two (2) years warranty on 

parts and services (calibration and 

preventive maintenance) 

2. On-site training 

3. 1 unit vacuum or dust collector 

4. Compatible AVR or UPS 

5. Proof of on-going and completed 

contract on local fabrication 3 yrs 

since completion of contract 

6. Proof of tests on materials used, 

if applicable, (e.g. stainless steel 304 

cetified by ITDI or MIRDC, or any 

certifying agency) 

3 Soil Drying Cabinet 

 

Structure : Fabricated marine 

plywood ¾ inch. with ¼ inch. 

Hardiflex substrate body and 

stainless steel 304 flooring. 

Shelves : Tubular 12mm stainless 

steel 304 

Heater : 1 unit 3000w plug type, 

finned tube heater 

Recirculating Blower: ½ Hp, 220V, 

1Phase 

Dimension : L = 250cm (min) : W = 

60cm : H = 200cm 

 

With the following control and 

attachment: 

- Digital temperature controller with 

over temperature cut off. 

- Fractional fresh air intake and 

discharge flaps. 

- Magnetic contactor with overload 

relay. 

- Heater protection 

2025-10-

2207 

PAEF NRP 

Continuin

g (4) 2207 

PAEF NCP 

Continuin

g (1) 

NSHP (1) 

6 1 unit each 

1. Municipal Agro-

Industrial Development 

Site, National Highway, 

Barangay Maasin, 

Brooke's Point, Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural Resource 

Center (ARC) in 

Mabuhay, Bayugan City, 

Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa Joaquine, 

Laoag City, Ilocos Norte" 

450,000.00 2,700,000.0

0 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION Unit cost TOTAL COST 

 

Local fabricated or with certificate 

of distributorship 

 

Inclusions: 

1. With two (2) years warranty on 

parts and services (calibration and 

preventive maintenance) 

2. On-site training 

3. Compatible AVR or UPS 

4. With ISO 17025 calibration 

certificate 

5. Proof of on-going and completed 

contract on local fabrication 3 yrs 

since completion of contract 

6. Proof of tests on materials used, 

if applicable, (e.g. stainless steel 304 

cetified by ITDI or MIRDC, or any 

certifying agency) 

      TOTAL 7,200,000.0

0 

 

Lot 5: Supply, Delivery and Installation of Various Physical Analysis Equipment 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

1 Conventional Hydraulic Conductivity Set 

Up 

 

Number of stations: 5 

Material for components: Stainless steel 

304 

Composed of the following components: 

- 2 level stands 

- Individual valve per station 

- Sample tubes, I.D. 50mm x 51 mm 

height 

- Overflow tubes 

- Connecting rubber sleeves 

- Receiving vessel with overflow and 

perforated metal partition 

- Fine mesh stainless steel screens 

- Cheesecloths and rubber bands 

- Graduated cylinders, 100ml., Class A w/ 

calibration certificate 

- Stopwatch 

- Hose 

 

Local fabricated or with certificate of 

distributorship; with certificate of 

Trademark registration 

 

Inclusions: 

1. With 1yr warranty on parts and 

services (calibration and preventive 

maintenance) 

2. On-site training 

3. Proof of on-going and completed 

contract on local fabrication 3 yrs since 

completion of contract 

4. Proof of tests on materials used, if 

applicable, (e.g. stainless steel 304 

cetified by ITDI or MIRDC, or any 

certifying agency) 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

10 2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

310,000.0

0 

3,100,000.

00 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

2 Soil Sampler Set with Sampling tube and 

Color Chart 

 

Main components: 

- 2 sets of soil sampler 

- Soil sample coring tube, material 

Stainless steel 304 

- Steel rod with hammering end 

- Extension rod 

- Hammer with nylon impact surface 

- 30 sets of sampling tube (100 ml) with 

lids 

- Tube dimension – I.D. 50mm x 51mm 

height 

- Tube material: Stainless steel 304 

 

Inclusions: 

- Carrying Cloth case to fit 6 pcs (1 set) of 

sampling tubes 

- 2 pcs round tipped stainless steel shovel 

- 1 brush and 3 knife set 

- With 1yr warranty on parts and service 

- On – site training 

 

Accessories: 

- Waist band leather case 

- 2 books Munsell color chart containing 

10R, 10YR, 2.5Y, 2.5YR, 5Y, 5YR, 7.5YR, 

10Y – 5GY colors – Olive green 

Gray 1 and 2 (2 separate charts) 

5R individual soil chart 

7.5R individual soil chart 

New White page, 7.5R, 10YR, and 2.5Y 

10Y and 5GY soil chart for glauconitic 

soils 

5R soil chart for Australia and Southeast 

Asia 

7.5R soil chart for tropical and semi-

tropical soils 

- Laminated hard cover, glossy, ring 

binded cover & sheets With openings in 

between chips to allow easy visual 

comparison with soil samples. 

Color ships are mounted on neutral gray. 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 2207 

PAEF NCP 

Continuing 

(1) 

5 1 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac" 

560,000.0

0 

2,800,000.

00 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

- Water-resistant sheets/pages 

Latest Edition or equivalent 

 

Local fabricated or with certificate of 

distributorship; with certificate of 

Trademark registration 

 

Inclusions: 

1. With 1yr warranty on parts and 

services (calibration and preventive 

maintenance) 

2. On-site training 

3. Proof of on-going and completed 

contract on local fabrication 3 yrs since 

completion of contract 

4. Proof of tests on materials used, if 

applicable, (e.g. stainless steel 304 

cetified by ITDI or MIRDC, or any 

certifying agency) 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

3 Physical Analysis Peripherals (Plunger, 

Moisture dish, Perforated Dish) 

 

- Plunger: material – stainless steel 304, 

max wt. 100g, Length – 24 inches 

Perforated flange dia. – 50 mm. Hole dia. 

– 5mm, Qty. – 5pcs 

 

- Soil Hydrometer: with code ASTM H152, 

with certificate of compliance and 

traceability 

With calibration certificate, Qty.- 5 pcs. 

- 

Graduated Cylinder: 1000ml, Made of 

Type 1 borosilicate glass, Class A 

graduation 

With calibration certificate. Qty. – 50pcs. 

 

- Weighing Boat: size- medium approx. L 

= 85mm, W = 84mm, H = 24mm, Anti-

static, 

Qty. 2 sets (pack of 500). 

 

- Moisture disc: small size Ht.= 2.1cm, I.D. 

= 5.1cm, Material- Aluminum, 

With tight fitting cover, Qty. 50pcs. 

- 

Moisture disc: medium size, Ht. = 3.5cm, 

I.D. = 6.5cm, with tight fitting cover 

Material – Aluminum, Flat bottom, Qty. – 

50pcs. 

 

- Perforated Dish: Material – stainless 

steel 304, I.D. = 4.9cm., O.D. = 5.1cm., 

Sieve diameter = 4.8cm, Holes Dia. 

=0.2cm, Ht. = 2.3cm., Qty. 50pcs. 

 

- Shaking Bottle: Capacity = 250ml, 

Opaque, wide mouth with screw cap, 

Material – Polypropylene, Qty. 150pcs. 

Capacity: 250 ml, Opaque wide mouth 

with screw cap, Polypropylene 

 

 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 2207 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag City, 

Ilocos Norte 

420,000.0

0 

2,520,000.

00 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

Local fabricated or with certificate of 

distributorship 

 

Inclusions: 

1. With 1yr warranty on parts and 

services (calibration and preventive 

maintenance) 

2. On-site training 

3. Proof of on-going and completed 

contract on local fabrication 3 yrs since 

completion of contract 

4. Proof of tests on materials used, if 

applicable, (e.g. stainless steel 304 

cetified by ITDI or MIRDC, or any 

certifying agency) 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

4 Sieve Shaker 

 

Specifications: 

Sieve Diameter: 8 inches 

Sieve Set: ASTM 

- No. 10 (2.0mm) 

- No. 18 (1.0mm) 

- No. 35 (500 µm) 

- No. 60 (250 µm) 

- No. 140 (106 µm) 

- No. 270 (53 µm) 

With cap and pan for 8 inches 

Adjustable timer and vibrating intensity 

Sieving time capable 1-99 minutes with 

1.0 sec accuracy 

Compact and quiet 

Power supply: 220v, 1Phase, 50/60 Hz 

 

Inclusion: 

- With 1 yr warranty on parts and service 

(calibration and preventive maintenance) 

- With compatible UPS or AVR 

- On – site training 

- Proof of sole distributorship and/or 

authorization from the manufacturer 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 2207 

PAEF NCP 

Continuing 

(1) 

5 1 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng Bayan, 

Brgy. Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center (ARC) 

in Mabuhay, Bayugan 

City, Agusan del Sur 

5. Baculong, Victoria, 

Tarlac 

280,000.0

0 

1,400,000.

00 

      TOTAL 9,820,000.

00 
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Lot 6: Supply, Delivery and Installation of Water Purification System 

ITE

M 

NO 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 Water Purification System (Type 1 and 2) w/ pre-

treatment unit 

 

Type 1 and Type 2 Water Prufication System 

 

Type 2 Water make-up flow rate to reservoir 

(nominal flow rates ± 15% between 7 and 35°C) 

System Flow rate......................5 L/h 

 

Type 2 Water Quality specifications: 

Make-up resistivity (MΩ.cm at 

25°C).........................> 5 

Bacteria (cfu/mL)....................................< 10 

TOC (ppb)...........................................< 30 

 

Ultrapure Water Quality specifications: 

Resistivity: 18.2 MΩ·cm at 25 °C 

Total Organic Carbon (TOC): ≤5 ppb 

Microorganisms: ≤ 10 cfu/L 

Particulates ≥0,22µm: absence 

 

Voltage and frequency…................... 100-230 V ± 

10%, 50/60 Hz 

Tap (feed) water connection…............. 1/2” Gaz M 

Tap (feed) water pressure........................0.5–6 bar" 

2025-10-

2207 

PAEF NRP 

Continuin

g (4) 2207 

PAEF NCP 

Continuin

g (1) 

NSHP (1) 

6 "1 unit each 

1. Municipal 

Agro-Industrial 

Development 

Site, National 

Highway, 

Barangay 

Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, 

Rizal, Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, 

Pilar, Bataan 

4. Agricultural 

Resource 

Center (ARC) in 

Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

6. Brgy 2 Santa 

Joaquine, 

Laoag City, 

Ilocos Norte" 

1,700,

000.00 

10,200,00

0.00 

PURIFICATION TECHNOLOGIES 

 

Efficient built-in pre-treatment 

"EDI (Electrodeionization) technology without 

softening pre-treatment 

Pure water is produced using a combination of 

reverse osmosis (RO) and electrodeionization (EDI) 

techniques. This RO/EDI combination is not sensitive 

to calcium in the water, eliminating the need for any 

softening pre-treatment." 

The RO (Reverse Osmosis) should have a recovery 

loop that saves rejected water to achieve up to 30% 

RO water recovery. 
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ITE

M 

NO 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

"Ultrapure water Purification technology: 

Ion-Exchange resin: 

• Ion-exchange resin cartridge 

• Lifetime of the Ion-exchange resin cartridges: at 

least 12 months 

• Self-replacement of the ion-exchange resin 

cartridge by the user: (support from certified Service 

Engineer is NOT required) 

• Alert when Ion-Exchange resin cartridge must be 

replaced 

• Method to replace the ion-exchange resin cartridge: 

Twist & Lock mechanism with color-coded 

instructions 

Oxidation lamp: 

• Oxidation UV lamp 

• Lifetime of the Oxidation UV lamp should be at 

least 7 years 

Final filters: 

• Microfiltration application final filter 

• Lifetime of the microfiltration final filter at least 6 

months 

• Self-replacement of the final filters by the user: 

(support from certified Service Engineer is NOT 

required) 

• Periodic recirculation of ultrapure water through 

photooxidation UV lamp and polishing cartridge." 

      

"Ultrapure water Dispensing Module operation: 

• Effective Distribution Flow rate: up to 1.6 L/min 

• Adjustable flowrate 

• Drop-by-drop water dispensing mode is available 

• Remote dispenser 

• Manual dispenser hosepipe length: preferably 70 

cm 

• Daily Ultrapure water dispensing capacity at least 

50L/day 

• Water recirculates through the UV lamp and 

polishing cartridge" 

"Ultrapure Water Quality Monitoring 

• Resistivity monitoring 

• Resistivity indicator: Color-coded LED indicating 

Type 1 Water quality is being produced" 

      



 

134 

 

ITE

M 

NO 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

The water system should feature a built-in in-line UV 

lamp that emits light at a wavelength of 254 nm 

"The storage tank made of PE, not transparent. The 

storage tank is made of non-transparent 

polyethylene (PE) 

60L capacity, cylindrical, lightproof tank and 

equipped with an emergency overflow device and a 

level sensor" 

"The storage tank must have a built-in UV lamp that 

emits light at a wavelength of 254 nm 

This UV lamp inactivates bacteria and limits biofilm 

formation. The design of the lamp and ballast 

assembly allows the lamp to operate efficiently under 

regular conditions for up to two years without 

needing replacement" 

"The storage tank features fail-safe protection 

The sensor rod float switch system allows for 

automatic stopping and refilling of the storage tank, 

as well as indicating the water level (% full). In the 

unlikely event of a water system malfunction, the 

overflow is connected to the drain. Additionally, a 

water sensor accessory is available to control the 

feed water supply: if water is detected on the floor, 

the water sensor shuts down the feed water supply 

to prevent a lab flood." 
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ITE

M 

NO 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

"System upgrade Capability 

The system should be capable of upgrading an 

existing configuration to produce purified water if lab 

consumption increases. This upgrade should be 

facilitated by a secondary system operating in 

parallel with the same tank, generating pure water 

for redundancy. All procedures should be automated 

and readily integrated." 

"Tank Vent filter 

To protect stored water from airborne contaminants 

and maintain consistent water quality, the system 

includes a tank vent filter." 

The water purification system should have a Energy-

saving mode that saves energy and reduces wear on 

system components 

"The resistivity meter can display the non-

temperature compensated resistivity. 

The water purification system is capable of reporting 

resistivity and conductivity in both temperature 

compensated and non-temperature compensated 

formats. The system allows users to easily display 

either format on demand." 

"The comprehensive information displayed on the 

screen ensures that the water dispensed always 

meets the expected quality. 

The comprehensive information displayed on the 

screen ensures that the water dispensed always 

meets the expected quality. The display provides 

details on water quality, system status, tank level, 

operating mode, and volume dispensed. It also 

includes prompts for routine maintenance and 

alerts/alarms to enable rapid troubleshooting and 

repair in the event of a system malfunction." 

 

"The performance parameters can be checked at 

each step on the water flow schematics to ensure 

the expected water quality. 

Performance parameters measurements are 

displayed on a dynamic flow schematic with each 

purification. System can monitor inlet pressure and 

RO recovery loop pressure, RO membrane ionic 

rejection, inlet water conductivity and temperature, 

RO permeate conductivity, EDI permeate resistivity 

and temperature, stored water volume, tank 

recirculation loop pressure, water temperature, and 

resistivity." 
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ITE

M 

NO 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

50L Point of Entry System – Multimedia Activated 

Carbon and Softener with 2 stages Big Blue 

Sediment Filter Set and 1HP Distribution Pump 

"Media tank Material: FRP, PE 

Dimensions: (D)10”x (H)54” 

Media: 

Multimedia – 50L 

silica sand 

gravel 

pebbles 

C. Automatic digital controller: 

Maximum flow rate: 4 cubic meters per hour 

Automatic 3 cycles – backwash-rinse-service Inlet-

outlet: 1”" 

"A. Media tank Material: FRP, PE 

Dimensions: 10” (D) x 54” (H) 

B. Media 

50L (Activated Carbon) 

C. Automatic Digital Controller 

Maximum flow rate: 4 cubic meters per hour 

Automatic 3 cycles – backwash – rinse – service 

Inlet/Outlet: 1”" 

    TOTA

L 

10,200,00

0.00 

"Media tank Material: FRP, PE 

Dimensions: (D)10”x (H)54” 

Media: 

Softening resin – 50L 

Automatic digital controller: 

Maximum flow rate: 4 cubic meters per hour 

Automatic 5 cycles – backwash-regeneration-rinse-

fast rinse- service 

Inlet-outlet: 1” 

Salt Tank 

Dimensions: 14” (L) x 14” (W) x 34” (H)" 

"1 pc. Big Blue Sediment Filter 20” 

1 pc. Big Blue Carbon Filter 20” 

2 pcs. Big Blue Filter Housing 20” w/ Spanner 

Wrench 2 pcs. Stainless wall brackets" 

1HP Distribution Pump 

 

Inclusions: 

1. With 3 years warranty on parts and services 

(calibration and preventive maintenance) 

2. With 3-stage prefilters assembly and supply of 

filters (1um, 5um, carbon) good for 3 years 

3. On-site training 

4. With 3 yrs consumables for the water purification 

systems (Type 1 and 2) 
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ITE

M 

NO 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

5. With 3 yrs consumables for the pre-treatment unit 

6. With authorized or exclusive distributorship 

certificate. Supplier shall submit a certificate from the 

manufacturer as an authorized or sole distributor of 

the same brand in the Philippines 

 

Lot 7: Supply, Delivery and Installation of Chromatography equipment 
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ITE

M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 Ion-Chromatography equipment 

 

I. IC Hardware 

a. IC system for Anions Analyses with Metal-free flow 

path (100 % solvent compatible) and can withstand 0-

14 pH buffers 

 

b. Nominal Function Range: +5 to +45 degree Celcius 

 

c. High Pressure Pump 

"Type: Serial dual-piston pump 

￭ Automatic pump head recognition 

￭ Chemically inert 

￭ Metal-free pump heads 

￭ Materials in contact with the eluent: PEEK, ZrO2, , 

PTFE/PE 

￭ Self-optimizing flow and pressure" 

Flow rate: 0.001 - 20 mL/min 

Adjustable flow range: 0.01 - 5 mL/min with standard 

PEEK pump head 

Flow increment: 1 µL/min 

Reproducibility of the eluent flow: < 0.1% deviation 

"Pressure range Pump : 0 - 50.0 MPa (0 - 500 bar) 

" 

Pump head: 0 - 35.0 MPa (0 - 350 bar) (applies for the 

standard PEEK pump head) 

Residual pulsation: < 1% 

Pump with Safety shutdown Function. Automatic 

shutdown upon reaching pressure limits 

Maximum pressure limit: Adjustable from 0.1 - 50 MPa 

(1 - 500 bar) 

Minimum pressure limit: Adjustable from 0 - 49 MPa (0 

- 490 bar) 

2025-10-

2207 

PAEF 

NRP 

Continu

ing (4) 

2207 

PAEF 

NCP 

Continu

ing (1) 

NSHP 

(1) 

6 "1 unit each 

1. Municipal 

Agro-

Industrial 

Development 

Site, National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, 

Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, 

Pilar, Bataan 

4. Agricultural 

Resource 

Center (ARC) 

in Mabuhay, 

Bayugan City, 

Agusan del 

Sur 

5. Baculong, 

Victoria, 

Tarlac 

6. Brgy 2 

Santa 

Joaquine, 

Laoag City, 

Ilocos Norte" 

3,790,0

00.00 

22,740,0

00.00 
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ITE

M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

 d. Chemical Suppression 

Resistance to solvents: No restriction 

Ten (10) Years Suppressor Warranty 

Type: Micro Packed Bed suppressor 

Max Flow: No limitation 

Solvent: No limitation 

Temperature: No limitation 

100% solvent compatible 

Should have high loading and high backpressure : at 

least up to 320psi 

Should be able to take flow rate up to 10mL/min 

Regeneration of suppressor should be by external 

chemical regeneration with the 

capability to control regenerant flow rate 

 

e. Conductivity Detector 

Intelligent detector capable of automatic recognition by 

the system 

Type: Microprocessor-controlled Digital Signal 

Processing (DSP technology) 

Measuring Range: 0-15000 µS/cm without range 

switching 

Linearity: <0.1% 

Noise: < 0.1 nS at 1 µS/cm 

Drift: < 0.2 nS/cm per hour 

Resolution: 0.0047 nS/cm 

Measuring rate: 10 measurements per second for 

optimum results without 

Cell volume: 0.8 µL 

Cell constant: Adjustable in the range: 13.0 - 21.0 /cm 

Electrodes: Ring-shaped electrodes made from 

stainless steel 

Materials in contact with eluent: Chemically inert 

PCTFE 

Maximum operating pressure: 5.0 MPa (50 bar) 

Cell temperature: 20 - 50 °C in increments of 5 °C 

Temperature stability: < 0.001 °C 

Temperature compensation: 0 - 5%/K adjustable, 

default 2.3%/K 

Heating time: < 30 minutes (40 °C) 

      



 

140 

 

ITE

M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

 f. Column and Column Guard 

"Capable of Automatic recognition of: 

• column type 

• maximum pressure and flow rate 

• Standard eluent" 

Monitoring and warning messages for   columns and 

precolumns 

automatic traceability of column history and 

documentation of number of injections 

Carrier Material: Polystyrene-divinylbenzene 

copolymer with quaternary ammonium groups 

Column Dimension: 150/ 250 x 4.0 mm 

Column Capacity: 195 µmol (Cl-) 

Housing Material: PEEK 

pH range: 0-14 

Temperature Range: 10-70 degC 

Includes 3 sets of Column, Column Guard for Anions 

 

g. no limitation on eluents and organic solvents 

h. No gases needed for operation 

i. Eluents and Multianion standard included 

j. Includes foreign training for 2 persons per instrument 

k. Should not be an HPLC unit converted to IC 

      

 II. Liquid Handling 

a. Capable of connecting Inline Ultrafiltration 

IC system automatically filters the sample 

Inline filtration membrane pore size of 0.2 µm 

Capable of Connecting Inline Ultrafiltration Cell Holder 

Ultrafiltration cell Material: PMMA (poly(methyl 

methacrylate)) 

Cell volume: Sample chamber: 240 µL 

Cell volume: Filtrate chamber: 120 µL 

Filtration membrane material: Regenerated cellulose 

Membrane diameter: 47mm 

 

b. Flexibility to be connected with other Inline sample 

preparation techniques for future upgrade : 

Inline Dialysis 

Inline Dilution 

 

c. Capable of upgrading with autosampler with at least 

10mL mL sample vials per sample position 
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ITE

M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

 IV. Software Included 

" 

a. Professional Software Included for System 

Operation 

Auto recognition of all hardware components 

Great flexibility in configuration and programming 

Comprehensive monitoring and control functions 

Complies with all FDA and GLP regulations 

Multi language operation software 

" 

b. Workstation and printer Included with compatible 

UPS and AVR 

      

 V. Warranty, PMS and other inclusions 

 

With 1 yr warranty on Instrument Parts and Service 

Includes 2 years PMS Contract with PMS Kit for every 

year of the 2 years warranty period 

Warranty of Ten (10) years for the anion chemical 

suppressor 

Should include Warranty from Manufacturer that Anion 

Chemical Suppressor has ten (10) Yrs Warranty 

Ten (10) year spare parts guarantee after product 

model is discontinued 

Five (5) years Software Warranty 

w/ remote date management system 

IC standards 

With authorized or exclusive distributorship certificate. 

Supplier shall submit a certificate from the 

manufacturer as an authorized or sole distributor of the 

same brand in the Philippines 

      

      TOTAL 22,740,0

00.00 
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Lot 8: Supply, Delivery and Installation of Various Nitrogen Analysis Equipment 

ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 Block Digester w/ scrubber 

40 placer, 100mL capacity 

 

Features: 

Compact equipment 

User-friendly touch screen display 

It has date and time on the display 

It has Stand-by mode 

After starting the process, it takes place 

automatically, providing agility 

It can have 5 segments, therefore 5 ramps and 5 

steps 

Allows control of the time that the sample must 

remain at a certain temperature (level) 

Allows control of acceptable temperature 

variation in the process 

The ramp, when well dimensioned, allows the 

temperature rise to be smooth, resulting in low 

overshoot and better temperature distribution 

across the block 

At the end of the fulfillment of the programmed 

segments there is a resource item called looping 

(cycles), it can be 0 to 10, providing agility 

Allows the jumper option, in which two thresholds 

with the same set point can be programmed, 

providing plateau with longer time 

At the end of the process there is the control 

option (remaining at constant temperature) or the 

end option, the client choice 

It has a controller box separate from the block, 

which can be left outside the hood, resulting in a 

longer useful life to the equipment for being more 

protected from acidic gases and vapors 

Possibility of adaptations according to the client 

needs, makes the equipment already of line a 

special equipment. 

" 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 units each 

1. Municipal 

Agro-Industrial 

Development 

Site, National 

Highway, 

Barangay 

Maasin, Brooke's 

Point, Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in 

Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos 

Norte" 

1,100,000

.00 

6,600,0

00.00 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

Specifications: 

Temperature: Ambient +7°C to 450°C 

Temperature Controller: FE15J Digital controller 

board with PID system and ramps and steps with 1 

program divided into 5 segments (temperatures) 

selectable with a maximum of 5 ramps and 5 steps 

(if 5 temperatures are selected). Possibility of 10 

cycle repetitions 

Selection of counting type: By time (counts the 

time regardless of temperature and obeys the 

programmed time) or by temperature (only starts 

counting if the system is within the programmed 

limit) 

Control selection after ramps and soaks: Turns off 

the control or controls at the last set point 

Operation screen: TOUCH SCREEN 4.3 

Sensor: J type with stainless spring 

Accuracy: ±1°C 

Uniformity: ±3°C 

Safety: Shielded resistance avoiding contact with 

sulfuric acid and type B circuit breaker 

Block: In die-cast aluminum with 45 mm hole 

depth 

Cabinet: Stainless steel 304 

Dimensions: W=320 x D=430 x H=330 mm 

Weight: 18 kg 

Power: 2200 Watts 

Voltage: 220 Volts 

Accompanies: 25 (dia) x 250mm tubes 

Spare tubes - 40pcs (100mL) 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

"Inclusions: 

 

Dry Scrubber 

 

Features: 

Ensures greater safety to analysts and the 

environment, by neutralizing gases and vapors 

produced prior to disposal/expulsion 

Easy operation and handling 

Versatile equipment, suitable for use with micro 

or macro digester blocks 

Removable neutralizing bottle, facilitating the 

replenishment of the neutralizing agent and 

condensate collection 

Silent equipment, compared to the similar model 

Saves water if used along with a thermostatized 

bath 

Compact equipment, taking up little room on a 

table top 

Carbon steel equipment with electrostatic 

painting with anti-corrosion treatment, providing 

high strength and easy asepsis 

 

Specifications: 

Gas neutralization module: Containing 3 stages of 

neutralization - condensation, soda bubbling and 

passing through activated carbon 

Equipment: Made of carbon steel with 

electrostatic painting and anti-corrosive treatment 

All equipment connections: Made with EPDM 

rubber, nozzles/bottle lids in PTFE (TEFLON®) 

Product dimensions: 640 (H) x 375 mm (W) x 

405mm (D) 

Total volume of bottles: 2L 

All glasswar: In the equipment are SCHOTT® 

Recommended Vacuum Pump: 47LPM 600mm/Hg 

(PUMP NOT INCLUDED) 

Capacity: Up to two digester blocks model TE-

040/25 (Using block connection accessories) 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

Exhaust Gallery 

 

Features: 

Provides safety to the analyst and the 

environment by directing the generated gases to 

the Scrubber (gas neutralizer) 

Lightweight compact and easy-to-handle 

equipment 

Supports a large number of samples (40) 

optimizing the analysis process 

304 stainless steel housing ensuring a longer 

useful life for the equipment 

Presence of individual sealing washers that fit into 

the tubes preventing acid gas from escaping to the 

external environment 

Presence of a single manifold which allows the use 

of only one Scrubber for the 40 samples 

The joints up to the manifold and the outlet 

connection are made of marprene providing 

greater adhesion and resistance to acid gases 

contributing to greater durability and useful life of 

the equipment 

Easy maintenance equipment 

 

Specifications: 

Capacity: 40 micro tubes Ø 25 x 250 mm divided 

into 5 borosilicate glass manifolds 

Head: borosilicate glass for suction with flange in 

Marprene 

Valves: in teflon for manifolds selection 

Structure: 304 stainless steel 

Dimensions: L = 285 X D=355 x H=175 mm 

Weight: 2kg 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

"Oil-Free Vacuum Pump 

 

Features: 

Compact, lightweight and easy-to-handle 

equipment 

Compressor: oil-free piston, ensuring longer 

equipment life 

Low noise and vibration emission 

It has an analog indicator register for vacuum 

regulation 

Allows to work with: hydrochloric acid, anhydride, 

acetate, peroxide, nitrogen and soda. 

 

Specifications: 

Compressor: Piston, oil-free 

Vacuum: 5 to ±700 mmHg 

Flow rate: 24 Liters/minute 

Register: With analog indicator for vacuum 

regulation 

Dimensions: W=240 x D=180 x H=190 mm 

Weight: 4 Kg 

Power: 85 Watts 

Voltage: 220 Volts 

 

With 1 yr warranty on parts and services 

With 2 yr PMS and service visits within warranty 

period 

With Calibration Certificate from ISO 17025 

Accredited Calibration Laboratory" 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

2 Block Digester w/ scrubber 

20, 250mL capacity 

 

No of positions: 20 

Tube capacity (ml): 250 

Temperature range: ambient to 470degC 

Timer range: 1 - 300mins 

Temperature precision: +/- 1degC 

Ramp and hold: up to 4 

Presets: up to 50 

Auto scrubber ON/OFF: YES 

PID Autolift: Yes 

Auto OFF after achieving set time: Yes 

Temperature calibration: Yes, single and two point 

PC and printer connectivity: Yes 

Display: Graphical LCD 

Body: Stainless steel with GRP control panel 

Current: 12A 

Power rating: 2800W 

Dimensions (W x D x H, mm): 415 x 635 x 740 

 

Digestiont tubes: additional 20pcs (250mL) 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

5 1 unit each 

1. Municipal 

Agro-Industrial 

Development 

Site, National 

Highway, 

Barangay 

Maasin, Brooke's 

Point, Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in 

Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

900,000.0

0 

4,500,0

00.00 
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ITEM 
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Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

 "Fume Scrubber 

 

Features: 

SAFE 

Practically zero exposure of harmful sulfur dioxide 

fumes to 

user 

Maximum safety with a selfcontained design 

High capacity pump for larger capacity digesters 

 

EFFICIENT 

Full control of the Scrubber via the digester 

Maximal neutralization efficiency by the vacuum 

pump 

Easy compatibility with all digesters 

 

CLEANING STEPS 

Four-Stage System for Effective Fume 

Neutralization 

The scrubber helps neutralizing toxic fumes by its 

4 stage mechanism 

 

Stage 1 : Condensation via condenser 

Stage 2 : Neutralization by distilled water 

Stage 3 : Neutralization by Alkali 

Stage 4 : Neutralization by carbon filter 

 

Specifications: 

Current consumption: 1A 

Pump delivery rate: 28ltrmin 

Dimensions (W x D x H, mm): 365 x 375 x 480 

 

With 1 yr warranty on parts and services 

With 2 yr PMS and service visits within warranty 

period 

With Calibration Certificate from ISO 17025 

Accredited Calibration Laboratory 
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ITEM 

NO. 

Specifications PR 

Number 

Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

3 Nitrogen Distillation Unit 

 

Features: 

Automatic dilution, steam, alkali, acid and test 

tube drain 

Anti corrosive FRP body construction 

7’’ colored touch screen display 

Steam regulation (10-100%) 

Process kill switch to halt the process in case of 

accidental door opening 

Process resume from stop 

Detachable bottom drip tray for extra protection 

against acid attack 

Anytime alkali addition during the distillation cycle 

Tube sensor that enables safe operating 

conditions in event of tube damage 

Reagent refill level sensor to avert reagent dry out 

One point calibration of alkali and distilled water 

pumps 

Two point calibration for acid pump 

Real time monitoring of process parameters 

SELV protection 

Nitrogen reproducibility ±1 % 

RSD <1% 

LOD of 1-200mg with of ≥0.1mg of Nitrogen 

Nitrogen recovery >99.5% 

 

Specifications: 

Tube capacity: 250ml/400ml 

Minimum distilation time: 5mins 

Current composition: 10A 

Power consumption: 1500W 

Dimensions (L x B x H, mm): 480 x 470 x 820 

 

Distillation tubes: Additional 40pcs 

 

With 1 yr warranty on parts and services 

With 2 yr PMS and service visits within warranty 

period 

With Calibration Certificate from ISO 17025 

Accredited Calibration Laboratory 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 units each 

1. Municipal 

Agro-Industrial 

Development 

Site, National 

Highway, 

Barangay 

Maasin, Brooke's 

Point, Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in 

Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos Norte 

900,000.0

0 

5,400,0

00.00 

      TOTAL 16,500,

000.00 
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Lot 9: Supply, Delivery and Installation of Fumehoods 

ITE

M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 Fume Hood w/ scrubber (Perchloric) - 4 

ft 

 

Perchloric Acid Fume Hood is a 

ventilation device designed for handling 

highly corrosive chemicals such as 

perchloric acid Complies to the following 

standards: ASHRAE 110: 2016, CE 

Certification, CFR 29 Part 1910, GB/T 

19001-2016 idt ISO9001, NFPA 79-2024, 

SEFA Certification. 

Made of PP plate welded and formed 

External Dimensions: 1220 * 1000 * 2000 

mm 

Exhaust air volume (m³/h): 1300 

Exhaust cabinet adopts a double-layer 

structure 

With mezzanine between the outer shell 

and the lining, to accommodate water, 

electricity, and gas pipeline system. With 

Spray viewing window 

With water supply-pump 

With Acid-base neutralization water tank 

With Spraying System 

, and should be 360°Spraying 

With PP multi-faceted Hollow Spheres 

With Exhaust Port of Fume Hood with 

250mm diameter 

Deflector holder: Molded deflector 

holder assembly made of acid and alkali 

resistant Polypropylene. 

Exhaust volume ratio of the air outlets at 

the top, middle and bottom of deflector 

is 50+/- 10% 

The glass is made of 5mm PVC 

Exhaust hood adjustment door adopt a 

belt-type design on the left and right, 

covered with polyurethane steel wires. 

With touch control panel 

Opening height of the window (mm): 760 

Face velocity (m/s): 0.3~0.5 

Noise (Dba): Less than 60 

2025-10-

2207 

PAEF 

NRP 

Continui

ng (4) 

PAEF 

NCP 

Continui

ng (1) 

5 "1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

620,000.

00 

3,100,0

00.00 
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M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

Exhaust System: High-efficiency, powerful 

exhaust to quickly remove vapor and mist 

 

 

With 1 yr warranty on parts and services 

With 2 yr PMS and service visits within 

warranty period 

With Calibration Certificate from ISO 

17025 Accredited Calibration Laboratory" 
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M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

2 Fume Hood w/ scrubber (Acid Digestion) 

- 6 ft 

 

Acid Digestion Fume hood with Scrubber 

Complies to the following standards: 

ASHRAE 110: 2016, 

CE Certification, CFR 29 Part 1910, GB/T 

19001-2016 idt ISO9001, NFPA 79-2024, 

SEFA Certification. 

Made of PP plate welded and formed 

External Dimensions: 1830 * 1000 * 2000 

mm 

Exhaust air volume (m³/h): 2100 

Exhaust cabinet adopts a double-layer 

structure 

With mezzanine between the outer shell 

and the lining, to accommodate water, 

electricity, and gas pipeline system. 

Explosion-proof, corrosion-resistant glass 

window 

Tabletop: Anti-corrosion, flame-retardant 

epoxy resin with overflow prevention 

Adjustable airflow with alarm system 

Includes corrosion-resistant lower 

cabinet 

Deflector holder: Molded deflector 

holder assembly made of acid and alkali 

resistant Polypropylene. 

Exhaust volume ratio of the air outlets at 

the top, middle and bottom of deflector 

is 50+/- 10% 

The glass is made of 5mm PVC 

Exhaust hood adjustment door adopt a 

belt-type design on the left and right, 

covered with polyurethane steel wires. 

With touch control panel 

Opening height of the window (mm): 760 

Face velocity (m/s): 0.3~0.5 

Noise （dB): Less than 52 

Exhaust System: High-efficiency, powerful 

exhaust to quickly remove vapor and mist 

 

 

2025-10-

2207 

PAEF 

NRP 

Continui

ng (4) 

PAEF 

NCP 

Continui

ng (1) 

NSHP (1) 

6 "1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos Norte" 

680,000.

00 

4,080,0

00.00 



 

153 

 

ITE

M 

NO. 

Specifications PR Number Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

With 1 yr warranty on parts and services 

With 2 yr PMS and service visits within 

warranty period 

With Calibration Certificate from ISO 

17025 Accredited Calibration Laboratory" 

      TOTAL 7,180,0

00.00 

 

Lot 10: Supply, Delivery and Installation of electrochemical analytical instrument 
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ITEM 

NO. 

Specifications PR NO. Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 Multifunctional (Benchtop and Portable) 

COMBINED pH and Conductivity Meter 

(pH/mV/conductivity/TDS/salinity and 

temperature) 

 

General specifications: 

Each unit should be Multifunctional to be 

used as BOTH Portable and Benchtop 

Should be able to measure pH, 

mV,conductivity,TDS, salinity and 

temperature 

 

Meter specifications: 

Measuring Range pH value: -13 to +20 

pH Value Resolution: 0.001 

pH valueAccuracy : ±0.003 

Temperature Range Pt1000: -150 to 250 deg 

C 

Measuring Range, Conductivity: 0.1 µS-500 

mS/cm 

Dual Channel , can do parallel mesurements 

Color display 

Portability 

Car recharge function (can be recharged in 

car battery) 

Rechargeable battery function 

Should be IP67 compliant (Dust and Water) 

With sensor monitoring in the display - PH 

sensor quality is displayed on the monitor 

and reminds the user when the next 

calibration is due 

 

Data Handling: 

Can be connected via USB to a PC (for LIMS 

export) 

Can be connected via USB to a PC (for excel 

export) 

Can be connected direct to a USB printer (A4 

+ paperroll format) 

Direct print out from the meter possible via 

USB 

Measured Value Memory: 10,000 measure 

values 

Colored Display, TFT Screen 

2025-10-

2207 

PAEF NRP 

Continuing 

(4) 

PAEF NCP 

Continuing 

(1) 

NSHP (1) 

6 1 units each 

1. Municipal 

Agro-Industrial 

Development 

Site, National 

Highway, 

Barangay 

Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, 

Rizal, Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, 

Pilar, Bataan 

4. Agricultural 

Resource 

Center (ARC) in 

Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos 

Norte 

580,000

.00 

3,480,00

0.00 
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ITEM 

NO. 

Specifications PR NO. Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

Resolution: 320 x 240 pixels (RGB) 

Display Colors: 16.7 million 

Display size: 3.5 inches 

Degree of Protection: IP67 
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ITEM 

NO. 

Specifications PR NO. Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

"Inclusions: 

1.Flat membrane Electrode for soil samples 

Type: Flat-membrane electrode 

Shaft Material : Glass 

pH range: 0-13 

Temperature Range: 0-80 deg C 

Diaphragm: Fixed ground joint 

Installation Length: 125 mm 

Minimum Immersion depth : 1 mm 

Combined pH electrdoe 

Whole shaft made of glass 

 

2. Combined pH glass electrode 

With integrated Pt1000 temperature sensor 

Technical specifications 

Type: Glass membrane electrode 

Shaft Material : Plastic 

pH range: 0-14 

Temperature Range: 0-80 deg C 

Temperature Sensor: Pt1000 

Diaphragm: Ceramic pin 

Installation Length: 113 mm 

Minimum Immersion depth : 15 mm 

Combined pH electrode with integrated 

Pt1000 temperature sensor and fixed cable 

(1.2 m). This electrode is suitable for routine 

pH measurements in solutions that do not 

contain precipitates, proteins, or sulfides. 

This electrode is mechanically resistant 

fixed cable" 
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ITEM 

NO. 

Specifications PR NO. Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

3. Conductivity measuring cell / Conductivity 

electrode 

Cell constant c = 0.5 cm-1  

With integrated Pt1000 temperature sensor 

Technical specifications 

Type: 4-wire Pt 

Shaft Material : PEEK 

measuring range: 0.015 - 250 mS/cm 

Temperature Range: 0-70 deg C 

Temperature Sensor: Pt1000 

Diaphragm: Ceramic pin 

Installation Length: 125 mm 

Minimum Immersion depth : 30 mm 

Cell constant (1/cm): 0.5 

Combined pH electrode with integrated 

Pt1000 temperature sensor and fixed cable 

(1.2 m). This electrode is suitable for routine 

pH measurements in solutions that do not 

contain precipitates, proteins, or sulfides. 

This electrode is mechanically resistant 

fixed cable 

  

"4. Additional 1m elctrode cable 

 

5. pH kit or Maintenance Kit for pH 

electrodes consisting of: 

Cleaning solution 

3M KCl electrolyte solution 

2 storage vessels 

 

6. Other Inclusions 

1 Conductivity standard 100 & 1413 uS/cm 

250 mL 

1 bottle each (pH 7, 4, 10) NIST traceable pH 

Buffer, 500 mL, expiration is at least 1 year 

after the delivery and installation of the 

equipment 

1 yr warranty on parts and services 

With Calibration Certificate from ISO 17025 

Accredited Calibration Laboratory 

w/ 1 unit remote data management and 

LIMS capability 

1 flat electrode for soil (included w/ unit) 

1 flat electrode for soil (spare) 
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ITEM 

NO. 

Specifications PR NO. Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 conductivity electrode (included w/ unit) 

2 Benchtop pH meter 

 

1. Capable of measuring pH , mV and ORP 

pH measuring range : -2 … 16.00 

Resolution: 0.1/0.01 

Accuracy: ±0.02 

Calibration points: 1..3 Auto , +2 Custom 

mV measuring range: -1000 … +1900 mV 

Resolution: 1/0.1 mV 

Temperature measuring range :-10 … +110 

°C 

Resolution: 0.1 °C 

Accuracy: ±0.5 °C 

Temperature compensation :0-100 °C 

GLP Compliant 

With Calibration monitoring 

Internal memory : 1000 Datapoints 

Display :High-definition colored backlight 

LCD 

With Brightness adjustment 

IP protection: iP54 

Output: RS232 

Power supply: 5 V Power adapter 

Input voltage: 100 … 240 V 

2025-10-

2207 

PAEF NRP 

Continuing 

(8) 

PAEF NCP 

Continuing 

(2) 

NSHP (1) 

11 2 units each 

1. Municipal 

Agro-Industrial 

Development 

Site, National 

Highway, 

Barangay 

Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, 

Rizal, Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, 

Pilar, Bataan 

4. Agricultural 

Resource 

Center (ARC) in 

Mabuhay, 

Bayugan City, 

Agusan del Sur 

200,000

.00 

2,200,00

0.00 
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ITEM 

NO. 

Specifications PR NO. Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

2. With Automatic Temperature 

Compensation with temperature sesnsor 

Pt1000 

 

3. Includes Combined pH glass electrode 

With integrated Pt1000 temperature sensor 

Type: Glass membrane electrode 

Shaft Material : Plastic 

pH range: 0-14 

Temperature Range: 0-80 deg C 

Temperature Sensor: Pt1000 

Diaphragm: Ceramic pin 

Installation Length: 113 mm 

Minimum Immersion depth : 15 mm 

Electrode should have a fixed cable of 1.2m 

 

4. Should be able to connect electrode with 

Flat membrane 

 

Inclusions: 

pH buffer solutions, NIST traceable, 500mL 

(4, 7, 10) 

1 glass electrode (inluded w/ unit) 

1 glass electrode (spare) 

 

1yr warranty on parts and services 

With Calibration Certificate from ISO 17025 

Accredited Calibration Laboratory 

5. Baculong, 

Victoria, Tarlac 

 

1 unit 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos 

Norte 

      TOTAL 5,680,00

0.00 
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Lot 11: Supply, Delivery and Installation of Microbiological Laboratory Equipment 

 

ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

1 Carbon Dioxide 

Respirometer Reader with 

Laptop and software 

included 

 

Specifications: 

CO2 Concentration: 0 to 

minimum of 10,000 ppm 

Operation: standalone assay 

unit or attached to a 

compatible laptop unit 

Operating temperature, 

relative humidity and 

pressure must be applicable 

to Philippine field set up 

Standard inclusions: Soil 

respiration chamber with 

durable casing for easy 

transport, portable probe for 

soil temperature and 

humidity monitoring, 4-7 

port USB hub with 

compatible adapter, 

compatible laptop per 

respirometer 

""Laptop specifications: 

Processor: i7-12th Gen / R7 

Zen3+(RDNA2 based) subject 

to change considering 

software compatibility 

Storage: 512 GB SSD or 

higher 

RAM: at least 16GB 

Camera: at least 720p 

Display: at least 13-15.6"""" 

Full HD or equivalent 

Battery: at least 10 hours 

unplugged 

Operating System: Windows 

10/11 Pro subject to change 

considering software 

compatibility 

2025-10-2207 PAEF NRP 

Continuin

g (20) 

PAEF NCP 

Continuin

g (5) 

25 5 units 

each 

1. 

Municipal 

Agro-

Industrial 

Developm

ent Site, 

National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta 

Baja, Rizal, 

Palawan 

3. Palayan 

ng Bayan, 

Brgy. 

Pantingan, 

Pilar, 

Bataan 

4. 

Agricultur

al 

Resource 

Center 

(ARC) in 

Mabuhay, 

Bayugan 

City, 

Agusan del 

Sur 

5. 

Baculong, 

Victoria, 

Tarlac 

340,000.00 8,500,000

.00 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

With MS Office: Microsoft 

Office 2021 (license) 

 

Supplier shall submit a 

certificate of exclusive 

distributorship from the 

brand manufacturer or 

authorization certificate 

from manufacturer's 

appointed exclusive 

distributor in the Philippines. 

Warranty: One year of 

service and parts against 

factory defects 

Free Delivery, Installation 

and Training/Tutorial on site 

with Authorized 

Representative of the brand 

offered" 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

2 Compound Upright 

Microscope 

 

Main Body: 

-Ergonomic design: stage 

height: 135mm reducing the 

range of motion 

required to exchange 

specimen slides 

-Equipped with field 

diaphragm that can be used 

to limit the illumination 

range for optimal 

observation and image 

acquisition 

-Equipped with an ECO Mode 

which automatically turns 

OFF the 

illumination after a certain 

period of inactivity 

-Equipped with Blue Light 

Cut Filter to remove blue 

component of the LED light 

thus prevent strain of the 

eyes 

-Equipped with Status 

Display 

 

Optical system CFI60 Infinity 

optical system 

 

Obsrvation Method 

-Brightfield 

-Upgradable to darkfield, 

phase contrast, diascopic 

fluorescence and simple 

polarizing/sensitive color 

polarizing observation 

 

Illumination High 

luminescent white LED 

illuminator (Eco-illumination) 

With built-in fly-eye lens to 

ensure uniform brightness 

2025-10-2207 PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 "1 unit 

each 

1. 

Municipal 

Agro-

Industrial 

Developm

ent Site, 

National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta 

Baja, Rizal, 

Palawan 

3. Palayan 

ng Bayan, 

Brgy. 

Pantingan, 

Pilar, 

Bataan 

4. 

Agricultur

al 

Resource 

Center 

(ARC) in 

Mabuhay, 

Bayugan 

City, 

Agusan del 

Sur 

5. 

Baculong, 

Victoria, 

Tarlac" 

350,000.00 1,750,000

.00 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

across the entire field 

With LIM (light intensity 

management) feature 

Remembers and sets the 

light intensity level adjusted 

for the magnification of each 

objective, thus, reducing up 

to 40% of the time spent on 

adjusting light intensities 

Lamp shelf life: 60,000hours 

 

Focusing Coaxial coarse/fine 

focusing (located on both 

sides), cross roller guide 

Focusing stroke: Up 2 

mm/Down 13 mm, coarse: 

37.7 mm per rotation, fine: 

0.2 mm per rotation, 

minimum reading: 2 μm 

With coarse focus knob 

torque adjustment ring and 

stage vertical movement 

stopper 

 

Eyepieces (F.O.V., mm) With 

diopter adjustment 

E2-CFI 10X (20)*2, E2-CFI 15X 

(12)*2 

CFI 10X (22)*3 

 

Tubes Inclination angle 25°, 

pupillary distance: 50-75 

mm, eyepoint height: 

adjustable to 2 positions 

EC-T-TB2 Binocular Tube 2 

EC-T-TF2 Trinocular Tube F2 

 

Nosepiece Reversed-type 

quintuple nosepiece (within 

main body) 

 

Stage Rectangular 

mechanical stage (within 

main body), 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

with specimen holder for 

2slides 2L and vernier 

calibrations, cross travel: 76 

(X) x 52 (Y) mm 

 

Condenser Abbe Condenser, 

NA 1.25, vertically movable 

and centerable 

 

Objectives CFI E Plan 

Achromat 4X, N.A. 0.10, W.D. 

30mm (F.O.V.20) 

CFI E Plan Achromat 10X, 

N.A. 0.25, W.D. 7mm 

(F.O.V.20) 

CFI E Plan Achromat 40X, 

N.A. 0.65, W.D. 0.65mm 

(F.O.V.20), spring-loaded 

CFI E Plan Achromat 100X oil, 

N.A. 1.25, W.D. 0.23mm 

(F.O.V.20), oilimmersion, 

spring-loaded 

 

Fungus-proof treatment 

Antifungal paint is applied 

around optical system 

Power supply Uses the 

included AC adapter (input: 

100-240 VAC, 0.48A Max., 

50-60 Hz, output: 5.0 VDC, 

3.0A Max.) 

Power consumption (max.) 

Nominal value: 5 W 

Weight (approx.) Approx. 

6.0kg (when equipped with 

binocular tube), approx. 

6.4kg (when equipped with 

trinocular tube) 

Accessories: Microscove 

cover, slides, power cord BE 

 

Warranty: One year of 

service and parts against 

factory defects 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

Free One year of PMS and 

Calibration" 

With authorized or exclusive 

distributorship certificate. 

Supplier shall submit a 

certificate from the 

manufacturer as an 

authorized or sole distributor 

of the same brand in the 

Philippines 
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3 Incubator 

 

SPECIFICATIONS: 

• Large (7""), clear, full 

colour touch screen 

• LAN, USB ports and WiFi 

for communication and data 

transfer 

• Multi-segment time and 

temperature programs 

• Loop function up to 255 

times or endless 

• Adjustable start delay 

feature 

• Adjustable ramps 

• Recording of min, average 

and max temperature value 

for each segment 

• Operating in temperature 

or time priority mode 

• Fan speed control in the 

range of 0 … 100% or 10% … 

100% 

• Temperature sensor fail 

alarm 

• Possibility of temperature 

calibration by the User 

• Power failure control 

system (program continued 

after restoring power) 

• Overview of data in tabular 

and graphic form 

• Visual and sound alarm 

• Administrating functions 

for management 

• Password protected log-in 

• Internal memory for 

programs and data storage 

• Operating with gloves on 

• Event registry with user 

notifications 

• LabDesk software and user 

manual for direct download 

• Alarm Bar – quick visual 

information about device 

status 

2025-10-2207 PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 1 unit 

each 

1. 

Municipal 

Agro-

Industrial 

Developm

ent Site, 

National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta 

Baja, Rizal, 

Palawan 

3. Palayan 

ng Bayan, 

Brgy. 

Pantingan, 

Pilar, 

Bataan 

4. 

Agricultur

al 

Resource 

Center 

(ARC) in 

Mabuhay, 

Bayugan 

City, 

Agusan del 

Sur 

5. 

Baculong, 

Victoria, 

Tarlac 

480,000.00 2,400,000

.00 
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• Quick Note – user can save 

messages (50 characters) 

• Quick Change of 

parameters: temperature, 

humidity, time, air flap and 

fan 

• Air convection: forced 

• Chamber capacity [l]: 112 

• Working capacity [l]: 112 

• Controller: microprocessor 

PID 

• Display: 7"" full colour 

touch screen 

• Temperature range [°C]: 

5°C above ambient 

temperature … +100°C 

• Temperature resolution 

every … [°C]: 0,1 

• Temperature fluctuation at 

37°C [+/-°C]: 0,1 

• Temperature variation at 

37°C [+/-°C]:m0,3 

• Temperature protection: 

class 3.1 to DIN 12880 

• Door type: double / door 

with viewing window 

(option) 

• Smart PRO: acid-proof 

stainless steel to DIN 1.4301 

• Smart PRO: powder coated 

sheet 

• OVERALL DIMENSIONS 

(mm) 

• Width: 660 

• height: 850 

• depth: 710 

• INTERNAL DIMENSIONS 

(mm) 

• Width: 460 

• Height: 530 

• Depth: 440 

 

Warranty: Two (2) years of 

services and parts against 

factory defects 

Delivery,Installation and 
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Training 

Free of PMS within warranty 

period and one year 

Calibration (ISO 17025) " 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

4 Tabletop Horizontal Laminar 

Flow Hood 

 

- Excellent laminar flow 

formation 

- Adjustable fan motor speed 

control (10 stages) 

- Detachable for upper 

workstation and lower base 

stand 

- Alarm function for filter 

replacement timing for 

convenient maintenance 

- Excellent mobility and work 

ability 

- Excellent space efficiency 

design 

- Automatic UV lamp off 

function against door 

opening 

- Safety assurance with C.E 

conformity 

 

Type Laminar Vertical Down 

Flow 

Dimension Internal (WxDxH) 

860x613x690mm 

Dimension External (WxDxH) 

966x696x1820mm 

Weight 130 kg 

Control System 

Microprocessor LCD Digital 

Controller 

Main Filter 

HEPA Filter 0.3㎛ 99.97% 

efficient filter 

Material External Steel Plate 

with Powder Heating Coated 

Working Table Stainless Steel 

Illumination LED Lamp 10W, 

Length 600mm 

Illumination UV Lamp 

[Automatic On/Off in door 

Opening/Closing] 15W x 1EA 

2025-10-2207 PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 1 unit 

each 

1. 

Municipal 

Agro-

Industrial 

Developm

ent Site, 

National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta 

Baja, Rizal, 

Palawan 

3. Palayan 

ng Bayan, 

Brgy. 

Pantingan, 

Pilar, 

Bataan 

4. 

Agricultur

al 

Resource 

Center 

(ARC) in 

Mabuhay, 

Bayugan 

City, 

Agusan del 

Sur 

5. 

Baculong, 

Victoria, 

Tarlac 

250,000.00 1,250,000

.00 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

Winding Velocity 

0.2~2.3M/Sec, 10 step 

adjustable 

 

Warranty: Two (2) years of 

services and parts against 

factory defects 

Delivery,Installation and 

Training 

Free of PMS within warranty 

period and one year 

Calibration (ISO 17025) 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

5 Vertical Autoclave 

 

Features 

With an interactive key input 

system, the conditions are 

memorized. With a single 

key press, everything is done 

automatically from air 

exhausting to sterilization 

and dry. Safety measures are 

enriched, including self-

diagnosis function. 

 

Specifications 

System Automatic high 

pressure steam sterilizer 

Temp. setting range: 

Sterilization 105 to 128deg.C 

Maximum operational 

pressure 0.2MPa 

Interior Material Stainless 

steel 

Heater 1.7kW 

Temp. controller PlD control 

by micro processor 

Temp. setting method Digital 

setting by UP/DOWN key 

Temp display method Digital 

display by green LED 

Timer 1 min. to 99 Hrs. 59 

min. and 100 Hrs. to 999 Hrs. 

Min. division 1 min. or 1 Hrs. 

Safety countermeasures Self 

diagnosis functions (Sensor, 

Heater, SSR, Main relay, Low 

water), Over pressure safety 

valve, Electric leakage 

breaker 

Internal dimensions（φ×H 

mm） φ300×445mm 

External dimensions（

W×D×H mm） 

440×530×968mm 

Remarks(dimensions) 32 (36) 

2025-10-2207 PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 1 unit 

each 

1. 

Municipal 

Agro-

Industrial 

Developm

ent Site, 

National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta 

Baja, Rizal, 

Palawan 

3. Palayan 

ng Bayan, 

Brgy. 

Pantingan, 

Pilar, 

Bataan 

4. 

Agricultur

al 

Resource 

Center 

(ARC) in 

Mabuhay, 

Bayugan 

City, 

Agusan del 

Sur 

5. 

Baculong, 

Victoria, 

Tarlac 

350,000.00 1,750,000

.00 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

liters 

Power Source AC220V 8A 

Single phase 

Weight 75kg 

Accessories 2 Racks (mesh 

pitch 8.5 mm), 1 Drain board, 

1 Steam saucer and 1 Drain 

bottle. 

 

Delivery, Installation and 

COmmissioning 

Warranty: Two (2) years of 

services and parts against 

factory defects 

Free PMS and ISO 17025 

Calibration" 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

6 Colony Counter 

 

Specifications: 

Counting Range 0 to 999 

Compatible Petri Dish 50 to 

90 mm 

Magnification 3 to 9 times 

Digital Display 3 digits 

Racks 2 

Lighting LED (white light) 

Relative Moisture 0.8 

Ambient Temperature 5 to 

50℃ 

Protective Class IP21 

Power Consumption 20 W 

Power AC 100 to 240 V / 50 

to 60 Hz 

Dimensions 255 × 210 × 160 

mm 

Weight 2.2 Kg 

 

Warranty: One year of 

service and parts against 

factory defects 

Free PMS within warranty 

period and ISO 17025 

Calibration for one year " 

With authorized or exclusive 

distributorship certificate. 

Supplier shall submit a 

certificate from the 

manufacturer as an 

authorized or sole distributor 

of the same brand in the 

Philippines 

2025-10-2207 PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 1 unit 

each 

1. 

Municipal 

Agro-

Industrial 

Developm

ent Site, 

National 

Highway, 

Barangay 

Maasin, 

Brooke's 

Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta 

Baja, Rizal, 

Palawan 

3. Palayan 

ng Bayan, 

Brgy. 

Pantingan, 

Pilar, 

Bataan 

4. 

Agricultur

al 

Resource 

Center 

(ARC) in 

Mabuhay, 

Bayugan 

City, 

Agusan del 

Sur 

5. 

Baculong, 

Victoria, 

Tarlac 

150,000.00 750,000.0

0 
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7 Biosafety Cabinet 

 

Specifications: 

Main body: Electro-

galvanized steel with white 

oven-baked epoxy-polyester 

antimicrobial powder-coated 

finish 

Work Zone: Stainless steel 

Type 304, 16 gauge thick or 

better 

Ultra low particulate air 

(ULPA) filter with 99.999% 

efficiency at 0.3-0.1 um 

Working Area: at least 4 feet 

or 0.55 m2 

Sash working opening: 175 

mm 

Sash maximum opening: 490 

mm 

UV-absorbing tempered 

glass 

Side walls: Stainless steel 304 

Average inflow velocity of 

0.45 ± 0.025 m/s (90 ± 5 fpm) 

Average downflow velocity 

of 0.32 ± 0.025 m/s (63 ± 5 

fpm) 

With 7 inch LCD touchscreen 

display that support finger 

gestures like tapping and 

swiping 

Capacitive touchscreen 

works perfectly adjusting the 

laboratory gloved user 

Centered and angled down 

for easy reach & viewing 

Selectable Quickstart mode 

for fast operation 

UV timer, Fan timer, Lamp 

timer, and EO timer. 

Audible and visual alarms 

LED lamp intensity: more 

than 1000 Lux (>93 foot-

candles) 

Angled arm rest for a 

?? PAEF NRP 

Continuin

g (1) 

1 To be 

Delivered 

all to this 

site: 

 

Provincial 

Capitol 

Complex, 

Prosperida

d, Agusan 

Del Sur 

947,800.00 947,800.0

0 
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comfortable working 

position 

With dimmable LED for 

optimum work comfort 

With electrical outlets (1 for 

each side) with total of 5 

amps. 

Airflow alarm 

Sash alarms (when the sash 

opening is less or exceeds 

the safety height, visual and 

audible alarm will turn on) 

UV-absorbing tempered 

glass (fully closed to the 

work surface) with UV safety 

interlock 

External Dimensions: at least 

1300 x 800 x 1400 mm (W x 

D x H) 

Internal Work Area 

Dimensions: at least 1200 x 

600 x 650 mm (Wx D x H) 

Other requirement: 

Manufacturer must have an 

established local presence in 

the country, including a 

dedicated service center 

equipped with trained 

personnel and spare parts, in 

order to provide timely 

maintenance, technical 

assistance, and after-sales 

service. 

Standard accessories: 

Must include compatible 

UPS/AVR for the unit 

Inclusions: 

Must provide validation 

certificate 

Bidder must provide one (1) 

year warranty on parts and 

services. 

With authorized or exclusive 

distributorship certificate. 

Supplier shall submit a 

certificate from the 
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manufacturer as an 

authorized or sole distributor 

of the same brand in the 

Philippines 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

8 Laboratory Incubator, 155L 

 

Specifications: 

Capacity: at least 155L 

Advance temperature 

controller 

Temperature range: at 

least+5°C to 70°C 

Temperature accuracy: not 

less than ±0.2°C at 37°C 

Display: LED Display 

Material: Stainless steel 

(inside); Steel Plate with 

Powder Coating (outside) 

Door: Double door, silicone 

packing magnet door 

Inner door: Tempered safety 

glass door 

Ciculation Fan: Internal 

convection fan 

Shelves: 3, adjustable type 

Safety device: Exclusive over 

temperature protector 

Dimension: At least 640 x 

600 x 950 (H) mm 

Must include compatible 

UPS/AVR for the unit 

Inclusions: 

Must provide validation 

certificate 

Bidder must provide one (1) 

year warranty on parts and 

services. 

?? PAEF NRP 

Continuin

g (1) 

1 382,200.00 382,200.0

0 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

9 Autoclave, 100L 

 

Specifications: 

Capacity: At least 100 Liter 

Bidder must provide one (1) 

year warranty on parts and 

services. 

Microprocessor-based 

temperature controller 

Temperature Range: 

Ambient to 130℃ (Run : 

121℃) 

Temperature Accuracy: ±1℃ 

Operating Pressure: at least 

1.0 to 2.0kg/cm² 

Display: Back Light LCD with 

20 character display 

Program: 10 memory 

program 

Timer: Electronic Type, 0 ~ 

60min. (Control is built in) 

Appointment: Pre-

appointment Function 

Pressure Gauge: at least 0 ~ 

3kg/cm² 

Air Vent Selection: 

Automatic Selectable 

Air Vent Type: 3 Types: Fast, 

Slow & No Vent 

Safety Device: Protection 

against overheating, 

overpressure, and low water 

level conditions 

Monitor Unit: Audible & 

Visible Device 

Overall Dimension out: at 

least 750 x 800 x 1200 (H) 

mm 

Must be supplied with 

Electrical Sterilization Device 

Must include compatible 

UPS/AVR for the unit 

Bidder must provide one (1) 

year warranty on parts and 

?? PAEF NRP 

Continuin

g (1) 

1 980,000.00 980,000.0

0 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

services. 
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10 Automated AST Workflow 

System 

Specifications: 

Uses Broth Micro Dilution 

(BMD) Plate method for AST 

Capable of performing wide 

range of Susceptibility 

Testing for: 

o Gram Negative Bacteria 

o Gram-Positive Bacteria 

o Anaerobe 

o Hemophilus 

o Yeast 

Capable of performing 

Identification Testing for: 

o Gram Negative Bacteria 

o Gram-Positive Bacteria" 

Utilizes customizable 96-well 

microtiter plates using 

fluorescence and 

turbidimetry for ID and 

susceptibility 

Includes Autoinoculation 

Machine for ID and AST 

Plates 

Includes Nephelometer for 

inoculum standardization 

Includes infrared sterilizer 

for sterilization of inoculating 

loops and needles (max temp 

825℃± 50℃) 

AST Plates can be read 

manually, allowing critical 

interpretation of unusual 

patterns and eliminating the 

need to retest invalid results 

It should come with a single, 

robust software platform 

that easily consolidates test 

program and streamline data 

entry 

Can be interfaced to most LIS 

systems and service teams 

have the technical expertise 

to support through the 

whole process 

2025-00-0051  1 LSD 6,000,000.00 6,000,000

.00 



 

181 

 

with customizable Expert 

System that provides three-

tiered expert messages: 

Information, Modification 

(based on FDA, CLSI, and 

EUCAST recommendations), 

and Warning Levels 

with Quality Control Module 

and Epidemiology Module 

With existing installation in 

the Philippines that uses 

customized plates for 

Veterinary Antimicrobial 

Susceptibility Testing and 

Antimicrobial Surveillance 

Programs aligned with 

international guidelines 

"Includes benchtop shaking 

incubator with standard 

platform equipped of flexible 

springs that can 

accommodate many type of 

flasks, tubes with different 

sizes 

Temperature: up to 

60degrees 

Speed: up to 300 rpm " 

"Inclusions: 

- with 2-3 year warranty on 

parts and services 

- User training for machine 

operations at Manufacturer's 

site (2pax) 

- Starter plates consumables 

and accessories good for 100 

tests for AST 

- 1-2 sets of Culture Media 

and Reagents for Salmonella 

and Ecoli Testing (based on 

ISO 6579-1:2017, ISO 19250, 

ISO 9308-1:2014 and BAM) 

- Customized Plates for ID 

and AST (Staggered delivery) 

a.) ASSECAF (Gram Neg 

AST1)- 50 kits 

b.) ASSECB (Gram Neg AST2)- 
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30 kits 

c.) ASEN (Gram Pos AST)- 50 

Kits 

d.) GNID (Gram Neg ID)- 50 

kits 

e.) GPID (Gram Pos) ID- 

50Kits" 

 

Laptop/PC desktop 

compatible to AST software 

Processor: i7-12th Gen / R7 

Zen3+(RDNA2 based) or 

higher 

Storage: at least 500GB M.2 

PCIe NVMe SSD 

Memory: at least 16GB, 

DDR4 (upgradable) 

Operating System: Windows 

10 or higher 

MS Office: Microsoft Office 

2021 (license) 

 

Glass pH combination 

Electrode (20 pcs) 

Material: Lead free Glass 

with Built-in Temperature 

Compensation Sensor: 

Junction: Ceramic 

Reference: Long-Life 

Electrolyte: 3M KCL 

Length: 120mm 

Diameter: 12mm 

Membrane Shape:cylindrical 

Membrane Resistance: 

<150MΩ 

Range: 0 to 14 pH 

Temp. Range: -5 to 100°C (23 

to 212°F) 

Connector: BNC 

 

with Authorized or Exclusive 

Distributorship Certificate 

Delivery Site: BSWM Central 

Office 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

11 Compound Microscope 

Specifications: 

Observation Method: 

Brightfield, Darkfield 

Illumination System: Built-in 

transmitted illumination 

system, fixed Köhler 

illumination, LED lamp, 

adjustable intensity 

Eyepiece: 10x, 20mm, 

antifungal 

Body: Trinocular (with 

camera port) and can be 

connected to a laptop or 

tablet 

Camera: 5-12MP digital 

camera compatible with 

microscope unit with tablet 

adapter 

Objectives: Revolving 

nosepiece with 4 positions— 

4X, 10X, 40X, 100X 

magnification 

Stage: Mechanical stage with 

slide holder and X-Y controls 

Condenser: Abbe condenser 

NA 1.25 with oil immersion 

(4X-100X) 

"Inclusions: 

- Microscope Cover, Manual 

& Power Cord 

- 8-9in screen tablet (at least 

128gb storage) with 

compatible keyboard 

- consumables for 50-100 

microscope specimens 

(immersion oil, microscope 

slides, slide storage box, 

cover slips, gram staining kit, 

staining rack and NIST 

traceable slider micrometer) 

- with 1 year warranty on 

parts and services 

- training for at least 2 end 

2025-00-0051  1 LSD 350,000.00 350,000.0

0 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

users at manufacturer's site" 

"Delivery Site: 

BSWM Central Office" 

With authorized or exclusive 

distributorship certificate. 

Supplier shall submit a 

certificate from the 

manufacturer as an 

authorized or sole distributor 

of the same brand in the 

Philippines 

12 Microbial Air Sampler 

Specifications: 

Airflow rate: at least 

100L/min 

Flexible adjustment of 

volume flow and the sample 

volume 

Rotating plate holder with 

adjustable rotation speed 

Adjustable timer with 

delayed activation mode 

Rechargeable battery 

Replaceable attachment 

Can be use for 90mm petri 

plates 

"Inclusion: 

2025-00-0051  1 LSD 150,000.00 150,000.0

0 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

Accessories and 

consumables such as battery 

charger, compatible stainless 

steel heads, disposable 

petriplates and general 

dehydrated culture media 

Traceable Calibration 

Certificate 

at least 1 year warranty for 

parts and services" 

User training for machine 

operation (at least 2 pax) 

"Delivery Site: 

BSWM Central Office" 

13 Homogenizer (Paddle 

Blender) 

Specifications: 

Suitable for mixing of solid 

and liquid sample 

Suitable for volume sample 

sizes from 50ml to 400ml 

Adjustable timer settings:1-

99 mins 59 sec or continuous 

operation 

Adjustable speed that can 

attain both 400rpm and 

600rpm 

Electricity: 220-240V (50-

60Hz) 

"Inclusion: Power Cable, 

blender bag rack, stand and 

500 standard blender bags 

at least 3 year warranty for 

parts and services" 

User training for machine 

operation (at least 2 pax) 

"Delivery Site: 

BSWM Central Office" 

2025-00-0051  1 LSD 250,000.00 250,000.0

0 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

14 Autoclave 

Specifications: 

Temperature Range: 100-135 

deg C 

Sterilization Time Range: at 

least 1-60 min 

Usable Volume of 

Sterilization Chamber: at 

least 75 L (or can fit at least 2 

stainless steel wire baskets 

with a capacity of 20 250 ml 

ISO Bottles each basket) 

Voltage: 230 V 

Has drying capability, with 

drying time range of at least 

1-120 min 

Has current pressure and 

temperature displays 

Water Management: Has 

refillable water tank that 

automatically feeds to the 

sterilization chamber 

Drainage System: Has a 

drainage connection and 

manual valve for the 

sterilization chamber; Has at 

least a drainage connection 

for the refillable water tank 

Has lockable casters to allow 

easy relocation of equipment 

Has free stainless steel wire 

baskets 

Calibrated by ISO/IEC 

17025:2017 accredited 

laboratory 

2025-03-0543 NSHP 

CONT 

1 SWRRD 380,000.00 380,000.0

0 
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ITEM NO. Specifications PR Number Fund 

Source 

QTY LOCATION UNIT COST TOTAL 

COST 

15 Colony counter 

Digital display: 4-digit LED 

display 

Capacity of the Counter: 

0~9999 

Can be used for 50-90mm 

petri dishes 

Electricity: 220-240V (50-60 

Hz) 

Magnification: up to 3x or 

higher 

Has Zero Reset Button 

Audible count confirmation 

Adjustable pressure 

sensitivity 

Can be connected to a 

printer or computer to 

record individual or average 

plate counts 

with 1 year warranty on 

parts and services 

2025-03-0543 NSHP 

CONT 

1 SWRRD 85,000.00 85,000.00 

      TOTAL 25,925,00

0.00 
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Lot 12: Supply, Delivery and Installation of DNA analysis/sequencing equipment 

ITEM 

NO. 

Specifications PR NO Fund Source QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 Automated DNA Purification System 

 

Specifications: 

System must be a compact benchtop with automated 

extraction of DNA, RNA, protein and cells using 

magnetic particle technology or better 

Processing volume range: 50–1,000 µL for 12-pin 

magnet head or 200–5,000 µL for 6-pin magnet head 

Samples per run: at least 6 

With customizable protocols 

Heating/cooling: 10ºC–75ºC (plate row block A) , 4ºC–

75ºC (elution strip block) 

With ultraviolet lamp decomtamination: at least 8 

watts (up to 16 hr) 

User-selectable magnetic heads: 2 

Size: at least 40 x 40 x 30 cm (W x D x H) 

Standard accessories: 

The instrument has an option of stand-alone mode and 

PC controlled mode. 

Has an easy protocol import / export option using USB 

stick. 

Must be supplied with software and computer 

Must be supplied with one (1) set of micropipettors 

with calibration certificate 

Must include compatible UPS/AVR for the unit 

Inclusions: 

Must provide validation certificate 

Bidder shall supply reagents and consumables 

sufficient for processing at least 500 tests, delivered 

upon installation, to ensure immediate operation. 

Bidder must provide one (1) year warranty on parts 

and services. 

With authorized or exclusive distributorship certificate. 

Supplier shall submit a certificate from the 

manufacturer as an authorized or sole distributor of 

the same brand in the Philippines 

 PAEF NRP 

Continuing 

(1) 

1 To be 

Delivered all 

to this site: 

 

Provincial 

Capitol 

Complex, 

Prosperidad, 

Agusan Del 

Sur 

5,520,0

00.00 

5,520,00

0.00 
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2 Polymerase Chain Reaction (PCR) Thermal Cycler 

 

Specifications: 

Used to for Molecular analysis such as End-point PCR 

assays 

"Utilize high-profile or full-height 96 x 0.2mL tubes, 

0.2mL 

tube strips, or a 96-well plate, and reactions volumes 

from 1 to 50uL (10-50uL recommended)" 

Utilize Peltier for block cooling and heating, generates 

thermal accuracy of +/- 0.2°C of programmed target at 

90°C and thermal uniformity from well-to-well up to 

±0.4°C within 10 secs. of arrival at 90°C. 

With maximum ramping speed of up to 5°C/sec and 

average ramp rate of up to 3.3°C/sec 

With temperature thermal gradient capacity for faster 

optimization with a range of 30-100°C (in which the 

lower temperature must be at the front row and upper 

temperature must be at the back row) with gradient 

programmable span of 1-24°C in 8 rows. 

With fleet management and password protection 

With automated lid with heated inner lid that is 

temperature adjustable 30°C to 110°C 

With 8 inches LCD colored interface touchscreen 

display with step-based graphical and automatic 

programming options. 

Must have onboard memory storage that can store up 

to 4.6 GB 

Produce exportable detailed reports run logs and, 

system logs that include complete documentation for 

each run, including each step of the protocol and any 

run errors With USB 2.0 Type (three on rear panel and 

one in front panel) A port for protocol transfer and 

firmware upgrades, with WiFI and cloud connectivity 

for remote set up of the machine 

With USB 2.0 Type (three on rear panel and one in 

front panel) A port for protocol transfer and firmware 

upgrades, with WiFI and cloud connectivity for remote 

set up of the machine 

With API licensed for running PCR 

Noise level: 50-70 dB 

With operating system of Linux 

Includes two temperature control modes: calculated 

and block mode 

Block mode must have temperature range of 4-100°C 

Increment temperature per cycle: -10°C to 10°C/cycle 

?? PAEF NRP 

Continuing 

(1) 

1 4,170,0

00.00 

4,170,00

0.00 
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Dimension: approx. 27.6 (W) cm x 50.2 (D) cm x 25.5 

(H) cm 

Weight: approx. 13.9kg 

Other Requirement: 

Bidder must be an authorized distributor of the 

Polymerase Chain Reaction (PCR) Thermal Cycler being 

offered for this bid. Must submit a document issued by 

the manufacturer or its authorized entity stating that 

they are the only distributor authorized to carry the 

brand for this bid 

Standard inclusions: 

Must include compatible UPS/AVR for the unit 

Must provide validation certificate 

Must be supplied with one (1) set of micropipettors 

with calibration certificate 

Must be supplied with reagents and consumables 

sufficient for processing at least 500 samples to ensure 

immediate operation upon installation. 

Must be provided with one (1) year warranty on parts 

and services. 

Other Requirements: 

1 unit for remote data management system 

With authorized or exclusive distributorship certificate. 

Supplier shall submit a certificate from the 

manufacturer as an authorized or sole distributor of 

the same brand in the Philippines 
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3 Next-Generation Sequencing (NGS) System 

 

Specifications: 

Must be a short-read, benchtop sequencer with flexible 

scalability from 1.5 Gb up to 15 Gb and up to 25M 

single reads per run output using a 600-cycle kit 

Must feature an adjustable touchscreen interface 

Must utilize sequencing by synthesis technology 

Must support paired-end sequencing 

Must generate high-quality data with ≥ 90% of bases 

higher than 30 at up to 2 × 150 bp read length and ≥ 

85% of bases higher than 30 at 2 × 300 bp read length 

Must use high-density patterned flow cells with 

nanowells integrated onto a CMOS chip 

All flow cell configurations must be able to provide 

same-day results, with run time up to 15.5 hours 

Must support read lengths from 1 x 100 bp up to 2 × 

300 bp, with four flow cell types and 10 kit 

configurations 

Must feature room temperature storage sequencing 

consumables that do not require thawing and are 

ready to use immediately 

Shipping of sequencing reagents must be room 

temperature 

Must feature automated onboard denaturation, 

amplification, and cluster generation without 

additional equipment or step 

Must have an integrated status light bar and onboard 

sensors 

Must have a fully integrated, ready-to-use cartridge 

with preconfigured reagents and all fluidic components 

that eliminate the need for washing and simplifies 

maintenance 

Must have a fully integrated, ready-to-use cartridge 

with preconfigured reagents and all fluidic components 

that eliminate the need for washing and simplifies 

maintenance 

Consumables and integrated cartridges must be radio-

frequency identification (RFID)-encoded 

Must allow access to onboard and cloud-based analysis 

software 

Must have a feature of compressing FASTQ files 

Has a strong support team composed of certified field 

service engineers (FSE) and field applications specialists 

(FAS) with deep familiarity of NGS 

Dimensions: At least 40.0 cm (W) x 40 cm (D) x 45 cm 

?? PAEF NRP 

Continuing 

(1) 

1 11,370,

000.00 

11,370,0

00.00 
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(H) 

Other requirement: 

Standard accessories: 

Must include PC, complete setup with UPS and printer 

Must include compatible UPS/AVR for the unit 

Inclusions: 

Must provide validation or compliance certificate 

Must have LIMS capability 

1 unit for remote data management system 

Must be supplied with one (1) set of micropipettors 

with calibration certificate 

Must be supplied with reagents and consumables 

sufficient for processing at least 500 tests, delivered 

upon installation, to ensure immediate operation. 

Bidder must provide one (1) year warranty on parts 

and services. 

With End-User training ( No. of pax: At least 2 pax) 

using the same brand of the offered equipment 

conducted by Authorized Representative/s of the 

Manufacturer with venue at manufacturer's training 

facility within Southeast asia 

Other requirement: 

With authorized or exclusive distributorship certificate. 

Supplier shall submit a certificate from the 

manufacturer as an authorized or sole distributor of 

the same brand in the Philippines 
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ITEM 

NO. 

Specifications PR NO Fund Source QTY LOCATION UNIT 

COST 

TOTAL 

COST 

4 Benchtop Fluorometer 

 

Specifications: 

A benchtop microvolume fluorometers designed to 

accurately measure DNA, RNA, or protein quantity. 

Sample throughput: at least 1 to 8 samples in 3 

seconds 

User interface: approox. 8 inch color touchscreen 

Onboard calculators: Reagent calculator, Assay range 

calculator, Molarity calculator, Nomalization calculator 

Provides quantification data for samples that are within 

the core and the extended range of the standard curve. 

Sample concentrations that are out of range are not 

given a measurement. 

Sample data storage: not less than 10,000 samples 

Data export: Wi-Fi, USB drive, Direct to computer via 

USB or ethernet cable 

Light sources: Blue LED (peak ~460-480 nm), Red LED 

(peak ~620-640 nm) 

Excitation filters: Blue LED (456-484 nm), Red LED (612-

644 nm) 

Emission filters: Green (513-563 nm), Far-red (671-693 

nm) 

Instrument footprint: at least 1.86 (W) x 28.2 (L) x 10.3 

(H) cm 

Compatible and optimized for use with following 

assays: Protein, dsDNA, ssDNA, RNA, microRNA, 

endotoxin detection assays 

Verification assay kit available for instrument 

performance verification 

Must ensure compatibility with the Next-Generation 

Sequencing (NGS) System in this bid 

Inclusions: 

Must provide validation certificate 

Must be supplied with reagents and consumables 

sufficient for processing at least 500 tests, delivered 

upon installation, to ensure immediate operation. 

Bidder must provide one (1) year warranty on parts 

and services. 

With authorized or exclusive distributorship certificate. 

Supplier shall submit a certificate from the 

manufacturer as an authorized or sole distributor of 

the same brand in the Philippines 

?? PAEF NRP 

Continuing 

(1) 

1 1,460,0

00.00 

1,460,00

0.00 
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5 Real Time-Polymerase Chain Reaction (RT-PCR) 

System 

 

Specifications: 

A benchtop real-time polymerase chain reaction 

system used for detection and quantification of DNA or 

RNA. 

Block formats: 96-well (0.2ml block) 

Reaction volumes: 0.2ml block: 10- 100ul 

Excitation source: Bright white LED 

Optical detection: 96 wells; 6 decoupled filters 

Excitation/ 96 wells: 450-680nm/500-730nm 

Multiplexing: up to 6 targets at 96-well 

Heating/cooling Method: Peltier 

Average sample ramp rate: 3.66°C/sec 

Temperature uniformity: at least 0.4°C 

Temperature accuracy: 0.25°C 

Run time : 96-well block: less than 30 minute runs 

Dye compatibility: FAM/SYBR Green, VIC/JOE/HEX/TET, 

ABY/NED/TAMRA/Cy3 JUN, ROX/Texas Red, Mustang 

Purple, Cy5/LIZ, Cy 5.5 

Chemisty capabilities: Fast/Standard 

Detection sensitivity: 1 copy or better 

Sensitivity: Detect diffrences as small as 1.5-fold in 

target quantities in singleplex reaction 

Touch Screen: Interactive touch screen with real-time 

application viewing 

System config: Stand-alone, PC connected, or direct 

connection to Cloud via LAN or Wi-fi 

Footprint (WxDxH): at least 27 cm x 50cm x 40cm 

Standard inclusions: 

Must include PC, complete setup with UPS and printer 

The instrument includes an application programming 

interface (API) for custom software integration and 

automation. It meets key international safety and 

environmental standards (cUL, UL, CE, C-TICK, WEEE) 

and is developed in a facility compliant with ISO 13485 

and ISO 9001 quality management standards, ensuring 

both reliability and regulatory alignment. 

The instrument contains onboard storage capability 

with memory capacity of 10 GB for storing between 

1,000 and 5,000 standard absolute quantification run 

files, and is designed for run protection in case of 

network or power outages. 

Must include compatible UPS/AVR for the unit 

Must provide validation certificate 

?? PAEF NRP 

Continuing 

(1) 

1 5,170,0

00.00 

5,170,00

0.00 
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Must have LIMS capability 

Must be supplied with additional one (1) unit laptop 

computer workstation with at least an eight-core 

processor 

Must be supplied with one (1) set of micropipettors 

with calibration certificate 

Must be supplied with reagents and consumables 

sufficient for processing at least 500 tests, delivered 

upon installation, to ensure immediate operation. 

Bidder must provide one (1) year warranty on parts 

and services. 

With authorized or exclusive distributorship certificate. 

Supplier shall submit a certificate from the 

manufacturer as an authorized or sole distributor of 

the same brand in the Philippines 
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ITEM 

NO. 

Specifications PR NO Fund Source QTY LOCATION UNIT 

COST 

TOTAL 

COST 

      TOTAL 27,690,0

00.00 

 

Lot 13: Supply, Delivery and Installation of Environmental monitoring equipment 

ITEM 

NO 

Specifications PR NO Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

1 Thermohygrometer (with Barometer and 

thermometer 

 

Specifications: 

Datalogging Traceable Barometer 

Rolling memory structure, maintains most recent 

525,600 observations 

Smart-Alarm™ features a visual/audible alarm that 

continues to alarm even if the unit returns to non-

alarm conditions 

Stores up to 30 unique alarm events 

Memory can be cleared on unit after downloading 

data to USB stick 

Altitude Compensation from -100 to 2500 meters 

Hassle-free retrieval of data - unit can remain in use 

while downloading and analyzing data 

Status indicators - Low battery, memory full, USB 

data transfer and active alarm state 

 

Warranty: One year of service and parts against 

factory defects 

Free preventive maintenance and ISO 17025 

Calibration 

Delivery and training " 

2025-

10-

2207 

PAEF NRP 

Continuin

g (16) 

PAEF NCP 

Continuin

g (4) 

NSHP (2) 

22 4 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

 

2 units 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos Norte" 

50,000.0

0 

1,100,0

00.00 
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ITEM 

NO 

Specifications PR NO Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

2 Thermohygrometer (with Barometer) w/ external 

probe for temperature measurement 

 

Specifications 

Wall mount, bench stand, remote sensor with 7-ft 

(2.1-m) cable, and battery. 

 

Key Features 

Audible alarm sounds when measurements go 

outside preset conditions 

°C/°F selectable 

External sensor with a 7-ft (2.1-m) long cable for 

monitoring remote locations 

Includes NIST-traceable certificate from our A2LA 

accredited (1750.01) calibration laboratory 

 

Warranty: One year of service and parts against 

factory defects 

Free preventive maintenance and ISO 17025 

Calibration 

Delivery and training " 

2025-

10-

2207 

PAEF NRP 

Continuin

g (8) 

PAEF NCP 

Continuin

g (2) 

NSHP (2) 

12 "2 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos Norte" 

50,000.0

0 

600,00

0.00 



 

198 

 

ITEM 

NO 

Specifications PR NO Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

3 Dehumidifier 

 

Features: 

1. With active carbon filter. 

2. Timing range: 1~24 hours. 

3. LED display, indicate humidity. 

4. Microcomputer control, intelligent operation. 

5. With drains to keep continuous drainage function. 

6. Low temperature available, efficient automatic 

defrosting system. 

7. E series, high sensitivity causative touch screen, D 

series, button screen. 

8. Voice prompt function: the dehumidifier stop work 

and alarm when the water tank is full. 

 

Humidity Removal Capacity 60L/24H 

Humidity Adjusted Range 40%~90%RH 

Air Circulation 723m3/h 

Refrigerant R410A 

Material ABS 

Applying Area 70~120m² 

Power Supply Standard: 220V /60Hz 

Consumption 740W 

Water Tank 10L 

 

Warranty: One year of service and parts against 

factory defects 

Free preventive maintenance and ISO 17025 

Calibration 

Delivery, Installation " 

2025-

10-

2207 

PAEF NRP 

Continuin

g (16) 

PAEF NCP 

Continuin

g (4) 

NSHP (3) 

23 4 units each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

 

3 units 

6. Brgy 2 Santa 

Joaquine, Laoag 

City, Ilocos 

Norte""" 

50,000.0

0 

1,150,0

00.00 
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ITEM 

NO 

Specifications PR NO Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

4 Tachometer 

 

Specifications: 

RPM Range (Photo) 2 to 99,999 

REV Count Range 1 to 99,999 

Resolution 0.1 RPM, 1 count 

Basic Accuracy ±0.05% 

Visible Indicator Yes (Laser) 

Target Distance 1.6ft (500mm) 

Response Time <1 sec 

Sampling Time 0.5 sec (over 120 RPM) 

Display Size/Type 5 Digit LCD Display 

Backlit Display Yes 

Auto shut-off Yes (after 10 secs) 

Internal Memory Max, Min and Last 

Laser Class Class III 

Low Battery Indicator Yes 

Power Supply 9V battery 

Product Certifications CE 

Operating Temperature 32 to 122°F (0 to 50°C) 

Storage Temperature -4 to 140°F (-20 to 60°C) 

Operating Humidity Range 10-90% 

Dimensions 6.3 x 2.3 x 1.5"" (160 x 58 x 39 mm) 

Weight 5.3oz (151g) 

 

Package Includes: 

Photo Tachometer 

Reflective Tape 

Soft Carrying Case 

Batteries 

 

Warranty: 1 yr of services and parts against factory 

defects 

Delivery and Training on site 

Free PMS and ISO 17025 Calibration" 

2025-

10-

2207 

PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

50,000.0

0 

250,00

0.00 
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ITEM 

NO 

Specifications PR NO Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

5 Air quality meter 

 

Range 

Carbon Monoxide (CO) 0 to 1,000ppm 

Carbon Dioxide (CO2) 0 to 9,999ppm 

Resolution 1ppm 

Basic Accuracy ±10ppm<100ppm, ±10% 101-

500ppm,±20%>500ppm 

Temperature -5 to 140°F (-20 to 60°C), 0.1°, 

±1°F/0.6°C 

Humidity 0.1 to 99.9%RH, 0.1%, ±3%RH 

Wet Bulb 23 to 140°F (-5 to 59.9°C) 0.1° 

Dew Point -4 to 140°F (-20 to 59.9°C) 0.1° 

Dimensions/ Weight 7.9 x 2.7 x 2.3"" (200 x 70 x 

57mm)/ 6.7 oz (190g) 

 

 

Warranty: 1yr of services and parts against factory 

defects 

Delivery and Training on site 

Free PMS and ISO 17025 Calibration 

2025-

10-

2207 

PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 "1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

100,000.

00 

500,00

0.00 
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ITEM 

NO 

Specifications PR NO Fund 

Source 

QTY LOCATION UNIT 

COST 

TOTAL 

COST 

6 Air velocity meter (Anemometer) 

 

Handy vane anemometer with 

integrated NTC air thermometer incl. protection cap, 

batteries and calibration protocol 

 

Flow velocity measuring instrument with 

temperature measurement 

Integrated measurement with 30 mm vane 

Time mean value calculation 

Hold function and max./min. values 

Windchill calculation for outdoor areas 

 

Specifications: 

Temperature - NTC 

Measuring range -10 to +50 °C 

Accuracy ±0.5 °C 

Resolution 0.1 °C 

Measuring rate 0.5 s 

 

Velocity - Vane 

Measuring range 0.4 to 20 m/s 

Accuracy ±(0.2 m/s + 2 % of mv) 

Resolution 0.1 m/s 

 

Power Source Battery 

Battery Type AAA 

Battery Life 100 h 

Dimensions 133 x 46 x 25mm 

Weight 110g 

Height 25mm 

Minimum Operating Temperature -10°C 

Width 46mm 

Maximum Operating Temperature +50°C 

Length 133mm 

 

Warranty: 1yr of services and parts against factory 

defects 

Delivery and Training on site 

Free PMS and ISO 17025 Calibration" 

2025-

10-

2207 

PAEF NRP 

Continuin

g (4) 

PAEF NCP 

Continuin

g (1) 

5 1 unit each 

1. Municipal Agro-

Industrial 

Development Site, 

National Highway, 

Barangay Maasin, 

Brooke's Point, 

Palawan 

2. Purok 

pagkakaisa 

Punta Baja, Rizal, 

Palawan 

3. Palayan ng 

Bayan, Brgy. 

Pantingan, Pilar, 

Bataan 

4. Agricultural 

Resource Center 

(ARC) in Mabuhay, 

Bayugan City, 

Agusan del Sur 

5. Baculong, 

Victoria, Tarlac 

50,000.0

0 

250,00

0.00 

      TOTAL 3,850,0

00.00 
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I hereby certify to comply and deliver all the above requirements.  

 

 

______________________   

Name of Company/Bidder   

 

________________________________________ 

Signature Over Printed Name of Representative       

 

________ 

Date 
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Section VIII. Philippine Bidding Document  Related Forms 

 

 
Notes to the Philippine Bidding Document Related Forms 
 
The Bidder shall complete and submit with its Bid the Bid Form and Price Schedules 
in accordance with ITB Clause 13 with the requirements of the Bidding Documents and 
the format set out in this Section. 
 
When requested in the BDS, the Bidder should provide the Bid Security, either in the 
form included hereafter or in another form acceptable to the Procuring Entity, pursuant 
to ITB Clause 16. 
 
The Contract Form should incorporate any correction or modification to the accepted 
Bid resulting from price corrections when it is finalized at the time of contract award. 
The Price Schedule and Schedule of Requirements which form part of the contract 
should be modified accordingly. 
 
The Omnibus Sworn Statement must be completed by all Bidders in accordance with 
ITB Clause 4.2. Failure to submit it with the Bid shall result in the rejection of the Bid 
and the Bidder’s disqualification. 
 
The Performance Securing Declaration, if allowed and Bank Guarantee Form for 
Advance Payment shall be completed only by the successful Bidder in accordance 
with one of the forms indicated herein by the Procuring Entity, and pursuant to GCC 

Clause 13 and its corresponding SCC provision. 
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Bid Form for Procurement of Goods 
[Note: The duly accomplished form shall be submitted with the Bid] 

 

 

BID FORM  
Project Identification No.: [Insert number]  

 

 
To: [Name of Procuring Entity]  
 
Having examined the Philippine Bidding Documents (PBD) including the Supplemental Bid 
Bulletin Numbers [insert numbers], the receipt of which is hereby duly acknowledged, we, the 
undersigned, declare that:  
 

a) I/We have no reservation to the PBD, including the Supplemental Bid Bulletins, for the 
Procurement Project [Project Title]; 
 

b) Select one, delete the other  
  

● I/We undertake to deliver the Goods in accordance with the delivery schedule in 
the Schedule of Requirements;  

  
● I/We offer to execute the Works for this Contract in accordance with the PBD;  

  
c) The total price of our Bid in words and figures, excluding any discount offered below, 

is [insert information]  
  

d) The discounts offered and the methodology for their application, if any, are: [insert 
information]; or indicate N/A if no discount offered]   

  
e) The total bid price in words and figures, after applying the  applicable discount, 

includes the cost of all taxes, such as, but not limited to [specify the applicable taxes, 
e.g. (i) value added tax (VAT), (ii) income tax, (iii) local taxes, and (iv) other fiscal levies 
and duties], which are itemized in the [Select one, delete the other:  the Price 
Schedules/ Detailed Estimates].  

  
f) This Bid shall remain valid within a period stated in the PBD, and it shall be binding 

upon me/us at any time before the expiration of that period;  
  

g) If our bid is accepted, I/we commit to enter to a contract and provide a performance 
security in the form, amounts, and within the times prescribed in the PBD, and hereby 
acknowledge the consequences under the IRR of RA No. 12009 on forfeiture of Bid 
Security or enforcement of Bid Securing Declaration and on Blacklisting.  

 
Until a formal Contract is prepared and executed, this Bid, together with your written 
acceptance thereof and your Notice of Award, shall be binding upon the Bidder. 
 
I/We understand that you are not bound to accept the Lowest Calculated Bid or any Bid you 
may receive.  
 
I/We certify/confirm that we comply with the eligibility requirements pursuant to the PBD.  
 
The undersigned is authorized to submit the bid on behalf of [Name of the Bidder] as 
evidenced by the attached [State the Written Authority].  
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I/We acknowledge that failure to sign each and every page of this Bid Form, including the 
attached Schedule of Prices, shall be a ground for the rejection of our bid.    
  
 
Duly authorized to sign the Bid for and behalf of:   
  
[Insert Bidder’s Name]   
  
 
[Signature over Printed Name]  
[Position/Designation]  
[Date] 
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Price Schedule for Goods 

 

 

 
Name of Bidder  .  Project ID No.  ___.  Page _ of ______ 
 

Pricing Details for Goods Offered from Within the Philippines 

 

1 2 3 4 5 6 7 8 9 10 
Item Descriptio

n 
Source of 
Domestic 

Product, as 
certified by 

the 
Relevant 
Agency  

Quantity Unit 
price 

exw per 
item  

Transportation 
and all other 

costs incidental 
to delivery, per 

item  

Sales and 
other 
taxes 

payable if 
Contract is 
awarded, 
per item  

Cost of 
Incidental 
Services, 

if 
applicabl

e, per 
item 

Total Price, 
per unit  

(col 
5+6+7+8)  

 

Total Price 
delivered 

Final 
Destination  

(col 9) x   
(col 4)  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

         

 
Summary of Bid Prices  
 
The Procuring Entity may modify the table below as necessary to comply with the 
requirements of the Procurement Project.  
 

1  2  3   4  

Item No.   Item   Particulars / 
Description   

Total Amount  

        

        

        

   
Name: ___________________________________________________________________  
 
Signature:________________________________________________________________    
 

Duly authorized to sign the Bid for and behalf of: _________________________________  
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Price Schedule for Goods 

 

 

 
Name of Bidder  .  Project ID No.  ___.  Page _ of ______ 

 
Pricing Details for Goods Offered from Abroad  

 

1  2  3  4  5  6  7  8  9  

Item  Description  Country of 
origin  Quantity  

 
 
 

Unit price CIF port 

of entry (specify 

port) or CIP 
named place  

(specify border 
point or place of 

destination)  
 
 
 
 

Total CIF 
or CIP 

price per 
item  

(col. 4 x 5)  

Unit Price 
Delivered Duty 
Unpaid (DDU)  

Unit price 
Delivered Duty 

Paid (DDP)  

Total Price 
delivered 

DDP  
(col 4 x 8)  

  
 
 
 
 
 
 
 
 
 
 

                       

 
Summary of Bid Prices  
 

The Procuring Entity may modify the table below as necessary to comply with the 
requirements of a specific Project.  

 

1  2  3   4  

Item No.   Item   Particulars / 
Description   

Total Amount  

        

        

        

 

 
Name: ___________________________________________________________________  
 
Signature:________________________________________________________________    
 

Duly authorized to sign the Bid for and behalf of: _________________________________
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Contract Form 
[Note:  The duly accomplished form is not required to be submitted with the Bid but shall 

be submitted within ten (10) days after receiving the Notice of Award]  
 

 

CONTRACT FOR [Insert Project Title]  
  

This CONTRACT executed on the _____ day of __________ 20_____ by and 
between:  

  
  
[Name of Procuring Entity], a government agency of the Republic of the Philippines, 
hereinafter called “the Entity”;  
  

-and-  
  
[Name of Supplier /Contractor/ Consultant] a company duly organized and existing under the 
laws of [city and country], with principal office at [insert address], hereinafter called “the 
Supplier”.   
  
       WHEREAS, the Entity invited Bids for certain goods and services/works/consulting 
services, particularly [Brief description of Project];  
  
        WHEREAS, the Supplier/Contractor/Consultant submitted a responsive bid and was 
awarded the contract for the procurement in the total amount of [Contract price in words and 
figures, including currency], hereinafter referred to as the “Contract Price.” 
  

NOW, THEREFORE, for and in consideration of the foregoing premises, the parties 
hereby agree as follows:  

 

1. Unless otherwise stated, terms and expressions used in this Contract shall have the 
same meanings as those assigned to them in the Conditions of Contract, which form an 
integral part of this Contract. 
 

2. The following documents as required by the Implementing Rules and Regulations of 
Republic Act No. 12009 shall form part and be read and construed as integral parts of 
this Contract, viz.:  

  
a. Philippine Bidding Document (PBD); [Select one, delete the others] 
  
● For Procurement of Goods 

 
i. Invitation to Bid; 
ii. Instruction to Bidders; 
iii. Bid Form, including all the documents/statements contained in the Bidder’s 

bidding envelopes, as annexes, and all other documents submitted (e.g., 
Bidder’s response to request for clarifications on the bid), including corrections 
to the bid, if any, resulting from the Procuring Entity’s bid evaluation; 

iv. Bid Data Sheet; 
v. Schedule of Requirements; 
vi. Technical Specifications; 
vii. General and Special Conditions of Contract; 
viii. Supplemental Bid Bulletins, if any; and 
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ix. Other contract documents that may be required by existing laws and/or the 
Entity.  

 
● For Procurement of Infrastructure Projects  

  
i. Drawings/Plans; 
ii. Specifications;/Scope of Work; 
iii. Bill of Quantities; 
iv. General and Special Conditions of Contract; and 
v. Supplemental Bid Bulletins, if any;  

  
● For Procurement of Consulting Services  

 
i. General and Special Conditions of Contract; 
ii. Terms of Reference; 
iii. Request for Expression of Interest; 
iv. Instructions to Bidders; 
v. Bid Data Sheet; 
vi. Addenda and/or Supplemental/Bid Bulletins, if any; 
vii. Bid forms, including all the documents/statements contained in the Bidder’s 

bidding envelopes, as annexes, and all other documents/ statements 
submitted (e.g., bidder’s response to request for clarifications on the bid), 
including corrections to the bid, if any, resulting from the Procuring Entity’s bid 
evaluation; 

viii. Eligibility requirements, documents and/or statements; 
ix. Performance Security; 
x. Notice of Award of Contract and the Bidder’s conforme thereto; and 
xi. Other contract documents that may be required by existing laws and/or the 

Entity.  
 

b. Winning bidder’s bid, including the Eligibility Requirements, Technical and 
Financial Proposals, and all other documents or statements submitted; 
 

c. Performance Security; 
 

d. Notice of Award of Contract; and the Bidder’s Conforme thereto; and 
 

e. Other contract documents that may be required by existing laws and/or the 
Procuring Entity concerned in the PBD, such as but not limited to the Notice to 
Proceed and Warranty Security. 

  
2. In consideration of the Contract Price of [Contract Price in words and figures], or such 

other sums as may be determined in accordance with the terms of the Contract, the 
Supplier/Contractor/Consultant agrees to deliver and perform the items and related 
services for the [Project Title] described herein in accordance with the terms and 
conditions specified in the Contract and its annexed documents. 
 

3. The [Name of the Procuring Entity] agrees to pay the above-mentioned sum to the 
Supplier/Contractor/Consultant in accordance with the schedule and manner provided 
in the Bidding Documents and its annexes. 

 
4. Any dispute, difference, or claim arising out of or relating to this Contract, including its 

existence, validity, interpretation, breach, or termination thereof, may be submitted to 
arbitration or other form of alternative dispute resolution in accordance with the 
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applicable law, such as Republic Act No. 9285 (Alternative Dispute Resolution Act of 
2004) or Executive Order No 1008, series 1985 (Construction Industry Arbitration Law). 

  
 

IN WITNESS WHEREOF, the parties hereto have caused this Contract to be executed 
in accordance with the laws of the Republic of the Philippines on the day and year first above 
written.  

  
For the Procuring Entity  For the Bidder  

Head of the Procuring Entity or Duly 
Authorized Representative  
  
   
  
 [Signature over Printed Name]  
[Position/Designation]  
[Date]  
  

Duly authorized to sign the Contract for and 
behalf of [Bidders Name]:   
  
  
    
[Signature over Printed Name]  
[Position/Designation]  
[Date]  
  

  
Signed in the presence of:  

 
 

[Name and Signature]  
Witness – Procuring Entity  

  

[Name and Signature]  
Witness- Supplier  

  
   

 ACKNOWLEDGMENT   
 

  
BEFORE ME, A Notary Public for and in the _______________________, City/Province of 
_____________________, this ______ day of _____________, 20______, personally 
appeared the above-named persons who have satisfactorily proven to me their identity, 
through their identifying documents written below their names and signatures, that they are 
the same persons who executed and voluntarily signed the foregoing instrument consisting of 
____ pages, including this page where this Acknowledgement is written, which they 
acknowledged before me as their free and voluntary act and deed.    
 
WITNESS MY HAND AND SEAL this ___ day of [month] [year].    

  
 
 

NAME OF NOTARY PUBLIC     
 
Notarial Commission No.  ___________    
Notary Public for ______ until _______    
Roll of Attorneys No. _____    
PTR No. __, [date issued], [place issued]    
IBP No. __, [date issued], [place issued]    

  
  
  
Doc. No.  _______  
Page No. _______  
Book No. _______  
Series of  _______  



 

212 

 

Omnibus Sworn Statement Form 
[Note: The duly accomplished form shall be submitted with the Bid]  

 

 
REPUBLIC OF THE PHILIPPINES )   
CITY/MUNICIPALITY OF ______ ) S.S.   
   
   

  OMNIBUS SWORN STATEMENT   

   
I,  [Name of Affiant], of legal age, [Civil Status], [Nationality], and with residence at 

[Address of Affiant], after having been duly sworn in accordance with law, do hereby depose 
and state that:   
   

1. Select one, delete the others:   
   

● If sole proprietorship: I am the sole proprietor or authorized representative 
of [Name of Bidder] with office address at [Address of Bidder];   

   
● If partnership, corporation, cooperative, or joint venture: I am the duly 

authorized and designated representative of [Name of Bidder] with office 
address at [Address of Bidder];   

   
● If individual consultant not registered under a sole proprietorship, in case 

of Consulting Services: I am the individual consultant or authorized 
representative of [Name of Bidder] with office address at [Address of 
Bidder];   

  
2. Select one, delete the others:   

   
● If sole proprietorship: As the owner and sole proprietor or authorized 

representative of [Name of Bidder], I have full power and authority to do, 
execute and perform any and all acts necessary to participate, submit the 
bid, and to sign and execute the ensuing contract for [Project Title] of the 
[Name of the Procuring Entity][insert “as supported by the attached duly 
notarized Special Power of Attorney” for authorized representative];   

   
● If partnership, corporation, cooperative, or joint venture: I am granted full 

power and authority to do, execute and perform any and all acts necessary 
to participate, submit the bid, and to sign and execute the ensuing contract 
for [Project Title] of the [Name of the Procuring Entity], as supported by the 
attached duly notarized Special Power of Attorney, Board/Partnership 
Resolution, or Secretary’s Certificate, whichever is applicable;    

  
● If individual consultant not registered under a sole proprietorship, in case 

of Consulting Services: As the individual consultant or authorized 
representative of [Name of Bidder], I have full power and authority to do, 
execute and perform any and all acts necessary to participate, submit the 
bid, and to sign and execute the ensuing contract for [Project Title] of the 
[Name of the Procuring Entity], as supported by the attached duly notarized 
Special Power of Attorney for authorized representative;    

   
3. [Name of Bidder] is not “blacklisted” or barred from bidding by the Government 

of the Philippines or any of its agencies, offices, corporations, or Local 
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Government Units, foreign government/foreign or international financing 
institution whose blacklisting rules have been recognized by the Government 
Procurement Policy Board;  by itself or by relation, membership, association, 
affiliation, or controlling interest with another blacklisted person or entity;    

  
4. Each of the documents submitted in satisfaction of the bidding requirements is 

an authentic copy of the original, complete, and all statements and information 
provided therein are true and correct;   

  
5. [Name of Bidder] is authorizing the Head of the Procuring Entity or its duly 

authorized representative(s) to verify all the documents submitted;   
  

6. Select one, delete the others:   
  

● If sole proprietorship : The [Name of Bidder] and its spouse are not related 
by consanguinity or affinity up to the third civil degree to the Head of the 
Procuring Entity, Procurement Agent (if engaged), End-User or 
Implementing Unit,  project consultants, head of the Project Management 
Office, or the members of the Bids and Awards Committee (BAC), the 
Technical Working Group, and the BAC Secretariat;  

   
● If partnership : The partnership itself and the partners of [Name of Bidder] 

are not related by consanguinity or affinity up to the third civil degree to the 
Head of the Procuring Entity, Procurement Agent (if engaged), End-User 
or Implementing Unit,  project consultants, head of the Project 
Management Office, or the members of the Bids and Awards Committee 
(BAC), the Technical Working Group, and the BAC Secretariat;  

  
● If cooperative: The cooperative itself and members of the board of 

directors, general manager, or chief executive officer of [Name of Bidder] 
are not related by consanguinity or affinity up to the third civil degree to the 
Head of the Procuring Entity, Procurement Agent (if engaged), End-User 
or Implementing Unit,  project consultants, head of the Project 
Management Office, or the members of the Bids and Awards Committee 
(BAC), the Technical Working Group, and the BAC Secretariat;  

   
● If corporation, or joint venture: The corporation or joint venture itself, and 

officers, directors, and controlling stockholders of [Name of Bidder] are not 
related by consanguinity or affinity up to the third civil degree to the Head 
of the Procuring Entity, Procurement Agent (if engaged), End-User or 
Implementing Unit,  project consultants, head of the Project Management 
Office, or the members of the Bids and Awards Committee (BAC), the 
Technical Working Group, and the BAC Secretariat;  

  
● If individual consultant not registered under a sole proprietorship, in case 

of Consulting Services: The individual consultant and its spouse are not 
related by consanguinity or affinity up to the third civil degree to the Head 
of the Procuring Entity, Procurement Agent (if engaged), End-User or 
Implementing Unit,  project consultants, head of the Project Management 
Office, or the members of the Bids and Awards Committee (BAC), the 
Technical Working Group, and the BAC Secretariat;  

  
7. It is understood that failure to faithfully disclose its relationship with the Head 

of the Procuring Entity, members of the BAC, the TWG, and the BAC 
Secretariat, the head of the PMO or the end-user unit or implementing unit, and 
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the project consultants of the Procuring Entity, or of the procurement agent by 
consanguinity or affinity up to the third civil degree, as well as its submission of 
beneficial ownership information containing false entries shall be subject to 
blacklisting under Section 100 of the Implementing Rules and Regulations 
(IRR) of Republic Act (RA) No. 12009, without prejudice to criminal and civil 
liabilities under applicable laws, including their accessory penalties, if any.   

  
     Select one, delete the rest: 
 

● In case of corporations: [Name of Bidder] declares its beneficial ownership 
information consistent with its updated General Information Sheet or Beneficial 
Ownership Declaration Form or any other document duly submitted to the SEC 
and has maintained a valid and updated file therein in compliance with Sections 
20.2.9.1, 81, and 82 of the IRR of RA No. 12009.   
 

● In case of Foreign Bidders: [Name of Bidder] submitted an appropriate 
equivalent document in English issued by the country of the bidder concerned 
in accordance with Section 20.2.9.2 of the IRR of RA No. 12009. 

  
8. [Name of Bidder] complies with existing labor laws and standards; and   

  
9. [Name of Bidder] is aware of and has undertaken the following responsibilities 

as a Bidder:   
   

a) Carefully examine all of the Bidding Documents; 
 
b) Acknowledge all conditions, local or otherwise, affecting the 
implementation of the Contract; 

 
c) Made an estimate of the facilities available and needed for the contract 
to be bid, if any; and 

 
d) Inquire or secure Supplemental Bid Bulletin(s) issued for the [Project 
Title].   

   
10. [Name of Bidder] did not give or pay directly or indirectly, any commission, 

amount, fee, or any form of consideration, pecuniary or otherwise, to any 
person or official, personnel or representative of the government in relation to 
any procurement project or activity. 
 

11. In case advance payment was made or given to [Name of Bidder], failure to 
perform or deliver any of the obligations and undertakings in the contract shall 
be sufficient grounds to constitute criminal liability under existing laws.  

   
 
 
 
 
 
 

   
IN WITNESS WHEREOF, I have hereunto set my hand this __ day of ___, 20__ at 

____________, Philippines.   
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Duly authorized to sign the Bid for and behalf of:   

  
[Insert Bidder’s Name]   

  
[Affiant’s Signature over Printed Name]  
[Position/Designation]  
[Date]  

  
 

  
JURAT  

  
  
SUBSCRIBED AND SWORN to before me this _____ day of [month] [year] at [place of 
execution], Philippines. Affiant/s is/are personally known to me and was/were identified by me 
through competent evidence of identity as defined in the 2004 Rules on Notarial Practice (A.M. 
No. 02-8-13-SC). Affiant/s exhibited to me his/her [insert type of government identification card 
used], with his/her photograph and signature appearing thereon, with no. ______.    
   
WITNESS MY HAND AND SEAL this ___ day of [month] [year].    
   
  
 

   
NAME OF NOTARY PUBLIC     
Notarial Commission No.  ___________    
Notary Public for ______ until _______    
Roll of Attorneys No. _____    
PTR No. __, [date issued], [place issued]    
IBP No. __, [date issued], [place issued]    

  
  
  
Doc. No. ________   
Page No. _______    
Book No. _______   
Series of _______.   
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Bid Securing Declaration Form 
[The duly accomplished form shall be submitted with the Bid if bidder opts to provide 

this type of bid security]  
_________________________________________________________________________  

 
REPUBLIC OF THE PHILIPPINES   )  
CITY/MUNICIPALITY OF ____________________ ) S.S.  
  

   
BID SECURING DECLARATION  

Project Identification No.: [Number]  
   

To: [Insert name of the Procuring Entity]  
   
I/We, the undersigned, declare that:  
 

1) I/We understand that, according to your conditions, bids must be supported by a Bid 
Security, which may be in the form of a Bid Securing Declaration; 

 
[Insert paragraph for Unsolicited Offer with Bid Matching] 
 
I/We understand that upon conferment of the original offeror status under 
Section 30.6 of the Implementing Rules and Regulations (IRR) of Republic Act 
(RA) No. 12009, the offeror shall submit a Bid Securing Declaration within ten 
(10) days from the receipt of the certificate of conferment; 
 

2) Select one, delete the other:  
 

● I/We accept that: (a) I/we will be automatically disqualified from bidding for any 
procurement contract with any Procuring Entity upon receipt of your Blacklisting 
Order; and, (b) I/we will pay the applicable fine provided under the Guidelines on 
the Use of Bid Securing Declaration, within fifteen (15) days from receipt of the 
written demand by the Procuring Entity for the commission of acts resulting to 
the enforcement of the Bid Securing Declaration under Sections 52.2 (a), 63.2, 
69.1 and 100, except 100.3 (c),of the IRR of Republic Act  No. 12009; without 
prejudice to other legal action the government may undertake; and   

  
(For Unsolicited Offer with Bid Matching)  
  
● I/We accept that: I/we will be automatically disqualified from any procurement 

opportunity of the Procuring Entity for a period of one (1) year on the first offense, 
two (2) years on the second offense, and perpetually on the third offense without 
prejudice to other legal action the government may undertake. 

 
3) I/We understand that this Bid Securing Declaration shall cease to be valid on the 

following circumstances:   
 

a) Upon expiration of the bid validity period, or any extension thereof pursuant to 
your request; 
 

b) I am/we are declared ineligible or post-disqualified upon receipt of your notice 
to such effect, and (i) I/we failed to timely file a request for reconsideration or 
(ii) I/we filed a waiver to avail of said right; 
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[Insert this paragraph for Unsolicited Offer with Bid Matching] 
 

b) Upon contract award and the LCCRB is not the original offeror; or 

c) I am/we are declared the bidder with the [Insert Award Criterion1] and I/we have 
furnished the performance security and signed the Contract.  

 
IN WITNESS WHEREOF, I/We have hereunto set my/our hand/s this ____ day of [month] 
[year] at [place of execution].                                                  

  
  
  
Duly authorized to sign the Bid for and behalf of:   
  
[Insert Bidder’s Name]   
  
[Signature over Printed Name]  
[Position/Designation]  
[Date]  
  

    
JURAT  

  
SUBSCRIBED AND SWORN to before me this _____ day of [month] [year] at [place of 
execution], Philippines. Affiant/s is/are personally known to me and was/were identified by me 
through competent evidence of identity as defined in the 2004 Rules on Notarial Practice (A.M. 
No. 02-8-13-SC). Affiant/s exhibited to me his/her [insert type of government identification card 
used], with his/her photograph and signature appearing thereon, with no. ______.    
   
WITNESS MY HAND AND SEAL this ___ day of [month] [year].    
   
  
   

NAME OF NOTARY PUBLIC     
Notarial Commission No.  ___________    
Notary Public for ______ until _______    
Roll of Attorneys No. _____    
PTR No. __, [date issued], [place issued]    
IBP No. __, [date issued], [place issued]    

 

Doc. No. ________ 

Page No. _______  
Book No. _______ 

Series of ________
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SAMPLE FORMS 
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